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File with Client Code Gp#-

"_'"' "i_' _'Jx.... Debbie L Frank
08/08/2000 09:13 AM

To: Crice@fwenc.com, Mark Cutler
cc:

Subject: QIR GCMS-00-115 Bromomethane in Matrix Spike: MW-002-005 Bromomethane J flagged

Proj JPL GW monitoring:
Mark is out of the office on vacation. Can you review this and ok the action: J Flag and report
MW-002-005 has qualified data for Bromomethane due to variable recoveries on the MS/MSD results. All
other QC is acceptable. All sample results except bromomethane for MW-002-005 are reported without
qualification. The Bromomethane concentration is an Estimate for MW-002-005.
................... Forwardedby DebbieL Frank/User/Americas/MontgomeryWatsonon08/08/200009:17AM

:"_'; ?_.,,,......Debbie L Frank
08103/200003:58 PM

To: mcutler@fwenc.com
cc: Michael N BriggslUserlAmericaslMontgomery Watson@MW

Subject: QIR GCMS-00-115 Bromomethane in Matrix Spike

The MS recovered at 140% (high) the MSD recovered at 95% (ok). Re-analysis of the MS recovered at
34% (low).

.,,,.. The surrogates recovered within acceptance limits on both the original MS and The rerun.

The LCS recovered within acceptance limits, 113%. We are investigating a possible high bias for
Bromomethane which we may be experiencing, no resolution yet.

All associated samples are outside the QAPP HT of 7d. There may be method HT of 14 days left on
specific samples where Bromomethane may be of concern. All samples are ND for Bromomethane.
Samples sampled 7/21, 7/25, 7126 and associated with this MS/MSD pair are:
EPA HT8/4, 8/7, 8/8
MW-002-005,

-066, HT8/4
-096,

-097,
-006,

-004,
-003,
-002,
-098,
-099,
-012,
-011,
-010,
-008,
-009,
-007

We will report and annotate unless you specify which sample you'd like rerun past HT.
Currently all samples would be annotated as:

'v_,.-_ Bromomethane recoveries in MS are not within acceptance limits. MW-002-005 was used for the Matrix



File with Client Code __ Gp#

spike. MS/MSD not required by method. Default to LCS and MBLK for QC. Results for all samples are
ND for this compound. All samples, except MW-002-005 are reported without qualification.
Bromomethane is an estimate for MW-002-005, due to variable recoveries in the MS performed on this
sample.



(_ MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatsonAmericas,Inc.
555EastWalnut Street
Pasadena,California91101

',._ .. Tel: 6265686400Fax:6265686324
1800566LABS{18005665227)

Laboratory Report

for

Foster Wheeler Environmental, Inc
611 Anton Boulevard

Suite 800

Costa Mesa , CA 92626

Attention: Mark Cutler

Fax: (714)444-5560

DATE OF ISSUE

DEB* Debbie Frank Report#: 68272

ProjectManager JPL

_L

_oratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 36 page[s].



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 8 2 7 2
Pasadena, California 91101

_ ,., Te t: 626 568 6400 Fax: 626 568 6324
! 800 566 LABS (! 800 566 5227)

Foster Wheeler Environmental, Inc Samples Received

Mark Cutler 07/26/00
611 Anton Boulevard

Suite 800

Costa Mesa , CA 92626

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-098 (2007260086) Sampled on 07/26/00 08:10

Regulated VOCs plus Lists l&3

07/27/00 12:00 120759 ML/EPA 524.2 i,l,l,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_._ 07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichtoropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2~Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/t 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis_l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page I of 19



(_ Laboratory
MONTGOMERY WATSON LABORATORIES

Data
a Division of Montgomery Watson Americas, inc. _eporu
555 East Walnut Street # 6 82 7 2
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental, Inc
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 _,_,_/

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 97 % Rec

Surrogate 4-Bromofluorobenzene 105 % Rec

Surrogate Toluene-d8 96 % Rec

, k

Data Report - Page 2 of 19



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, inc.

555 East Walnut Street _ 6 8 2 7 2

Pasadena, California 91101

,_,_,..._ 're I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental, Inc

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-099 (2007260088) Sampled on 07/26/00 08:15
08/01/00 08/03/00 12:00 120995 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/04/00 12:00 121200 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/02/00 08/02/00 12:00 120975 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/26/00 04:40 120460 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

'_k_ 07/27/00 12:00 120759 ( ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 i 2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chtorotoluene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5 0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0 50 1

Data Report - Page 3 of 19



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data RePort
a Division of Montgomery Watson Americas, inc.

555 East Walnut Street # 6 8 2 7 2
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 '_-_/

1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental, Inc

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) 3.2 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1 ii

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/t 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0150 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 103 % Rec

Surrogate 4-Bromofluorobenzene 106 % Rec

Data Report - Page 4 of 19



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc,

555 East Walnut Street _ 6 8 2 7 2
Pasadena, California 91101

Te I: 526 568 6400 Fax; 626 568 6324
I B00 566 LABS (I 800 566 5227)

Foster Wheeler Environmental, Inc

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 95 % Rec

MW-002-012 (2007260090) Sampled on 07/26/00 08:30
07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 166 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Anion Sum 4.00 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 ) Calcium, Total, ICAP 34 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Cation Sum 4.16 meq/1 0.0010 1

07/27/00 12:00 120594 ML/EPA 300 ) Chloride 8.62 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/ERA314 ) Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 1.65 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/26/00 04:40 120460 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 330 umho/cm 4.0 1

' /00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

_ 08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 202. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 2.2 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 9.6 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 37 mg/1 1.0 1

07/27/00 12:00 120603 ML/EPA 300.0 ) Nitrate-N by IC 1.39 mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/27/00 12:00 120613 S4500HB/E150.1) Lab pH 8.1 Units 0.0010 1

07/27/00 12:00 120605 ML/EPA 300.0 ) Sulfate 16.3 mg/1 2.0 1

07/27/00 12:00 120615 SM2540C/E160.1) Total Dissolved Solid (TDS) 230 mg/1 10 1

Regulated VOCs plus Lists l&3
07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

Data Report Page 5 of 19



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data n _==e--or_
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 8 2 7 2
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 _-...._/
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Foster Wheeler Environmental, Inc

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-MethYl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chtorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride} ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12: 00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND Ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12: 00 120759 ML/EPA 524.2 Trichlorotrifluoroethane (Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

_%_ Surrogate 1,2 -Dichloroethane-d4 113 % Rec

Surrogate 4~Bromofluorobenzene 102 % Rec

Surrogate Toluene- d8 97 % Rec

MW-002-011 (2007260093) Sampled on 07/26/00 09:40
07/31/00 12=00 120774 SM2320B/E310.1) Alkalinity 163 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Anion Sum 4.23 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 Calcium, Total, ICAP 32 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 4.38 meq/1 0.0010 1

07/27/00 12:00 120594 ML/EPA 300 Chloride 17.8 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 1.02 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/26/00 04:40 120460 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 360 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 460 ug/1 100 1

08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 198. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 2.0 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 11 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 42 mg/1 1.0 I
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Foster Wheeler Environmental, Inc
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120602 ( ML/EPA 300.0 ) Nitrate-N by IC 4.04 mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/27/00 12:00 120613 (S4500HB/E150.1) Lab pH 7.9 Units 0.0010 1

07/27/00 12:00 120605 ( ML/EPA 300.0 ) Sulfate 8.69 mg/1 2.0 1

07/27/00 12:00 120615 (SM2540C/E160.1) Total Dissolved Solid (TDS) 240 mg/1 l0 1

Regulated VOCs plus Lists l&3
07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3~Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 k_

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichtoromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene {1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 109 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec

Surrogate Toluene-d8 94 % Rec
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-010 (2007260094) Sampled on 07/26/00 10:55

07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 158 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Anion Sum 3.98 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 ) Calcium, Total, ICAP 26 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 } Cation Sum 4.02 meq/1 0.0010 1

07/27/00 12:00 120594 ML/EPA 300 ) Chloride 21.5 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 1.98 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/26/00 04:40 120460 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 330 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 590 ug/1 100 1

08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 192. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 1.9 mg/1 1.0 I _

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 } Magnesium, Total, ICAP 14 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 35 mg/1 1.0 1

07/27/00 12:00 120602 ML/EPA 300.0 ) Nitrate-N by IC 0.36 mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/27/00 12:00 120613 S4500HB/E150.1) Lab pH 8.2 Units 0.0010 1

07/27/00 12:00 120605 ML/EPA 300.0 ) Sulfate 9.08 mg/1 2.0 1

07/27/00 12:00 120615 SM2540C/EI60.1) Total Dissolved Solid (TDS) 210 mg/1 10 1

Regulated VOCs plus Lists l&3

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4~Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

i'
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(continued )

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone {MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o~Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

_ 07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane{Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental, Inc
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 . 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Preon ND ug/1 0.50 1

07/27/00 12: 00 120759 ML/EPA 524.2 trane-1,3 -Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

Surrogate 4-Bromof luorobenzene 99 % Rec _/

Surrogate Toluene-d8 93 % Rec

MW-002-008 (2007260101) Sampled on 07/26/00 11:50

07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 173 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Anion Sum 7.66 meq/1 0.0010 1

08/01/00 05/03/00 12:00 120995 S31138/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 Calcium, Total, ICAP 82 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 7.81 meq/1 0.0010 1

07/27/00 12:00 120594 ML/EPA 300 Chloride 69.4 mg/1 2.0 2

08/04/00 12:00 121200 CADHS/EPA314 Perchlorate 31 ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 0.274 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS 13 ug/1 10 1

07/26/00 04:40 120460 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 655 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 2000 ug/1 100 1

08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 211. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 2.5 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 29 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 29 mg/1 1.0 1

07/27/00 12:00 120602 ML/EPA 300.0 ) Nitrate-N by IC 7.38 mg/1 0.20 2
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Foster Wheeler Environmental, Inc

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/27/00 12:00 120613 (S4500HB/E150.1) Lab pB 7.3 Units 0.0010 1

07/27/00 12:00 120605 ( ML/EPA 300.0 ) Sulfate 82.5 mg/1 4.0 2

07/27/00 12:00 120615 (SM2540C/Ei60.1) Total Dissolved Solid (TDS) 490 mg/1 10 1

Regulated VOCs plus LiSts l&3
07/27/00 12:00 120759 ML/EPA 524.2 ) 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane 0.5 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

_z 07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12: 00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ( ML/EPA 524.2 Carbon Tetrachloride 1.6 ug/1 0.50 1

07/27/00 12:00 120759 ( ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ( ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ( ML/EPA 524.2 Chloroform (Trichloromethane) 1.8 ug/1 0.50 1
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Foster Wheeler Environmental, Inc
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 ) Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Dibromomethane ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 ) Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _/'

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.9 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p~Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) 3.4 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 98 % Rec

Surrogate 4-Bromofluorobenzene 102 % Rec

Surrogate Toluene-d8 98 % Rec
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(continue d)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-009 (2007260103) Sampled on 07/26/00 11:55

08/01/00 08/03/00 12:00 120995 ( S3113B/E200.9 ) Arsenic, Total, QF ND mg/1 0.005 1

08/04/00 12:00 121200 ( CADHS/EPA314 ) Perehlorate 32 ug/1 4.0 1

08/02/00 08/02/00 12:00 120975 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS 14 ug/1 10 1

07/26/00 04:40 120460 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/i 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane 0.6 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

:_ 07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND u9/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride 1.7 ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) 1.9 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _/_

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB} ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) 1.0 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) 3.8 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 110 % Rec

Surrogate 4-Bromofluorobenzene 98 % Rec
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(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 97 % Rec

MW-002-007 (2007260105) Sampled on 07/26/00 12:35
07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 166 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Anion Sum 4.50 meq/1 0.0010 1

08/02/00 08/03/00 12:00 120996 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 ) Calcium, Total, ICAP 47 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Cation Sum 4.70 meq/1 0.0010 1

07/27/00 12:00 120594 ML/EPA 300 ) Chloride 9.44 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 0.415 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/26/00 04:40 120460 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/27/00 12:00 120523 ML/S2510B ) Specific Conductance 380 umho/cm 4.0 1

/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 600 ug/1 100 1

k_z 08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 202. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 2.8 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 22 mg/1 1.0 1

07/27/00 12:00 120602 ML/EPA 300.0 ) Nitrate-N by IC 1.04 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/27/00 12:00 120613 (S4500HB/E150.1) Lab pH 7.5 Units 0.0010 1

07/27/00 12:00 120605 ( ML/EPA 300.0 ) Sulfate 40.5 mg/1 2.0 1

07/27/00 12:00 120615 (SM2540C/E160.1) Total Dissolved Solid (TDS) 270 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/27/00 12:00 120759 ML/EPA 524.2 ) 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12: 00 120759 ML/EPA 524.2 1,2,3 -Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichtorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 "_/

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 52'4.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 "

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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i

,%,_,.,,_ Tel: 626 568 6400Fax: 626 568 6324
1800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental, Inc

(continued)

Prepared Analyzed QC Batch# Method Anatyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2_Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert~Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

\
_, Surrogate 1,2~Dichloroethane-d4 105 % Rec

Surrogate 4-Bromofluorobenzene 97 % Rec

Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental, Inc

QC Batch #120460 - Hexavalent chromium (Ct VI) Analysis Date: 07/26/2000

2007260088 MW-002-099

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260103 MW-002-009

2007260105 MW-002-007

QC Batch #120521 - Specific Conductance Analysis Date: 07/27/2000

2007260090 MW- 002 -012

2007260093 MW- 002-011

2007260094 MW-002-010

2007260101 MW-002-008

E\

QC Batch #120523 - Specific Conductance Analysis Date: 07/27/2000

2007260105 MW-002-007

QC Batch #120594 - Chloride Analysis Date: 07/27/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007

QC Batch #120602 - Nitrate-N by IC Analysis Date: 07/27/2000

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007
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Foster Wheeler Environmental, Inc

(continued)

QC Batch #120603 - Nitrate-N by IC Analysis Date: 07/27/2000

2007260090 MW-002-012

QC Batch #120605 - Sulfate Analysis Date: 07/27/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007

QC Batch #120613 - Lab pH Analysis Date: 07/27/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007

QC Batch #120615 - Total Dissolved Solid (TDS) Analysis Date: 07/27/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007

QC Batch #120650 - Calcium, Total, ICAP Analysis Date: 07/28/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007
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Foster Wheeler Environmental, Inc
(continued)

QC Batch #120655 - Potassium, Total, ICAP Analysis Date: 07/28/2000

2007260090 MW-002-012

2007260093 MW-002-0!i

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007

QC Batch #120657 - Magnesium, Total, ICAP Analysis Date: 07/28/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

___ 2007260105 MW-002-007

QC Batch #120661 - Sodium, Total, ICAP Analysis Date: 07/28/2000

2007260090 MW-002-012

2007260093 MW-002-0tl

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007

QC Batch #120759 - Regulated VOCs plus Lists l&3 Analysis Date: 07/27/2000

2007260086 MW-002-098

2007260088 MW-002-099

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260103 MW-002-009

2007260105 MW-002-007
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Foster Wheeler Environmental, Inc
(continued)

QC Batch #120774 - Alkalinity Analysis Date: 07/31/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260105 MW-002-007

QC Batch #120972 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

QC Batch #120975 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007260088 MW-002-099

2007260090 MW-002-0!2

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260103 MW-002-009

QC Batch #120976 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007260088 MW-002-099

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260103 MW-002-009
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Foster Wheeler Environmental, Inc

(continued)

QC Batch #120995 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007260088 MW-002-099

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260103 MW-002-009

QC Batch #120996 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007260105 MW-002-007

'_Batch #120998 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007260105 MW-002-007

QC Batch #120999 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007260105 MW-002-007

QC Batch #121000 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007260105 MW-002-007

QC Batch #121200 - Perchlorate Analysis Date: 08/04/2000

2007260088 MW-002-099

2007260090 MW-002-012

2007260093 MW-002-011

2007260094 MW-002-010

2007260101 MW-002-008

2007260103 MW-002-009

2007260105 MW-002-007
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Group Comments

(524.2) Bromomethane recoveries in the MS are not in accep-
tance limits from the fortified sample MW-002-005. MS/MSD

are not required by method. Default to LCS and MBLK for QC.

Results for all samples are ND for this compound. The

samples in this group are reported without qualification.

(QC batch#: 120605)
Test: Sulfate

QC Type: MS

The MS recovery is within the EPA method limit of 80-120%.
QC Type: MSD

The MSD recovery is within the EPA method limit of 80-120%.

Comments - Page i of I
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Laboratory

a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 2 7 2
Pasadena, California 91101

,_ Te I: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (I 800 566 5227

Foster Wheeler Environmental, Inc

QC Batch #120460 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalentchromium (Cr VI) 0.050 0.051 102.0 78.00 - 118.00

LCS2 Hexavalent chromium (Cr VI) 0.050 0.052 104.0 78.00 - 118.00 1.9

MBLK Hexavalent chromium (Cr VI) ND

MS--2007260094 Hexavalent chromium (Cr VI) 0.050 0.048 96.0 80.00 - 120.00

MSD--2007260094 Hexavalent chromium (Cr VI) 0.050 0.047 94.0 80.00 - 120.00

QC Batch #120521 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007260101 Specific Conductance 655 655 ( 0.00 - 20.00 0.0

',..__, QC Batch #120523 Specific Conductance

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2007260274 Specific Conductance 700 700 ( 0.00 - 20.00 0.0

QC Batch #120594 Chloride

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07260267 0.00 - 0.00

LCS1 Chloride 25 24.1 96.4 90.00- 110.00

LCS2 Chloride 25 24.1 96.4 90.00- 110.00 0.00

MBLK Chloride ND

MS Chloride 25 23.9 95.6 80.00 - 120.00

MSD Chloride 25 24.0 96.0 80.00 - 120.00 0.42

' Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq,

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental, Inc

(continued)

QC Batch #120602 Nitrate-N by IC

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07260267 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.50 100.0 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.50 100.0 94.00 - 106.00 0.00

MBLK Nitrate~N by IC ND

MS Nitrate-Nby IC 2.5 2.50 100.0 85.00- 118.00

MSD Nitrate-N by IC 2.5 2.50 100.0 85.00 - 118.00 0.00

QC Batch #120603 Nitrate-N by IC

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07270089 ( 0.00 - 0.00 '_/

LCS1 Nitrate-N by IC 2.5 2.50 100.0 ( 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.49 99.6 ( 94.00 - 106.00 0.40

MBLK Nitrate-Nby IC ND

MS Nitrate-N by IC 2.5 2.67 106.8 ( 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.66 106.4 ( 85.00 - 118.00 0.38

QC Batch #120605 Sulfate

QC Analyta Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07260093 ( 0.00 - 0.00

LCS1 Sulfate 50 48.1 96.2 ( 95.00 - 104.00

LCS2 Sulfate 50 48.0 96.0 95.00 - 104.00 0.21

MBLK Sulfate ND

MS Sulfate 50 47.6 95.2 97.00- 112.00

MSD Sulfate 50 47.6 95.2 97.00- 112.00 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental, Inc
(continued)

QC Batch #120613 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007260105 Lab pt'[ 7.5 7.5 ( 0.00 - 20.00 0.0

QC Batch #120615 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP Spikedsample Lab # 20 07260272 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS} 175 178 101.7 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 714 102.0 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #120650 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07270144 0.00 - 0.00

LCS1 Calci_un, Total, ICAP 50 50.2 100.4 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 50.7 101.4 85.00 - 115.00 0.99

MBLK Calcium,Total, ICAP ND

MS Calcium, Total, ICA_ 50 45.9 91.8 70.00 - 130.00

MSD Calcium,Total,ICAP 50 46.2 92.4 70.00 - 130.00 0.65

QC Batch #120655 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab _ 20 07270144 0.00 - 0.00

LCS1 Potassium,Total, ICAP 20 20.1 100.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.2 101.0 80.00 - 110.00 0.50

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 18.5 92.5 80.00 - 120.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental, Inc

(continued)

MSD Potassium, Total, ICAP 20 18.6 93.0 ( 80.00 - 120.00 0.54

QC Batch #120657 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07260090 ( 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 19.9 99.5 ( 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 20.1 100.5 ( 97.00 - 115.00 1.0

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 18.2 91.0 ( 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 18.0 90.0 ( 74.00 - 130.00 1.1

QC Batch #120661 Sodium, Total, ICAP

J
QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%) '_J'

MS Spiked sample Lab # 20 07270144 0.00 - 0.00

LCS1 Sodium, Total, ICAP 50 50.5 101.0 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 50.8 101.6 94.00 - 112.00 0.59

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 45.0 90.0 82.00 - 114.00

MSD Sodium, Total, ICAP 50 45.7 91.4 82.00 - 114.00 1.5

QC Batch #120759 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.91 97.8 ( 70.00 - 130.00

MBLK 1,1,1,2 -Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.36 109.0 ( 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.55 88.8 ( 72.00 - 117.00

MBLK 1, 1,2,2 -Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.75 93.8 ( 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _j

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental, Inc

(continued)

LCS1 1,1-Dichloroethane 4 4.31 107.7 71.00 - 125.00

MBLK t,l-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.43 110.8 70.00 - 130.00 )

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.38 109.5 70.00 - 130.00 )

MSD 1,1-Dichloroethylene 4 4.19 104.8 70.00 - 130.00 ) 4.4

LCS1 1,1-Dichloropropene 4 4.05 101.2 70.00 - 130.00 )

MBLK 1,1-Dichloropropene ND

LCS1 1,2 3-Trichlorobenzene 4 3.60 90.0 70.00 - 130.00

MBLK 1,2 3~Trichlorobenzene ND

LCS1 1,2 3-Trichloropropane 4 3.52 88.0 70.00 - 130.00

MBLK 1,2 3-Trichloropropane ND

LCS1 1,2 4--Trichlorohenzene 4 3.73 93.2 76.00 - 114.00

MBLK 1,2 4-Trichlorobenzene ND

LCS1 1,2 4-Trimethylbenzene 4 3.90 97.5 70.00 - 130.00

MBLK 1,2 4-Trimethylbenzene ND

\'_,_ LCS1 1,2-Dichloroethane 4 4.08 102.0 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.96 99.0 77.00 - 122.00

MBLK 1,2~Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.90 97.5 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCSt 1,3-Dichloropropane 8 7.76 97.0 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.88 97.0 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.35 108.7 ( 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 38.8 97.0 ( 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.89 97.2 ( 70.00 - 130.00 )

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.94 98.5 ( 70.00 - 130.00 )

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 39.2 98.0 ( 70.00 - 130.00 )

%_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES QC Report
a Division of Montgomery Watson Americas, inc.
555 East Walnut Street # 6 8 2 7 2

Pasadena, California 91101 )
Te I: 626 568 6400 Fax: 626 568 6324 :'-_,,,,./

I 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental, Inc

(continued)

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07250117 ( 0.00 - 0.00

LCS1 Benzene 4 4.31 107.7 ( 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.16 104.0 ( 70.00 - 130.00

MSD Benzene 4 4.07 101.8 ( 70.00- 130.00 2.2

LCS1 Bromobenzene 4 3.84 96.0 ( 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 2.26 113.0 ( 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.09 102.2 ( 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.17 104.2 ( 70.00- 117.00

MBLK Chtorobenzene ND

MS Chlorobenzene 4 3.89 97.2 ( 70.00- 130.00

MSD Chtorobenzene 4 3.98 99.5 ( 70.00- 130.00 2.3

LCS1 Carbon Tetrachloride 4 4.37 109.2 ( 70.00 - 130.00 _/

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 3.80 95.0 70.00- 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.34 108.5 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.22 105.5 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 2.22 111.0 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(MethylChloride) 2 1.78 89.0 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 3.80 95.0 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.09 102.2 70.00- 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.13 103.2 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 3.98 99.5 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 2 7 2

Pasadena, California 91101

_=,,_ Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS {I 800 566 5227

Foster Wheeler Environmental, Inc
(continued)

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.21 105.2 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 1.94 97.0 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.17 108.5 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.79 94.8 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.88 97.0 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.88 97.0 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.41 105.1 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.28 82.0 70.00 - 130.00

"_.,_. MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.93 98.2 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.04 101.0 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.09 102.2 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.73 93.2 ( 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.32 108.0 ( 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p~Isopropyltoluene 4 3.81 95.2 ( 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.87 96.8 ( 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.12 103.0 ( 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 111 111.0 ( 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 109 109.0

MS 1,2-dichloroethane-d4 100 98 98.0 ( 80.00 - 127.00

'_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.

QC Report - Page 7 of 11



(_ LaboratoryMONTGOMERY WATSON LABORATORIES QC Reporta Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 8 2 7 2

Pasadena. California 91101

Tel: 626 568 6400 Fax: 626 568 6324 _,.,,.,,,/_
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental, Inc
(continued)

MSD 1,2-dichloroethane-d4 100 98 98.0 80.00 - 127.00 0.00

LCS1 Toluene-d8 100 100 100.0 91.00 - 107.00

MBLK Toluene-d8 100 98 98.0

MS Toluene-d8 100 100 100.0 91.00 - 107.00

MSD Toluene-d8 100 94 94.0 91.00 ~ 107.00 6.2

LCS1 4-Bromofluorobenzene 100 97 97.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 90 90.0

MS 4-Bromofluorobenzene 100 96 96.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 105 105.0 86.00 - 115.00 9.0

LCS1 trans-l,2-Dichloroethylene 4 4.37 109.2 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.89 97.2 70.00 ~ 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.14 103.5 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.20 105.0 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 4.19 104.8 70.00 - 130.00 0.24 '_/

LCS1 Trichlorotrifluoroethane(Freon 2 2.25 112.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans~l,3-Dichloropropene ND

LCS1 Toluene 4 4.27 106.7 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.19 104.8 70.00 - 130.00

MSD Toluene 4 4.24 106.0 70.00 - 130.00 1.2

LCS1 Vinyl chloride (VC) 2 2.01 100.5 70.00 - 130.00

MBLK Vinyl chloride(VC) ND

QC Batch #120774 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07250078 0.00 - 0.00

LCSl Alkalinity 96.2 96.8 100.6 96.00 - 107.00

LCS2 Alkalinity 96.2 97.6 101.5 96.00 - 107.00 0.82

MBLK Alkalinity ND

MS Alkalinity 96.2 95,6 99.4 80.00 - I20.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _/_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas,Inc. QC = _ *'_e_,or _.
555EastWalnutStreet # 6 8 27 2
Pasadena,California91101

Te I: 6265686400Fax:6265686324
I 800566LABS(I 8005665227

Foster Wheeler Envmronmental, Inc

(continued)

MSD Alkalinity 96.2 95.6 99.4 ( 80.00 - 120.00 0.00

QC Batch #120972 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 ( 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 532 106.4 ( 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 526 105.2 ( 85.00 - 115.00 1.1

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 433 86.6 ( 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 449 89.8 ( 70.00 - 130.00 3.6

QC Batch #120975 Chromium, Total, ICAP/MS

Recovered Yield (%) Limits (%) RPD (%)oc Analyte Spiked

MS Spiked sample Lab # 20 07210216 0.00 - 0.00 )

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 )

LCS2 Chromium, Total, ICAP/MS 100 95 95.0 85.00 - 115.00 ) 1.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 95 95.0 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 96 96.0 77.00 - 119.00 ) 1.0

QC Batch #120976 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 ( 0.00 - 0.00 )

LCS1 Lead, Total, ICAP/MS 20.0 19.7 98.5 87.00 - 108.00 )

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 87.00 - 108.00 ) 1.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00 }

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00 ) 0.00

, Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.

QC Report - Page 9 of 11



(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 2 7 2
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _'_._/

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental, Inc

(continued)

QC Batch #120995 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07210216 ( 0.00 - 0.00 )

LCS1 Arsenic, Total, GF 0.020 0.0198 99.0 ( 85.00 - 115.00 )

LCS2 Arsenic, Total, GF 0.020 0.0197 98.5 ( 85.00 - 115.00 ) 0.51

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 ( 70.00 - 130.00 )

MSD Arsenic, Total, GF 0.020 0.0204 102.0 ( 70.00 - 130.00 ) 2.5

QC Batch #120996 Arsenic, Total, GF

QC Ana!yte Spiked Recovered Yield (%) Limits(%) RPD (%)
i

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00 ) '_

LCS1 Arsenic, Total, GF 0.020 0.0188 94.0 ( 85.00 - 115.00 )

LCS2 Arsenic,Total, GF 0.020 0.0186 93.0 ( 85.00 - 115.00 ) 1.1

MBLK Arsenic,Total,GF ND

MS Arsenic, Total, GF 0.020 0.0181 90.5 ( 70.00 - 130.00 )

MSD Arsenic,Total, GF 0.020 0.0190 95.0 ( 70.00 - 130.00) 4.9

QC Batch #120998 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00 )

LCS1 Iron, Total, ICAP/MS 500 515 103.0 ( 85.00 - 115.00 )

LCS2 Iron, Total, ICAP/MS 500 512 102.4 ( 85.00 - 115.00 ) 0.58

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 483 96.6 ( 70.00 - 130.00 )

MSD Iron, Total, ICAP/MS 500 492 98.4 ( 70.00 - 130.00 ) 1.8

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _/'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 2 7 2

Pasadena, California 91101

",_. _ Te I: 626 568 6400Fax: 626 568 6324
1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental, Inc

(continued)

QC Batch #120999 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 97 97.0 77.00 - 119.00 4.2

QC Batch #121000 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

_ MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 20.1 100.5 ( 87.00 - 108.00 )

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 ( 87.00 - 108.00 3.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.0 100.0 { 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00 3.0

QC Batch #121200 Perchlorate

QC Analyte Spiked Recovered Yield {%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07260088 ( 0.00 - 0.00

LCS1 Perchlorate 25.0 24.0 96.0 ( 90.00 - 110.00

LCS2 Perchlorate 25.0 23.9 95.6 90.00 - 110.00 0.42

MBLK Perchlorate ND

MS Perchlorate 20.0 18.4 92.0 75.00 - 125.00

MSD Perchlorate 20.0 18.9 94.5 75.00 - 125.00 2.7

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

'_A"_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES o ua/i t y Envir onment a/ Ana / Vsis
A division of Montgomery Watson Americas, inc.

August 26, 2000

·Mark Cutler

Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Aha, Ca 92705

Report # 68355 (MW-002-100, MW-002-10I, MW-002-074, MW-002-073, MW-002-072, MW-002-071,
MW-002-070)

Sampled: July 27, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
None

Samples requiring dilution (with increased MRL's):
MW-002-070, -071 was diluted for anions.

Method blanks with compounds detected:
None

Comments:
None

Summary of LEVEL IV detected parameters:
1,1-dichloroethylene was detected in MW-002-070
Chloroform was detected in MW-002- !01, -071, -070

Tetrachloroethylene wsa detected in MW-002-071, -070
Trichloroethylene was detected n MW-002-070
Perchlorate was detected in MW-002-071, -070

TIC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None

,//f_

Sincerely; //_//'"" ,/ /

Dabble Frank

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCatiforniaServiceCenter Southern California ServiceCenter
555EastWalnutStreet 4625S.Wendler Drive-Suite 111 1340 Treat Boulevard-Suite 300 30 Corporate Park- Suite 303
Pasadena,California91101 Tempe,Arizona85282 WalnutCreek,California94596 trvine,California92606
Tel:6265686400 Tel:6027481446 Tel:9252742322 Teh9492221845
Fax:626568632zl Fax:6027481450 Fax:9259451760 Fax:94922218z19



FOST.RW...L.R..V.RO....TALCORPORAT.O.
CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE/ OF/

_ I / '_'_' Z. O _ / _ Non Hazard _._ Reactive [] NORMAL _ DAYS

PROJEC_ADDRESS . F,ammabIe [_ Toxic[] _.._._.__..... ::/__i_--_

yd_)O (._,,':_/t_ _-_ _rd_V_' ,_ _.- ?_t_ _ _/_/_ C _ Skin Irritant [] Infectious [] RUSH [] DAYS __ ' ' _"

SAM_.B (Name, SAMPLE, !Signa!ure__ _ //_/ ANALYSES REQU'RED _ 5_, _ _ll_' _

SAMPLE TIME DATE NUMBER CONTAINER SAMPLE MATERIAL ._ _ '_' (_ _ [_i t v _.£

NUMBER COLLECTED COLLECTED OF SIZE(S) OTHER _ _'_ _- _ _ _ C i_'_ .__'__._CONTAINERS WATER SOIL (Describe) ..--' ..

f. _ ,X4,3._1 __,Z_'_

.....LO _,,u_}- _.,._1 .

LAB ORATORY INSTRUCTIONS/COMMENTS L.[ ? _ _ (:_h /_C' i___!/':' '/-_____

REUNQUISHEDBY (Signature) DATE RECEIVE'D?_ ature) REqNQUISHED BY (Signature) !DATE jRECEiVEDBY (Signature)

_ - -,z_t_-,_ '__, ' 1.L_-____.l_.-____._
:/'-_--'_L,) ..::· coMP_ _( ' ,"" ..' ,icoMpANY

COMi_,_N_; TiME COMPANy_ ..... _ : iTIME



MONTGOMerY LABORATORIES COOLE_ RECEIPT FORM

PROJECT:._ ____'_' .... - Date Received: '7-'_ 7- _ _
Use otaer S,de o! this [arm -to note further c_etaiLs conceruint cnect-m problems '7

and tO descr_ne any 3ct_onls) regardint tt_e resolutions) o( pro01ems.

A. PR£LI.',IINARY EXAMINATTON: Date coo r ope__'7-- O C_)by pr i. t, b it n).......

1. Did cooler come _,ita suippint slip (air bill. crc. l? Yes
If YES, attach & enter carrier and sir bill ; beret

_.. Were custody seals on outside of cooler? Y_es_,._o
if YES, bow man}' & where: _ .c_2_'$t_7_-0%___

Ir Yes. cater the foilowinl: seal date: .-7/?..7//o6 , seat name: t_V.._

j. Were custody seals unbroken & intact at delivery? .No

4. Were custody papers sealed in bat & '.aped to !id_ Yes

._. Were custody papers filled out property (ink. etc.) (_ .h'o

6. Did 7on sizn custody papers i,, appropriate pilce.' _ No7. Was project identifiable from custody papers? No

I. Have designated person,s) initial to aciznow,ed,c receipt-'_-'__e)_ 0_

,n//'7 _'_/0/) by:
B. LOG-IN PI/A.SE: Date _mpl. g_, were lolled 0/3 b-

9. Describe paclrinl:

LQ. If required, was euoutb ice used? YeS N ·

Ii. Were all bottles sealed in separate plaStic baitS? N o

I2. Did all bottles arrive uabroZen/in {Od,d condition- _ '_o

13. Were al1 bottle labels complete ilO.date.sign.pres): '_a

14. Did all bottle labels atree with custody papers: '_ o

If NO. indicate _escrepancies on bact.

IS. Were correct containers u_ed for t_,e atzalytes: i_ N ·

16, Were correct preservntsves used when require d7 .No

17. Was sufficient amount o( sample sent for tests? N ·

la, Bubbles absent in VOA vials? No _'_/'
If NO. iisi by sample id o n bacK.

{9. Was Client $erv,ces ,n_ermed of pro0tems: Yes



(_ MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatsonAmericas,Inc.
555EastWalnut Street
Pasadena,California91101

'_.... TeI: 6265686400Fax:6265686324
! 800566LABS(18005665227)

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSUE f.,_/

D(/___/}/'B,i'_n k Report#: 68355

ProjectManager JPL

_oratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are QC Report,QC Summary,Data Report, totaling 31 page[s].



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, inc.

555 East Walnut Street # 6 8 3 5 5

Pasadenar California 91101

', Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (18005665227)

Foster Wheeler Environmental Corp Samples Received
Mark Cutler 07/27/00

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-100 (2007270109) Sampled on 07/27/00 08:05

Regulated VOCs plus Lists l&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 824.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1 j

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 "_

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 ) Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 ) Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 ) None Detected ND 1

Surrogate ) 1,2-Dichloroethane-d4 112 % Rec

Surrogate ) 4-Bromofluorobenzene 96 % Rec

Surrogate ) Toluene-d8 101 % Rec

[
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-101 (2007270112) Sampled on 07/27/00 08:35
08/01/00 08/03/00 12:00 120996 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/04/00 12:00 121200 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120999 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/27/00 05:55 120569 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/NS ND ug/1 2.0 1

Regulated VOCs plus Lists 1&3

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

\,,_=,_w,r_, 08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichlorepropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2~Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

\
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) 3.0 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1 [

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichtoroethane-d4 103 % Rec

Surrogate 4-Bromofluorobenzene 100 % Rec
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 97 % Rec

MW-002-074 (2007270113) Sampled on 07/27/00 08:25

08/03/00 12:00 121026 SM2320B/E310.1) Alkalinity 202 mg/1 1.0 1

08/07/00 07:30 ML/SM1040 ) Anion Sum 4.85 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120996 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 ) Calcium, Total, ICAP 4.7 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Cation Sum 5.50 meq/1 0.0010 1

07/28/00 12:00 120665 ML/EPA 300 ) Chloride 14.1 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as CO3, Calculated 37.7 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/27/00 05:55 120569 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/31/00 12:00 120728 ML/S2510B ) Specific Conductance 530 umho/om 4.0 1

1/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 120 ug/1 100 1

_m_,_ 08/08/00 01:52 SM2320B/B310.1) Bicarbonate as HCO3,calculated 231. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 2.0 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP ND mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 120 mg/1 1.0 1

07/28/00 12:00 120668 ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120947 S4500HB/E150.1) Lab pH 9.4 Units 0.0010 1

07/28/00 12:00 120674 ML/EPA 300.0 ) Sulfate 19.7 mg/1 2.0 1

08/02/00 12:00 120970 SM2540C/E160.1) Total Dissolved Solid (TDS) 310 mg/1 10 1

Regulated VOCs plus Lists l&3

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2~Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichtoroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ArD ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1 i

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 _

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/t 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 ) Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/0012:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/! 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2'DCB} ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-t,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND u9/1 0.30 1

EPA 524.2 None Detected ND 1

'_ Surrogate 1,2-Dichloroethane-d4 114 % Rec

Surrogate 4-Bromofluorobenzene 94 % Rec

Surrogate Toluene-d8 99 % Rec

MW-002-073 (2007270117) Sampled on 07/27/00 09:40
08/03/00 12:00 121026 SM2320B/E310.1) Alkalinity 137 mg/1 1.0 1

08/07/00 07:30 ML/SM1040 Anion Sum 3.76 meq/1 0.0010 1

08/01/00 08/11/00 12:00 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 Calcium, Total, ICAP 33 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 3.90 meq/1 0.0010 1

07/28/00 12:00 120665 ML/EPA 300 Chloride 14.6 mg/i 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as CO3, Calculated 1.09 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/27/00 05:55 120569 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/31/00 12:00 120728 ML/S2510B ) Specific Conductance 390 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

08/08/00 01:52 SM2320B/E310.1) Bicarbonate as HCO3,calculated 167. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 1.7 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 12 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 28 mg/l 1.0 1
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 8 3 5 5
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 ,_,_,,j
1 800 566 LAB S (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/28/00 12:00 120668 ( ML/EPA 300.0 ) Nitrate-N by IC 6.44 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120947 (S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/28/00 12:00 120674 ( ML/EPA 300.0 ) Sulfate 7.06 mg/1 2.0 1

08/02/00 12:00 120970 (SM2540C/E160.1) Total Dissolved Solid (TDS) 230 mg/1 10 1

Regulated VOCs plus Lists l&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.80 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-i,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(cont inued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524:2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/t 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

_ 08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 ) n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 98 % Rec

Surrogate 4-Bromofluorobenzene 94 % Rec

Surrogate Toluene-d8 99 % Rec

k
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1800 566 LABS (180Q566 5227 k._'

Foster Wheeler Env]ronmental Corp
(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

MW-002-072 (2007270118) Sampled on 07/27/00 10:40
08/03/00 12:00 121026 SM2320B/E310.1) Alkalinity 141 mg/1 1.0 1

08/07/00 07:30 ML/SM1040 Anion Sum 4.50 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 Calcium, Total, ICAP 44 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 4.70 meq/1 0.0010 1

07/28/00 12:00 120665 ML/EPA 300 Chloride 24.8 mg/1 1.0 1

08/04/00 12: 00 121200 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as CO3, Calculated 0.888 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 BPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/27/00 05:55 120569 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/31/00 12:00 120728 ML/S2510B ) Specific Conductance 450 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 390 ug/1 100 1

08/08/00 01:52 SM2320B/E310.1) Bicarbonate as HCO3,calculated 172. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 1.7 mg/1 1.0 1 _,_/

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 15 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 28 mg/1 1.0 1

07/28/00 12:00 120668 ML/EPA 300.0 ) Nitrate-N by IC 9.16 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120947 S4500HB/E150.1) Lab DH 7.9 Units 0.0010 1

07/28/00 12:00 120674 ML/EPA 300.0 ) Sulfate 15.6 mg/1 2.0 1

08/02/00 12:00 120970 SM2540C/E160.1) Total Dissolved Solid (TDS) 280 mg/1 10 1

Regulated VOCs plus Lists l&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone _MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

'_, 08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 t

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chtorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/I 0.50 t

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12: 00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

Surrogate 4-Bromo f luorobenzene 87 % Rec ,_J

Surrogate Toluene-d8 99 % Rec

MW-002-071 (2007270120) Sampled on 07/27/00 11:35

08/03/00 12:00 121026 SM2320B/E310.1) Alkalinity 197 mg/1 1.0 1

08/07/00 07:30 ML/SM1040 Anion Sum 10.6 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 ML/EPA 200.7 Calcium, Total, ICAP 120 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 11.2 meq/1 0.0010 1

07/28/00 12:00 120665 ML/EPA 300 Chloride 100 mg/1 2.0 2

08/04/00 12:00 121200 CADHS/EPA314 Perchlorate 6.6 ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1} Carbonate as CO3, Calculated 0.311 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/27/00 05:55 120569 ML/SW 7196 } Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/31/00 12:00 120728 ML/S2510B ) Specific Conductance 1050 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 280 ug/1 100 1

08/08/00 01:52 SM2320B/E310.1) Bicarbonate as HCO3,calculated 240. mg/1 0.0010 1

07/28/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 2.6 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 43 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 36 mg/1 1.0 1

07/28/00 12:00 120668 ML/EPA 300.0 ) Nitrate-N by IC 13.4 mg/1 0.050 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 ( S4500HB/E150.1} Lab pH 7.3 Units 0.0010 1

07/28/00 12:00 120674 ( ML/EPA 300.0 ) Sulfate 139 mg/1 4.0 2

08/02/00 12:00 120970 (SM2540C/E160.1) Total Dissolved Solid (TDS) 680 mg/1 10 1

Regulated VOCs plus Lists l&3

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichtoroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

'%.. 08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK} ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chtorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) 0.7 ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/0i/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01_00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01'00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01'00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _ i=

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.7 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 I

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 117 % Rec

Surrogate 4-Bromofluorobenzene 91 % Rec

Surrogate Toluene-d8 99 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-070 (2007270121) Sampled on 07/27/00 12:30
08/03/00 12:00 121026 SM2320B/E310.1) Alkalinity 206 mg/1 1.0 1

08/07/00 07:30 ML/SM1040 Anion Sum 10.9 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 07/28/00 12:00 120650 MZ./EPA 200.7 Calcium, Total, ICAP 120 mg/1 1.0 1

08/03/00 01:01 ML/SMi040 Cation Sum 11.1 meq/1 0.0010 1

07/28/00 12:00 120665 ML/EPA 300 Chloride 101 mg/1 2.0 2

08/04/00 12:00 121200 CADHS/EPA314 Perchlorate 4.9 ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as CO3, Calculated 0.259 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/27/00 05:55 120569 ML/SW 7196 ) }{exavalent chromium (Ct VI) ND mg/1 0.005 1

07/31/00 12:00 120728 ML/S2510B ) Specific Conductance 910 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 920 ug/1 100 1

08/08/00 01:52 SM2320B/E310.1) Bicarbonate as HCO3,calculated 251. mg/1 0.0010 1

\_,,_/00 07/28/00 12:00 120655 ML/EPA 200.7 ) Potassium, Total, ICAP 2.5 mg/1 1.0 1

07/28/00 07/28/00 12:00 120657 ML/EPA 200.7 ) Magnesium, Total, ICAP 44 mg/1 0.10 1

07/28/00 07/28/00 12:00 120661 ML/EPA 200.7 ) Sodium, Total, ICAP 33 mg/1 1.0 1

07/28/00 12:00 120668 Mr./EPA 300.0 ) Nitrate-N by IC 13.1 mg/1 0.20 2

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 S4500HB/E150.1) Lab pH 7.2 Units 0.0010 1

07/28/00 12:00 120674 ML/EPA 300.0 ) Sulfate 145 mg/1 4.0 2

08/02/00 12:00 120970 SM2540C/E160.1) Total Dissolved Solid (TDS) 680 mg/1 10 1

Regulated VOCs plus Lists l&3

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 t,l-Dichloroethylene 0.6 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4~Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/BPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 t

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1 _'_

08/01/00 12:00 120899 ML/EPA 524.2 eis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) 0.5 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chioromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Diehlorobenzene (1,3-DCB) ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0 80 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0 50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.9 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) 1.4 ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0 30 1

EPA524.2 NoneDetected ND 1

Surrogate 1,2-Dichloroethane-d4 112 % Rec

_q_,,,_, Surrogate 4-Bromofluorobenzene 98 % Rec

Surrogate Toluene-d8 99 % Rec
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Foster Wheeler Environmental Corp

QC Batch #120569 - Hexavalent chromium (Cr VI) Analysis Date: 07/27/2000

2007270112 MW-002-101

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120650 - Calcium, Total, ICAP Analysis Date: 07/28/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

\

QC Batch #120655 - Potassium, Total, ICAP Analysis Date: 07/28/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120657 - Magnesium, Total, ICAP Analysis Date: 07/28/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120661 - Sodium, Total, ICAP Analysis Date: 07/28/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002- 072

2007270120 MW-002-071

2007270121 MW-002-070
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120665 - Chloride Analysis Date: 07/28/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120668 - Nitrate-N by IC Analysis Date: 07/28/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-O02-070 __w _

QC Batch #120674 - Sulfate Analysis Date: 07/28/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120728 - Specific Conductance Analysis Date: 07/31/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120899 - Regulated VOCs plus Lists l&3 Analysis Date: 08/01/2000

2007270109 MW-002-100

2007270112 MW-O02-101

2007270113 MW-002-074 ,_..,./
2007270117 MW-002-073
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Foster Wheeler Environmental Corp
(continued)

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120947 - Lab pH Analysis Date: 08/01/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

QC Batch #120948 - Lab pH Analysis Date: 08/01/2000

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120970 Total Dissolved Solid (TDS) Analysis Date: 08/02/2000

2007270113 MW-002-074

2007270117 MW-002-073
2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120996 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007270112 MW-002-101

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #120998 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007270113 MW-002-074.

2007270117 MW-002-073

2007270118 MW-002-072

"M_._, 2007270120 MW-002-0712007270121 MW-002-070
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Foster Wheeler Environmental COrp
(continued)

QC Batch #120999 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007270112 MW-002-101

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

Qc Batch #121000 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007270112 MW-002-101

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #121026 - Alkalinity Analysis Date: 08/03/2000

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070

QC Batch #121200 - Perchlorate Analysis Date: 08/04/2000

2007270112 MW-002-101

2007270113 MW-002-074

2007270117 MW-002-073

2007270118 MW-002-072

2007270120 MW-002-071

2007270121 MW-002-070
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Foster Wheeler Environmental Corp

QC Batch #120569 Hexavalent chromium (er VI)

QC Analyte Spiked Recovered Yield (%) Limits (%} RPD (%)

LCS1 Hexavelent chromium (Cr VI) 0.050 0.051 102.0 ( 78.00 - 118.00

LCS2 Hexavalent chromium (Cr VI) 0.050 0.053 106.0 ( 78.00 - 118.00 3.8

MBLK Hexavalent chromium (Ct VI) ND

MS--2007270118 Hexavalent chromium (Ct vi) 0.050 0.054 108.0 ( 80.00 - 120.00

MSD--2007270118 Hexavelent chromium (Ct VI) 0.050 0.057 114.0 ( 80.00 -120.00

QC Batch #120650 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270144 0.00 - 0.00

LCS1 Calcium, Total, ICAP 50 50.2 100.4 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 50.7 101.4 85.00 - 115.00 0.99

_z MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 45.9 91.8 70.00 - 130.00

MSD Calcium, Total, ICAP 50 46.2 92.4 70.00 - 130.00 0.65

QC Batch #120655 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270144 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.1 100.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.2 101.0 80.00 - 110.00 0.50

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 18.5 92.5 80.00 - 120.00

MSD Potassium, Total, ICAP 20 18.6 93.0 80.00 - 120.00 0.54

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
continued)

QC Batch #120657 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07260090 0.00 - 0.00 )

LCS1 Magnesium, Total, ICAP 20 19.9 99.5 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 20.1 100.5 97.00 - 115.00 1.0

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 18.2 91.0 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 18.0 90.0 74.00 - 130.00 1.1

QC Batch #120661 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07270144 0.00 - 0.00 _..y

LCS1 Sodium, Total, ZCAP 50 50.5 101.0 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 50.8 101.6 94.00 - 112.00 0.59

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 45.0 90.0 82.00 - 114.00

MSD Sodium, Total, ICAP 50 45.7 91.4 82.00 - 114.00 1.5

QC Batch #120665 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07280217 ( 0.00 - 0.00

LCS1 Chloride 25 23.7 94.8 ( 90.00- 110.00

LCS2 Chloride 25 23.8 95.2 90.00 - 110.00 0.42

MBLK Chloride ND

MS Chloride 25 25.1 100.4 80.00 - 120.00

MSD Chloride 25 25.0 100.0 80.00 - 120.00 0.40

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 83 5 5
Pasadena, California 91101

_,_ Te I: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(cent inued)

QC Batch #120668 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270118 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.48 99.2 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.48 99.2 94.00 - 106.00 0.00

MBLK Nitrate-N byiC ND

MS Nitrate-N by IC 2.5 2.31 92.4 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.30 92.0 85.00 - 110.00 0.43

QC Batch #120674 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07280217 0.00- 0.00

LCS1 Sulfate 50 47.9 95.8 95.00 - 104.00

LCS2 Sulfate 50 47.7 95.4 95.00 - 104.00 0.42

MBLK Sulfate ND

MS Sulfate 50 50.8 101.6 97.00 - 112.00

MSD Sulfate 50 50.8 101.6 97.00 - 112.00 0.00

QC Batch #120728 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD {%)

DUP-2007270121 Specific Conductance 910 910 ( 0.00 - 20.00 0.0

QC Batch #120899 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.96 99.0 { 70.00 - 130.00

MBLK 1,1,1,2 -Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.04 101.0 { 76.00 - 116.00 )

_. mp,_' Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
5_EastWaJn.tStregt # 6 8 3 5 5
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 ,,._._j,,
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.78 94.5 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 4.02 100.5 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.05 101.2 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 3.97 99.2 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.01 100.2 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.17 104_2 70.00 - 130.00 3.9

LCS1 1,1-Dichloropropene 4 3.67 91.8 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.93 98.2 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.99 99.8 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND ,_/

LCS1 1,2,4-Trichlorobenzene 4 3.93 98.2 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.73 93.2 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.11 102.8 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.78 94.5 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.73 93.2 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 t,3-Dichloropropane 4 3.91 97.8 70.00 - 130.00

LCS1 1,3-Dichloropropane 8 7.86 98.2 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.76 94.0 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.06 101.5 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 45.9 114.8 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. i

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 3 5 5

Pasadena, California 91101

'_ Tel: 626 568 6400 Fax: 626 568 6324
1 800 566 I.ABS (1 800 566 5227i

Foster Wheeler Environmental Corp
(continued)

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.73 93.2 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.76 94.0 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 43.4 108.5 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07270117 0.00 - 0.00

LCS1 Benzene 4 4.00 100.0 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.16 104.0 70.00 - 130.00

MSD Benzene 4 4.12 103.0 70.00 - 130.00 0.97

LCS1 Bromobenzene 4 3.85 96.2 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 1.59 79.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

_ LCS1 cis-l,2-Dichloroethylene 4 3.89 97.2 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 3.92 98.0 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.14 103.5 70.00 - 130.00

MSD Chlorobenzene 4 4.18 104.5 70.00 - 130.00 0.96

LCS1 Carbon Tetrachloride 4 3.94 98.5 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.24 106.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.11 102.8 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.10 102.5 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.93 96.5 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride 2 1.79 89.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride ND

LCSt Chlorodibromomethane 4 4.07 101.8 70.00 - 130.00

i Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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555 East Walnut Street # 6 8 3 5 5
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324

$ 800 566 LABS (I 800 566 5227 _'""J'

Foster Wheeler Environmental Corp
(continued)

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.09 102.2 70.00 - 130.00

NBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.09 102.2 70.00 - 116.00

HBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.01 100.2 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 3.95 98.8 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 2.39 119.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.08 104.0 71.00 - 118.00

HBLK Fluoro_richloromethane~Freonll ND

LCS1 Hexachlorobutadiene 4 3.56 89.0 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.65 91.2 70.00 - 130.00

MBLK Isopropylbenzene ND %_._j

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.77 94.2 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 7.75 96.9 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.68 92.0 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.80 95.0 ( 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 3.72 93.0 ( 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 3.83 95.8 ( 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.79 94.8 ( 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 3.96 99.0 ( 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyttoluene 4 3.63 90.8 ( 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.66 91.5 ( 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _ j

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 3 5 5
Pasadena, California 91101

k..,,_... Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 3.98 99.5 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 107 107.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 103 103.0

MS 1,2-dichloroethane-d4 100 107 107.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 101 101.0 80.00 - 127.00 5.8

LCS1 Toluene-d8 100 97 97.0 91.00 - 107.00

MBLK Toluene-d8 100 99 99.0

MS Toluene-d8 100 100 100.0 91.00 - 107.00

MSD Toluene-d8 100- 98 91.00 - 107.00

LCS1 4-Bromofluorobenzene 100 96 96.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 93 93.0

MS 4-Bromofluorobenzene 100 96 96.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 100 100.0 86.00 - 115.00 ) 4.1

LCS1 trans-l,2-Dichloroethylene 4 4.07 101.8 70.00 - 130.00 )

_,_ MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.61 90.2 70.00 - 130.00 )

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 3.76 94.0 72.00 - 117.00 )

MBLK Trichloroethylene {TCE) ND

MS Trichloroethylene (TCE) 4 3.89 97.2 70.00 - 130.00 )

MSD Trichloroethylene (TCE) 4 3.94 98.5 70.00 - 130.00 ) 1.3

LCS1 Trichlorotrifluoroethane(Freon 2 1.90 95.0 70.00 - 130.00 )

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 3.96 99.0 74.00 - 117.00 )

MBLK Toluene ND

MS Toluene 4 4.22 105.5 70.00 - 130.00

MSD Toluene 4 4.23 105.8 70.00 - 130.00 0.24

LCS1 Vinyl chloride (VC) 2 2.00 100.0 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

_\ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120947 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007270118 Lab pH 7.9 7.9 ( 0.00 - 20.00 0.0

QC Batch #120948 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007310124 Lab pH 8.1 8.1 ( 0.00 - 20.00 0.0

QC Batch #120970 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%) '_,/?

DUi0 Spiked sample Lab # 20 07270117 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 178 101.7 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS} 700 702 100.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #120996 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0188 94.0 ( 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0186 93.0 85.00 - 115.00 1.1

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0181 90.5 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0190 95.0 70.00 - 130.00 4.9

Spikes which exceed Limits and Method Blanks with positive results ars highlighted by Underlininq. _
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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_"_""_ 1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120998 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 0.00 - 0.00 )

LCS1 Iron, Total, ICAP/MS 500 515 103.0 85.00 - 115.00 )

LCS2 Iron, Total, ICAP/MS 500 512 102.4 85.00 - 115.00 ) 0.58

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 483 96.6 70.00 - 130.00 )

MSD Iron, Total, ICAP/MS 500 492 98.4 70.00 - 130.00 ) 1.8

QC Batch #120999 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

"_ MS Spiked sample Lab # 20 07270113 0.00 - 0.00 )

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 85.00 - 115.00 )

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 ) 2.1

MBLK Chromium, Total, iCAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 97 97.0 77.00 - 119.00 ) 4.2

QC Batch #121000 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07270113 0.00 - 0.00 )

LCS1 Lead, Total, ICAP/MS 20.0 20.1 100.5 87.00 - 108.00 )

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 87.00 - 108.00 ) 3.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.0 100.0 75.00 - 119.00 )

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00 ) 3.0

. Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_' Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

QC Batch #121026 Alkalinity

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07270117 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 95.7 99.5 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 95.7 99.5 ( 96.00 - 107.00 0.00

MBLK Alkalinity ND

MS Alkalinity 96.2 90.3 93.9 ( 80.00 - 120.00

MSD Alkalinity 96.2 91.8 95.4 ( 80.00 - 120.00 1.6

QC Batch #121200 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07260088 ( 0.00 - 0.00 _J[

LCS1 Perchlorate 25.0 24.0 96.0 ( 90.00 - 110.00

LCS2 Perchlorate 25.0 23.9 95.6 ( 90.00 - 110.00 0.42

MBLK Perchlorate ND

MS Perchlorate 20.0 18.4 92.0 ( 75.00 - 125.00

MSD Perchlorate 20.0 18.9 94.5 ( 75.00 - 125.00 2.7

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _ _,'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ MONTGOMERY WATSON LABORATORIES oua/irv £nvironmen,.'a/ Analysis
A division of Montgomery Watson Americas, Inc.

August 26, 2000

Mark Cutler

Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 68403 (MW-002-102, MW-002-103, MW-002-030, MW-002-029, MW-002-028, MW-002-026,
MW-002-027, MW-002-025)

Sampled: July 28, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
EPA 524: The surrogate for MW-002-025 recovered outside in-house limits. The recovery is within
method limits of 70-130%. Results are reported without qualification.

Samples requiring dilution (with increased MRL's):
None

Method blanks with compounds detected:

_.__.._. None
Comments:

Carbon Tetrachloride was detected in MW-002-030, -029, -028
Chloroform was detected in MW-002-103, -030, -029, -028
Perchlorate was detected in Mw-002-030, -029, -028

TlC's:
None

Method Variation:
TIC's are reported only if the final result is >0.5ug/L.

Additional Comments:
None.

Sincerely; //,-'-'_

Debbie Fra 'n'-/('_

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenter SouthernCaliforniaServiceCenter
555EastWalnut Street 4625S.WendlerDrive-Suite111 1340TreatBoulevard-Suite300 30 CorporaTePark-Suite 303
Pasadena,Catifomia91101 Tempe,Arizona85282 WalnutCreek,California94596 Irvine,California92606
Te1:6265686400 Tel:6027481448 Tel:9252742322 Teh9492221845
Fax:6265686324 Fax:6027461450 Fax:9259451760 Fax:9492221849



FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE I OF I ".
PROJECT _'_F)} ICESNO.¢- . _' . ._ _ -_ _ HAZARD IDENTIFICATION TIME REQUIRED I_.... '._-Z,l,--' '-

' J Non Hazard _ Reactive [] NORMAL [_/ DAYS '
PROJECTADDRESS /x Flammabe _ _ '

, : ' _-.... / -/_ RUSH
/ . .... [ · . , '( ,, t Skin Irritant [] Infectous [] [] DAYS

l.,r I ,_uf /, / , (..¢ ..._ ANALYSES REQUIRED
_X-'d'>"', . '-:.J '";_"" 'l tv I '";. '.,:'_r:. "' _ · :i' _"_ -<o

U*"O.*TORY,. ¢' . _ ' : _ : ' -, - :-'.-'1

.... ' _' j ' ' ' ' --¥ .... - i i:7 %_ -;;. L- ";-- Lr'_'_ _"_'_'i' _' '-- .'--7

SAMPLE TME DATE NUMBER CONTAINER SAMPLE MATERIAL _" f'"" "'" "'r' '"'_' '. ,_:._i__'_'__

NUMBER COLLECTED COLLECTEDCON_;NERSI SIZE(S) WATER SOIL ?eTsHEbRe ;_ *".' "I ''<c ':'_" :" -' I : '_'_'_- % _' ..1_--;?'=_..--,,_ .... ,_-%

' _')' _1" _¢'_o'._ I_.'_.,_j /_ I\ I\' I _. 1/'_ /%

LABORATORYINSTRUCTIONS/COMMENTS .... ¢-

RE'I_I(_I._IF._ BY (Signature)_:,!.L;.[/_ DATE,,./.,/' '"*, _J""(t,//"' ,C_IVED BY.. (_i_atu.,,__' _*_'''")" i': '-: ''(' "_' REUNQUlSHED BY (Sigrlalure) ,DATE, '"RECEIVED BY (Signature).... "_- _ _'__ll_i ._._'_"' __1_¢1_' _r_.---'L__I I
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MONTGOMERY LABORATORIES COOLER RECF-Ii_I ' FORM

PROJECT; _. A.;S e_ Dire Received: '7--- _._ .-o _ -
Use other sloe o[ et:is form to note furt'_er _etails concerninl cheer-in prat)lens -'

.ina to descr:oe any actiones) rel:ardint the resolutionts) o( problems.

PRELI.%IINARY EXAMINATTON: Date cooler _p.._ed_.._ -&<_O
[ _ ( p r i . :: .... lJ]_ lC{__ __ ( { i I" { .... m L _ _ 4

I. Did cooler come ,,ira :nippinl slip {air bill. crc.).' Yes
If YES. attacU x, enter carrier and air bill Z here:

2. Were custody Se3_ on outside of cooler? ____
No

If YES, bow many & weere: 7_.. o)9 /_g

[f Yes, enter the foilowinT: seal date: _-Z-_-oc_, seal name: _ _S

· '3. Were custody' seals unbroken & intact at delivery? N ·

.4. Were euqod, papers sealed in baa & taped to lid. _ Yes

c. Were custody papers filled out property (ink. etc.) _ ._'o

6. Did you silo cu'_zody papers in appropriate place? _ .q o

7, Was project identifiable from custody papers. ® _ No

1I. Have designated person{s) initial to acltnowledle receipt: /,..7_._(da/t_ _-_-<_ %-"/

B. LOG-iN PEA, SE: Date samples were lnlzed-in:_ by:

9. Describe packint:

LO. Il' required. -:ts enoulb ice used: N ·

il. Were ali bottles sealed in separate plastic bols.* No

I'.. Di._ all bottles arrive unbroltentin ZHd condition? '¢0

L_. Were all bottle tabeis complete _I]_).:iate._ztn.presl? (Y '_o

13. Did a{! bottle labels altec wield cutstod! papers? _ N ·If NO. indicate clescrepancies on bacJ..

IS. Were correct cont3iners urdeed far the analytes. _ /:_'e_ No

16. Were correct preservnuves used when required? _ .N·

17. Was su/flcient amount of sample sent for tests." N o

L

15. Bubbles absent in ¥OA vials: No _.-_*

If NO. Ii.st by sample id on bate.

19. ',:,'as Client Services informed of proOlems. _ Yes ('Vo)
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(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of MontgomeryWetson Americas. Inc. Data Report
555 East Walnut Street # 6 8 4 0 3

Pasadena, California 91101

,,_,_..,._, Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (1 800 566 5227}

Foster Wheeler Environmental Corp Samples Received

Mark Cutler 07/28/00
1940 E Deere St, Ste 200

Santa Aha, CA 92705

Santa Aha , CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-102 (2007280133) Sampled on 07/28/00 08:00

Regulated VOCs plus Lists l&3

08/01/00 12:00 120899 ML/EPA 524.2 1,1,!,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1~Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_w_" 08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK} ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page i of 19



Laboratory
MONTGOMERY WATSON LABORATORIES Data Reporta Divisionof MontgomeryWatsonAmericas, inc.
555EastWalnutStreet # 6 8 4 0 3
Pasadena,California01101

TeI: 6265686400Fax:6265686324 ,_..,..,_
1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichl orodi f luo romet bane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichtorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1
:E

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 '_,.._.,,_

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene _ ND ug/1 0.50 1

08/01/00 12: 00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 ) Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 ) Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 ) None Detected ND 1

Surrogate ) 1,2-Dichloroethane~d4 109 % Rec

Surrogate ) 4-Bromofluorobenzene 94 % Rec

Surrogate ) Toluene-d8 96 % Rec

Data Report - Page 2 of 19



(_ MONTGOMERY WATSON LABORATORIES

Laboratory

a Division of MontgomeryWataon Americas, Inc. Data Report
555 East Walnut Street _ 6 84 0 3
Pasadena, California 91101

'_,,_,.... Te I: 626 568 6400 Fax: 626 569 6324
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-103 (2007280134) Sampled on 07/28/00 08:15

08/01/00 08/03/00 12:00 120996 { S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/04/00 12:00 121200 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120999 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/28/00 05:19 120638 ( ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 121000 ( EPA/NL 200.8 ) Lead, Total, ZCAP/M$ ND ug/1 2.0 1

Regulated VOCs plus Lists l&3

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

\_,w_,w_,,,_' 08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12;00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

Data Report - Page 3 of 19



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555EastWa_n_Street # 6 8 4 0 3
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 ,.....,_J
1 800 566 LABS { I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) 3.3 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichtoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _z

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride {VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 108 % Rec

Surrogate 4-Bromofluorobenzene 103 % Rec

Data Report - Page 4 of 19



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 4 0 3
Pasadena, California 91101

_m._ Tel: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 99 % Rec

MW-002-030 (2007280136) Sampled on 07/28/00 09:05

08/08/00 12:00 121197 (SM2320B/E310.1) Alkalinity 174 mg/1 1.0 1

08/08/00 02:14 ( ML/SM1040 ) Anion Sum 4.39 meq/1 0.0010 1

08/02/00 08/03/00 12:00 120996 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 ) Calcium, Total, ZCAP 42 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Cation Sum 4.54 meq/1 0.0010 1

07/29/00 12:00 120679 ML/EPA 300 ) Chloride 13.8 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 ) Perchlorate 4.0 ug/1 4.0 1

08/08/00 01:58 SM2320B/B310.1) Carbonate as C03, Calculated 1.38 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/28/00 05:19 120638 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/31/00 12:00 120730 ML/S2510B ) Specific Conductance 480 umho/cm 4.0 1

r /00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

_ 08/08/00 01:52 SM2320B/B310.1) Bicarbonate as HCO3,calculated 212. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 ) Potassium, Total, ICAP 2.1 mg/1 1.0 1

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 11 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 ) Sodium, Total, ICAP 34 mg/1 1.0 1

07/29/00 12:00 120686 ML/EPA 300.0 ) Nitrate-N by IC 1.36 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/29/00 12:00 120689 ML/EPA 300.0 ) Sulfate 20,4 mg/1 2.0 1

08/02/00 12:00 120970 SM2540C/B160.1) Total Dissolved Solid (TDS) 250 mg/1 10 1

Regulated VOCs plus Lists l&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12: 00 120899 ML/EPA 524 .2 1,1 -Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

Data Report - Page 5 of 19



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 8 4 0 3
Pasadena, California 91101 i

Tel: 626 568 6400 Fax: 626 568 6324 _.-,,..,_._

1 800 566 LAB S (I 800 566 5227)

Foster Wheeler Environmental Corp

(continue d)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5 0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0 50 1 i}

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0 50 1 ",-_,_/

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride 1.4 ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA524.2 Chloroform (Trichloromethane) 0.5 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

\
Surrogate 1,2-Dichloroethane-d4 114 % Rec

Surrogate 4-Bromofluorobenzene 96 % Rec

Surrogate Toluene-d8 100 % Rec

MW-002-029 (2007280138) Sampled on 07/28/00 10:25
08/08/00 12:00 121197 SM2320B/E310.1) Alkalinity 183 mg/1 1.0 1

08/08/00 02:14 ML/SM1040 Anion Sum 4.75 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 Calcium, Total, ICAP 53 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 4.90 meq/1 0.0010 1

07/29/00 12:00 120679 ML/BPA 300 Chloride 13.2 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 Perchlorate 8.1 ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as CO3, Calculated 1.45 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/28/00 05:19 120638 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/31/00 12:00 120730 ML/S2510B ) Specific Conductance 440 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

08/08/00 01:52 SM2320B/E310.1) Bicarbonate as HCO3,calculated 223. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 ) Potassium, Total, ICAP 2.3 mg/1 1.0 1

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 14 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 ) Sodium, Total, ICAP 24 mg/1 1.0 I
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/29/00 12:00 120686 ( ML/EPA 300.0 ) Nitrate-N by IC 1.44 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 (S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/29/00 12:00 120689 ( ML/EPA 300.0 ) Sulfate 29.4 mg/1 2.0 1

08/02/00 12:00 120970 ( SM2540C/E160.1) Total Dissolved Solid (TDS) 270 mg/1 10 1

Regulated VOCs plus Lists l&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 t

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 '_,_/

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12: 00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12: 00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone ' (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride 4.1 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

j
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane} 1.2 ug/1 0.50 1

08/01/00 12:00 12.0899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 NDNaphthalene ug/1 O.5O 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND u9/l 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

Surrogate 1,2-Dichloroethane-d4 116 % Rec

Surrogate 4-Bromofluorobenzene 97 % Rec

Surrogate Toluene-d8 102 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch% Method Analyte Result Units MRL Dilution

MW-002-028 (2007280140) Sampled on 07/28/00 12:10

08/08/00 12:00 121197 SM2320B/E310.1) Alkalinity 191 mg/1 1.0 1

08/08/00 02:14 ML/SM1O40 Anion Sum 5.23 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 Calcium, Total, ICAP 59 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 5.47 meq/1 0.0010 1

07/29/00 12:00 120679 ML/EPA 300 Chloride 16.8 mg/1 1.0 1

08/04/00 12: 00 121200 CADHS/EPA314 Perchlorate 6.9 ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as C03, Calculated 1.20 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/28/00 05:19 120638 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/31/00 12:00 120730 ML/S2510B ) Specific Conductance 555 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

08/08/00 01:52 SM2320B/E310.1) Bicarbonate as HCO3,calculated 233. mg/1 0.0010 1 i

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 } Potassium, Total, ICAP 2.9 mg/1 1.0 1 _?

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 ) Sodium, Total, ICAP 26 mg/1 1.0 1

07/29/00 12:00 120686 ML/EPA 300.0 ) Nitrate-N by IC 1.76 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 S4500HB/E150.1) Lab pH 7.9 Units 0.0010 1

07/29/00 12:00 120689 ML/EPA 300.0 ) Sulfate 38.9 mg/1 2.0 1

08/02/00 12:00 120970 SM254OC/E160.1) Total Dissolved Solid (TDS) 300 mg/1 10 1

Regulated VOCs plus Lists 1&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1~Dichtoroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1 Dichloroe_hylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND u9/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 HL/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropan e ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524,2 Chlorobenzene ND ug/1 0.50 1

,_ 08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride 16 ug/1 0,50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) 1.9 ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 i

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibro_omethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ftuorotriehloromethane-Freonll ND ug/l 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n_Propylbenzene ND ug/1 0.50 1

Data Report - Page 11 of 19



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _ 6 84 0 3
Pasadena. California 91101 [
Te I: 626 568 6400 Fax: 626 568 6324 '_ j
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane{Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0,50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2 -Dichl oroethane- d4 109 % Rec

Surrogate 4-Bromof luorobenzene 98 % Rec _

Surrogate Toluene- d8 98 % Rec

MW-002-026 (2007280141) Sampled on 07/28/00 01:20

08/08/00 12:00 121197 SM2320B/E310.1) Alkalinity 182 mg/1 1.0 1

08/08/00 02:14 ML/SM1040 Anion Sum 4.94 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 Calcium, Total, ICAP 53 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 5.29 meq/1 0.0010 1

07/29/00 12:00 120679 ML/EPA 300 Chloride 13.6 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as C03, Calculated 0.574 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/28/00 05:19 120638 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/31/00 12:00 120730 ML/S2510B ) Specific Conductance 540 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 135 ug/1 100 1

08/08/00 01:52 SM2320B/B310.1) Bicarbonate as HCO3,calculated 222. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 ) Potassium, Total, ICAP 2.9 mg/1 1.0 1

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 18 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 ) Sodium, Total, ICAP 25 mg/t 1.0 1

07/29/00 12:00 120686 ML/EPA 300.0 ) Nitrate-N by IC 1.83 mg/1 0.10 I
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 (S4500HB/E150.1) Lab pH 7.6 Units 0.0010 1

07/29/00 12:00 120689 ( ML/EPA 300.0 ) Sulfate 37.6 mg/1 2.0 1

08/02/00 12:00 120970 (SM2540C/E160.1) Total Dissolved Solid (TDS) 290 mg/1 10 1

Regulated VOCs plus Lists l&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

_y 08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

,08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 :

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 "_-_J/

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethytene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichtoroethane-d4 98 % Rec

Surrogate 4-Bromofluorobenzene 108 % Rec

Surrogate Toluene-d8 98 % Rec

L
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-027 (2007280147) Sampled on 07/28/00 01:25

08/01/00 08/03/00 12:00 120996 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/04/00 12:00 121200 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120999 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND u9/1 10 1

07/28/00 05:19 120638 ( ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists 1&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

_, 08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12: 00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 i

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _/

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 109 % Rec

Surrogate 4-Bromofluorobenzene 96 % Rec

/
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Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 98 % Rec

MW-002-025 (2007280150) Sampled on 07/28/00 12:00
08/08/00 12:00 121197 SM2320B/E310.1) Alkalinity 187 mg/1 1.0 1

08/08/00 02:14 ML/SM1040 ) Anion Sum 4.91 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 ) Calcium, Total, ICAP 48 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Cation Sum 5.05 meq/1 0.0010 1

07/29/00 12:00 120679 ML/EPA 300 ) Chloride 11.3 mg/1 1.0 1

08/04/00 12:00 121200 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/08/00 01:58 SM2320B/E310.1) Carbonate as C03, Calculated 1.18 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/M T. 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/28/00 05:19 120638 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/03/00 12:00 120942 ML/S2510B ) Specific Conductance 520 umho/cm 4.0 1

/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 2100 ug/1 100 1

'_w ,_ 08/08/00 01:52 SM2320_/E310.1) Bicarbonate as HCO3,calculated 228. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 ) Potassium, Total, ICAP 3.3 mg/1 1.0 1

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 19 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 Mn/EPA 200.7 ) Sodium, Total, ICAP 23 mg/1 1.0 1

07/29/00 12:00 120686 ML/EPA 300.0 ) Nitrate-N by IC 0.57 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 S4500HB/E150.1) Lab pH 7.9 Units 0.0010 1

07/29/00 12:00 120689 ML/EPA 300.0 ) Sulfate 38.8 mg/1 2.0 1

08/02/00 12:00 120970 SM2540C/E160.1) Total Dissolved Solid (TDS) 270 mg/1 10 1

Regulated VOCs plus Lists 1&3
08/01/00 12:00 120899 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1_Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 ) 1,2,3-Trichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 ) 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 I

08/01/00 12:00 120899 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2,2-Dichloropropane ND ug/I 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/01/00 12:00 120899 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chlorobenzene ND ug/1 0,50 1 _/'

08/01/00 12:00 120899 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524,2 cis-l,3-Dichloropropene ND ug/1 0.50 i

08/01/00 12:00 120899 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/BPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/BPA 524.2 Dibromomethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Ftuorotrichloromethane-Freonll ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Isopropytbenzene ND ug/t 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m-Dichlorobenzene {1,3-DCB} ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

/
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

08/01/00 12:00 120899 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/01/00 12:00 120899 ML/EPA 524,2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

'_=_.._, Surrogate 1,2-Dichloroethane-d4 123 % Rec

Surrogate 4-Bromofluorobenzene 81 % Rec

Surrogate Toluene-d8 96 % Rec
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Foster Wheeler Environmental Corp

QC Batch #120638 - Hexavalent chromium (Cr VI) Analysis Date: 07/28/2000

2007280134 MW-002-103

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280147 MW-002-027

2007280150 MW-002-025

QC Batch #120679 - Chloride Analysis Date: 07/29/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

QC Batch #120686 - Nitrate-N by IC Analysis Date: 07/29/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

QC Batch #120689 - Sulfate Analysis Date: 07/29/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

QC Batch #120730 - Specific Conductance Analysis Date: 07/31/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

QC Summary - Page I of 5



(_ Labora tory

MONTGOMERY WATSON LABORATORIES
Qc t",l _

a Divisionof MontgomeryWatsonAmericas, Inc. oUI_HRary
555EastWalnut Street # 6 8 4 0 3
Pasadena.California91101

TeI: 6265686400Fax:6265686324 , _,1800586LABS(I 8005665227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120867 - Calcium, Total, ICAP Analysis Date: 08/02/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

Qc Batch #120873 - Potassium, Total, ICAP Analysis Date: 08/02/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025 ,__/

QC Batch #120877 - Magnesium, Total, ICAP Analysis Date: 08/02/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

QC Batch #120879 Sodium, Total, ICAP Analysis Date: 08/02/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

QC Batch #120899 - Regulated VOCs plus Lists l&3 Analysis Date: 08/01/2000

2007280133 MW-002-102

2007280134 MW-002-103

2007280136 MW-002-030

2007280138 MW-002-029 '_"_'_
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Foster Wheeler Environmental Corp
(continued)

2007280140 MW-002-028

2007280141 MW-002-026

2007280147 MW-002-027

2007280150 MW-002-025

QC Batch #120942 - Specific Conductance Analysis Date: 08/03/2000

2007280150 MW-002-025

QC Batch #120948 - Lab pH Analysis Date: 08/01/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

'%_._ 2007280150 MW-002-025

QC Batch #120970 - Total Dissolved Solid (TDS) Analysis Date: 08/02/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

QC Batch #120996 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007280134 MW-002-103

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280147 MW-002-027

2007280150 MW-002-025
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120998 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025

QC Batch #120999 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007280134 MW-002-103

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028 I
2007280141 MW-002-026 ""_'
2007280147 MW-002-027

2007280150 MW-002-025

QC Batch #121000 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007280134 MW-002-103

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280147 MW-002-027

2007280150 MW-002-025

QC Batch #121197 - Alkalinity Analysis Date: 08/08/2000

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280150 MW-002-025
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Foster Wheeler Environmental Corp

(continued)

QC Batch #121200 - Perchlorate Analysis Date: 08/04/2000

2007280134 MW-002-103

2007280136 MW-002-030

2007280138 MW-002-029

2007280140 MW-002-028

2007280141 MW-002-026

2007280147 MW-002-027

2007280150 MW-002-025

i
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1800566LABS{I 8005665227)

(Sample#: 2007280150)
Test: 1.2-dichloroethane-d4

within method QC limit of 70 to 130%.
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Foster Wheeler Environmental Corp

QC Batch #120638 Hexavalent chromium (er VI)

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

LCS1 Hexavalent chromium (Ct VI) 0.050 0.051 102.0 78.00 - 118.00 )

LCS2 Hexavalent chromium (er VI) 0.050 0.051 102.0 78.00 - 118.00 ) 0.00

MBLK Hexavalent chromium (Ct VI) ND

MS--2007280140 Hexavalent chromium (Ct VI) 0.050 0.051 102.0 80.00 - 120.00 )

MSD--2007280140 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 80.00 - 120.00 )

QC Batch #120679 Chloride

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07280141 0.00 - 0.00 )

LCS1 Chloride 25 24.3 97.2 90.00 - 110.00 )

LCS2 Chloride 25 24.0 96.0 90.00 - 110.00 ) 1.2

MBLK Chloride ND

MS Chloride 25 27.2 108.8 80.00 - 120.00 )

MSD Chloride 25 27.4 109.6 ( 80.00- 120.00) 0.73

QC Batch #120686 Nitrate-N by IC

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spikedsample Lab # 20 07280141 0.00- 0.00 )

LCS1 Nitrate-N by IC 2.5 2.53 101.2 94.00 - 106.00 )

LCS2 Nitrate-N by IC 2.5 2.51 100.4 94.00 - 106.00 ) 0.79

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.72 108.8 85.00 - 118.00 )

MSD Nitrate-N by IC 2.5 2.72 108.8 85.00 - 118.00 ) 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120689 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07280141 ( 0.00 - 0.00 )

LCS1 Sulfate 50 48.7 97.4 ( 95.00 - 104.00 )

LCS2 Sulfate 50 48.5 97.0 ( 95.00 - 104.00 ) 0.41

MBLK Sulfate ND

MS Sulfate 50 55.5 111.0 ( 97.00 - 112.00

MSD Sulfate 50 55.6 111.2 ( 97.00 - 112.00 0.18

QC Batch #120730 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007280141 Specific Conductance 540 540 ( 0.00 - 20.00 0.0 ._j

QC Batch #120867 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07280136 0.00 - 0.00

LCS1 Calciu_n, Total, ICAP 50 49.2 98.4 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 49.2 98.4 85.00 - 115.00 0.00

MBLK Calcium, Total, ICAP ND

MS Calciun_, Total, ICAP 50 43.1 86.2 70.00 - 130.00

MSD Calcium, Total, ICAP 50 43.5 87.0 70.00 - 130.00 0.92

QC Batch #120873 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07280136 ( 0.00 - 0.00

LCS1 Potassium,Total,ICAP 20 19.8 99.0 ( 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 19.7 98.5 ( 80.00 - 110.00 0.51

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 17.8 89.0 ( 80.00 - 120.00

MSD Potassium, Total, ICAP 20 17.8 89.0 ( 80.00 - 120.00 0.00

QC Batch $120877 Magnesium, Total, ICAP

QC Analyta Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07280136 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 19.6 98.0 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 19.6 98.0 97.00 - 115.00 0.00

MBLK Magnesium,Total, ICAP ND

MS Magnesium, Total, ICAP 20 17.3 86.5 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 17.5 87.5 74.00 - 130.00 1.1

k_.._ QC Batch $120879 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample LAB # 20 07280136 0.00 - 0.00

LCS1 Sodium, Total, ICAP 50.0 50.0 100.0 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50.0 50.0 100.0 94.00 - 112.00 ) 0.00

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50.0 43.9 87.8 82.00 - 114.00

MSD Sodium, Total, ICAP 50.0 44.3 88.6 82.00 - 114.00 0,91

QC Batch $120899 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.96 99.0 ( 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.04 101.0 ( 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.78 94.5 ( 72.00 - 117.00

MBLK 1,1,2,2- Tetrachloroethane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.t

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 1,1,2-Trichloroethane 4 4.02 100.5 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.05 101.2 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 3.97 99.2 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.01 100.2 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.17 104.2 70.00 - 130.00 3.9

LCS1 1,1-Dichloropropene 4 3.67 91.8 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.93 98.2 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.99 99.8 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.93 98.2 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.73 93.2 70.00 - 130.00 i

M_LK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.11 102.8 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.78 94.5 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.73 93.2 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 4 3.91 97.8 70.00 - 130.00

LCS1 1,3-Dichloropropane 8 7.86 98.2 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.76 94.0 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichtoropropane 4 4.06 101.5 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 45.9 114.8 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCSt o-Chlorotoluene 4 3.73 93.2 70.00 - 130.00

MBLK o-Chlorotoluene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 p-Chlorotoluene 4 3.76 94.0 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 43.4 108.5 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spikedsample Lab # 20 07270117 0.00- 0.00

LCS1 Benzene 4 4.00 100_0 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.16 104.0 70.00 - 130.00

MSD Benzene 4 4.12 103.0 70.00 - 130.00 0.97

LCS1 Bromobenzene 4 3.85 96.2 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 1.59 79.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 3.89 97.2 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 3.92 98.0 70.00 - 117.00

\_/ MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.14 103.5 70.00 - 130.00

MSD Chlorobenzene 4 4.18 104.5 70.00 - 130.00 0.96

LCS1 Carbon Tetrachloride 4 3.94 98.5 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.24 106.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.11 102.8 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.10 102.5 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.93 96.5 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane{Methyl Chloride) 2 1.79 89.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.07 101.8 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.09 102.2 70.00 - 130.00

MBLK Dibromomethane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

_' Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 Bromodichloromethane 4 4.09 102.2 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.01 100.2 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethylbenzene 4 3.95 98.8 70.00- 130.00

MBLK Ethylbenzene ND

LCS1 Dichlorodifluoromethane 2 2.39 119.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.08 104,0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.56 89.0 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.65 91.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene(1,3-DCB) 4 3.77 94.2 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

m,p-Xylenes 8 7.75 96.9 74.00 - 116.00 -..,..,,,_'}
LCS1

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.68 92.0 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.80 95.0 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 3.72 93.0 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 3.83 95.8 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.79 94.8 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 3.96 99.0 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.63 90.8 70.00 - 130.00 )

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.66 91.5 70.00 - 130.00 )

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 3.98 99.5 70.00 - 130.00 )

MBLK Styrene ND

z
Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 84 0 3
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 1,2-dichloroethane-d4 100 107 107.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 103 103.0

MS 1,2-dichloroethane-d4 100 107 107.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 101 101.0 80.00 - 127.00 5.8

LCS1 Toluene-d8 100 97 97.0 91.00 - 107.00

MBLK Toluene-d8 100 99 99.0

MS Toluene-d8 100 100 100.0 91.00 - 107.00

MSD Toluene-d8 100 ~ 98 91.00 - 107.00

LCS1 4-Bromofluorobenzene 100 96 96.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 93 93.0

MS 4-Bromofluorobenzene 100 96 96.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 100 100.0 86.00 - 115.00 4.1

LCS1 trans-l,2-Dichloroethylene 4 4.07 101.8 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert~Butylbenzene 4 3.61 90.2 70.00 - 130.00

MBLK tert-Butylbenzene ND

'_,_,_' LCS1 Trichloroethylene (TCE) 4 3.76 94.0 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 3.89 97.2 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 3.94 98.5 70.00 - 130.00 1.3

LCS1 Trichlorotrifluoroethane{Freon 2 1.90 95.0 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 3.96 99.0 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.22 105,5 70.00 - 130.00 )

MSD Toluene 4 4.23 105.8 70.00 - 130.00 ) 0.24

LCS1 Vinyl chloride (VC) 2 2.00 100.0 70.00 - 130.00 )

MBLK Vinyl chloride (VC) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
556 East Walnut Street # 6 8 4 0 3

Pasadena, California 91101 _

Te I: 626 568 6400 Fax: 626 568 6324 ' _..,._J
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120942 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007280150 Specific Conductance 520 520 ( 0.00 - 20.00 0.0

QC Batch #120948 Lab PH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007310124 Lab pH 8.1 8.1 ( 0.00 - 20.00 0.0

QC Batch #120970 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%) _'

DUP Spiked sample Lab # 20 07270117 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 178 101.7 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 702 100.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #120996 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0188 94.0 ( 85.00 - 115.00

LCS2 Arsenic, Total, OF 0.020 0.0186 93.0 ( 85.00 - 115.00 1.1

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0181 90.5 ( 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0190 95.0 ( 70.00 - 130.00 4.9

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. [

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 4 0 3

Pasadena, California 91101

TeI: 626 568 6400Fax: 626 568 6324
1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp

(continued)

QC Batch #120998 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 515 103.0 ( 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 512 102.4 ( 85.00 - 115.00 0.58

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 483 96.6 ( 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 492 98.4 ( 70.00 - 130.00 1.8

QC Batch #120999 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

____ MS Spikedsample Lab _ 20 07270113 ( 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 ( 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 ( 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 { 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 97 97.0 ( 77.00 - 119.00 4.2

QC Batch #121000 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 20.1 100.5 ( 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 ( 87.00 - 108.00 3.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.0 100.0 ( 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00 3.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and PUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 4 0 3
Pasadena, California 91101
Te I: 626 560 6400 Fax: 626 568 6324

1800 566 LABS (1800 566 5227) ""--_J'

Foster Wheeler Environmental Corp
(continued)

QC Batch #121197 Alkalinity

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07280140 0.00 - 0.00

LCS1 Alkalinity 96.2 95.3 99.i 96.00 - 107.00

LCS2 Alkalinity 96.2 95.7 99.5 96.00 - 107.00 0.42

MBLK Alkalinity ND

MS Alkalinity 96.2 95.7 99.5 80.00- 120.00

MSD Alkalinity 96.2 94.9 98.6 80.00- 120.00 0.84

QC Batch #121200 Perchlorate

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spikedsample Lab# 20 07260088 0.00- 0.00 ) _,

LCS1 Perchlorate 25.0 24.0 96.0 90.00 - 110.00 )

LCS2 Perchlorate 25.0 23.9 95.6 90.00 - 110.00 ) 0.42

MBLK Perchlorate ND

MS Perchlorate 20.0 18.4 92.0 75.00 - 125.00 )

MSD Perchlorate 20.0 18.9 94.5 75.00 - 125.00 ) 2.7

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. i:

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ MONTGOMERY WATSON LABORATORIES Environmental

Quality Analysts

A divisionofMontgomeryWatsonAmericas,Inc.
: August26,2000

Mark Cutler
Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 68460 (MW-002-104, MW-002-105, MW-002-079, MW-002-078, MW-002-077, MW-002-076)

Sampled: July 31, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
EPA 524: The Matrix spike recovered above QC limits of 70-130 for 2-Butanone (MEK) and 4-
methyl-2-pentanone (MIBK). The RPD with the Matrix spike duplicate is 14 and 1 I% respectively.
MW-002-078 was used for the MS/MSD. Re-analysis of the MS recovered low for Bromomethane.
Original spike results are reported. MW-002-078 is Non Detect, ND, for these compounds. The
LCS and Method Blank are within acceptance limits. All results are reported without qualification
for these compounds.
EPA 524: Carbon Tetrachloride is reported as an Estimate above the highest standard in the curve

, for MW-002-076. The highest standard is 20ppb. The result is 23 ppb.
_'" Samples requiring dilution (with increased MRL's):

MW-002-076 is diluted for perchlorate.
Method blanks with compounds detected:

None
Comments:

1,1-dichloroethylene was detected in MW-002-076
Carbon Tetrachloride was detected in MW-002-076
Chloroform was detected in MW-002- 105, -076
Tetrachloroethylene was detected in MW-002-076
Trichloroethylene was detected in MW-002-076
Perchlorate was detected in MW-002-076

TIC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None.

Sincerely; j .J_q/

Debbie Frank t'
Project Manager

_, CC: JudyNovelly(JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenter SouthernCaliforniaServiceCenter
555EastWalnutStreet 4820SoutnMill Avenue-SLlqe202 i340 TreatBouievard-Suite300 30 Corlsora_eParK-Suite302
Pasadena,California91191 Tempe,Arizona85282 WaJnutCreek,California94596 ]r,J_ne,California92608
Tei.6285686400 Te1:882755820! Te1:9252742322 Tel:949222I845
Fax:8255886324 Fax:6027558293 Fax:925945i768 Fax:9492221849



FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE J OF

..o..c. ,o.s.o·,.:) K L J t .._ / ,_, 0-_' ! c-_ NonHazard [_ Reactive [] NORMAL r_, DAYS

'PROJECTADDRESS . ,"'. I/,_ A .a .'I FlammaDle[] Toxic [] _ [" '-'- J, * ' I

SAMPLER(Name) .. [ SAM?J_ER(Signature, .... ANALYSES RE QUIRED _1,___ __m_,._. ,,_._

LABORATORY _ _ _ _

_REPORTS TO B'SENT TO ' ' ('_ q_, ,_ , _ '"_' , t.'_ _i_._d_-- _' _-_I_ :_:_)_ _ j_ _ _'jjj_ ' ''..ll_l_jj_jj_....I i,_.,-L -u- ,..'"t' , {b _ _ ,
SAMPLE TIME DATE NUMBER CO n,e:_ SAMPLE MATERIAL m ,..- _ ._.. v,.. _ _ _ Ih,:"3l -- _, _ "" "--_I

/q ........... J ,VVAI_-H;EUIL i ,Oescr,be) _ _._ _. _......) _ .._ _ ,_ _ -[_l_[_l_lls_'-'_]_0 _m,,__,_7_l_,

j _ xil6 '..d.. I j../_O v_ ' , i%j ' ,_ J

LABORATORYINSTRUCTIONS/COMMENTS ' _ ' _ - I_- -

;_ t't-? / · -"'/ /;; "7/ ' I i / : i

coMPANy TIME ·, .._ COMPANY': , /r t. COMPANY TIME 'COMPANY

F-2



\

MONTGOMERY LASORATORIES COOLER RE _ FORM

PROJECT: _',L;5_C/-/ _ Date Received: '"_---_/-- 0_3
Use ot°'er s_ee o[ this form to note further _etnils conccrninl cnecZ-,n profalems ,_

,6nd to descr:oe 3ny _ct:onts) ret:trdint t_e rcsolutioms) pt problems.

...... ........ _....
[. Did cooler come wit), shippint stip (:ir bill. etc.)7 Yes

[f YES. attact_ & enter carrier 2ad air bill ; here:

:. Were custody seals on outside of cooler? c_ _ NoZf YES. barf manr & vaere: 7_..o_,'_-:
If Yes. enter tl2e following: seat date: _'_(-'C)O, seal name: _L,L S/-_

.1. Were custody seats unbroken & intact at delivery? _ No

4. Were custody papers _caled in bat & taped to !id? Yes

c. Were custod.v papers filled out property (ink. ctc.] _ ._'o

6. Did 7ou siZn custody papers in appropriate place? _ No

7. WaS project identifiable from custody papers? _ No !

_. nave c_esitnazed person(s) initial to actnnwiedge receipt: A/__(date!-7'-_/-'d_)

B. LOG*aN PEASE: Date samples were lotted-ia: _' _/--_ by:

(print) .(silo ) _/c/

9. Describe pacl:int:

t0. It' required, was enouttl ice used? _ _o

11. Were all bottles sealed ia separate plastic bags. + (_ No

l_. Did a_l bottles arrive unbroZen/in go_cl condition? (_ '_o

t3. Were a_l bottle labels complete _lDa/ate._:tn.pres)? _ '_o

14. Did all bottle labels atree with cu.stodT papers? _ N o
If NO. intricate cleScrepancies on bacft.

15. Were correct containers u_eed for the _nalytes! _-_ ._o

16. Were correct preservatives used when required? _ N ·

17. Was $u/Gcient amount · of sample sent for testS. _ ¥_ .No

15. Bubbles _bsent in ¥OA viaL%? No

If NO. _Lst by sample id o n bate.

ze. Was Client Services ,alarmed of problems. _ Yes No



, QUALITY INVESTIGATIONREPORT QIR No. _"_"'(-_.;- /_'J
Analysis Date: _)- ._n--OO Analysis: (_ E._-_,s_'_JA
Extraction Date: Matrix:

Analyst: '_( _-_ Instrument ID: _C._gW

SAMPLES IMPACTED

Lab # Client ID i Client Name Lab # Client ID I Client Name!

I 1i;),q _vJ- cx_2°O-/_ o05' _- (_.- CY'IG
I

I

i [_:) kAv,/-OO3.-io_ 00'1 _AvJ-L_O0,--OI_

-Brief Description-. (include.,_.,,it[m'cr_eas°n[pr non-compliance) ...f_4_;. ,t_r,Jie_l,_./_1'_/_'L. ,,,._At,- ./Jr'I,..,_
u r ,_ V_

C_.c_S__.._._O7. _.;,,i. qT'h_ LFB r..nJ r'nr.Jhx %e,_ i'r.z_,rmcsLOU.__'Hh;n '_

Action Taken:

!mpactonDataQualJty: _\S//_.SO n.o_- ¥e_v,,C__ _ rt_-_0_) _-c_/ t_o _./r_6 ,v_gc._- _r_V_ G.C.

5f,_,_ _./_'/ "L_uT's_,wz_-,';."_ es-/-...,_;-,due 'N, :/_""'"_'"_ ,._,_',_s....r _,.F..,_c.-.F-,-.,,,)

/

DataDisposition: Re-run_ Re-sampleE_ OriginalDataReportedE_ ReportAnnotatedE_

Other:

°"°n'

Extraction: Date:

Date:
'%.,_ Group Leader: -_._"g,'/,3_ Date: _;'x/_//_

QA Coordinator: _ o..,_,x-p/_?'/// _ _vll_ _ A_ (_ _c._y Date:

Project Manager: . _-_ ,.. __.._
_/ ' PROPERTYOF MONTGOMERYWATSONLABORATORIES



File with Client Code Gp_

'?_.,. DebbieL Frank "-_../08/11/200002:08PM

To: mcutler@fwenc.com
CC:

Subject: QIRGCMS-O0-120MSDfor MEK,MIBKrecovershighwithgoodRPD

Compound MS MSD RPD
2-Butanone 134 114 14.4 MEK
4-methyi-2-pentanone 131 117 11.3 MIBK

The sample used for MS/MSD is ND for these two compounds. MW-002-078 was used for MS/MSD.
Meets Method QC Requirements, No method specification for MS/MSD, nor limits. Method specified QC

is in control. No qualification of the results is required. All sample results are reported without
qualification.

The rerunoftheMSrecoveredlowinBromomethane(61%). (._,_C_,'_C_ b_c_,._ -2L_O_

Samples associated with MW-002-078 MS/MSD: __ _'__
MW-002-078 (j _._

-077 _ _ '
-076
-104
-105

-079 _.___,,
-106
-107
-075
-039
-015
-200



QUALITY INVESTIGATION REPORT QIR No. _611_[- (%)- &_

Analysis Date: _! %/00 Analysis: '_¢Z_fir. z- (._ LZ/_/cr_H;Cj
Extraction Date: '/_)._ Matrix: i

Analyst: ¢_._1 . crc.) Instrument ID: OtC--PiS_J- /

SAMPLES IMPACTED

Lab # Client ID ! Client Name Lab # Client ID Client Name

Brief Description: include reason for non-compliance)

Impact on Data Quality:

Data Disposition: Re-run _ Re-sample _ Original Data Reported r-_ Report Annotated [_

Other:

Annotation:

Client Contact: - _ _.- _ _h'_/4 _J _ _-o ,__

Extraction: Date: _)Z/_¢,j_:_Analyst: '_f',. _*_ Date:

Group Leader: · ,,_.._2_,/. ,_"_'_fC;x.,.__ Date: _'_fT'/,-_,-_
QA Coordinator: , YT.4_'¢.__ _/J__? Date: "¢'I_'¢ff;_'_

Project Manager: //¢___:/'.'_J_-_. __f_. Date: _'///¢_3
__OPERTY OFMONTGOMERYWATSONLABORATORIES



MONTGOMERY WATSON LABORATORIESa Division of Montgomery Watson Americas, Inc.
555 East Walnut Street

Pasadena, California 91101

,,,.,,_ Te I: 625 568 6400Fax: 626 568 6324
1800 566 LABS (1 800 566 5227)

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Ana, CA 92705
\

Santa Ana, CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

fx
DEB* Debbie Frank Report#: 68460

ProjectManager JPL

_a_oratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are QC Report,QC Summary,Data Report, totaling 28 page[s].



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _: 6 8 4 6 0

Pasadena, California 91101

· Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (l 800 566 5227)

Foster wheeler Environmental Corp Samples Received

Mark Cutler 07/31/00

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-104 (2007310122) Sampled on 07/31/00 09:30

Regulated VOCs plus Lists l&3
08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_%_,.,_ 08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 t,3-Dichtoropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl 2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page 1 of 14
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES

Data T_ -- A.

a Divisionof MontgomeryWatson Americas.Inc. _eporu
555EastWalnutStreet # 6 8 4 6 0
Pasadena.California91101

i
Tel: 6265686400Fax:6265685324 __,,..../1800566LABS(18005665227}

Foster Wheeler Environmental Corp
(continUed)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichlorcmethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichtorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 '_,_.M ii

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524_2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 100 % Rec

Surrogate 4-Bromofluorobenzene 96 % Rec

Surrogate Toluene_d8 97 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-105 (2007310123) Sampled on 07/31/00 09:55
08/01/00 08/03/00 12:00 120996 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

,08/11/00 12:00 121661 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120999 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/31/00 05:16 120779 ( ML/SW 7196 ) Hexavalent chromi_ (cr vi) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

_m,/ 08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone {MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC BatchffMethod Analyte Result Units MRL Dilution

08/03/00 12:00 _21472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) 3.1 ug/i 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbe_zene ND ug/1 0.50 1 i

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 'x,_,_ -_

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o~Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethytene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyttoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 I

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0,50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotriftuoroethane(Freon ND ug/1 0.50 1

:08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2~Dichloroethane-d4 108 % Rec

Surrogate 4-Bromofluorobenzene 94 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate Toluene-d8 96 % Rec

MW-002-079 (2007310124) Sampled on 07/31/00 10:15
08/10/00 12:00 121430 SM2320B/B310.1) Alkalinity 167 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 4.10 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 Calcium, Total, ICAP 34 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 4.18 meq/1 0.0010 1

08/01/00 12:00 120917 ML/EPA 300 Chloride 9.03 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 1.66 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/31/00 05:16 120779 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/03/00 12:00 120945 ML/S2510B ) Specific Conductance 380 _mho/cm 4.0 1

/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 390 ug/1 100 1

_/ 08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 203. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 ) Potassium, Total, ICAP 1.8 mg/1 1.0 1

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 9.0 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 ) Sodium, Total, ICAP 39 mg/1 1.0 1

08/01/00 12:00 120919 ML/EPA 300.0 ) Nitrate-N by IC 1.25 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120948 S4500HB/E150.1) Lab pH 8.1 Units 0.0010 1

08/01/00 12:00 120923 ML/EPA 300.0 ) SUlfate 19.9 mg/1 2.0 1

08/02/00 12:00 120970 SM2540C/E160.1) Total Dissolved Solid (TDS) 240 mg/1 10 1

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,I,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

Data Report - Page 5 of 14



(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas, Inc. Data Re ortD
555 East Walnut Street _ 68460
Pasadena, California 91101

Tel: 625 568 6400 Fax: 625 568 6324 ,.,..,_, J
I 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3rDichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 %_,_/

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride _$D ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Pluorotrichtoromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

g¸
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

_, Surrogate 1,2 -Dichloroethane-d4 110 % Rec

Surrogate 4 -Bromof luorobenzene 92 % Rec

Surrogate Toluene-d8 97 % Rec

MW-002-078 (2007310125) Sampled on 07/31/00 11:35

08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 142 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 3.58 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S31138/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 Calcium, Total, ICAP 19 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 3.78 meq/1 0.0010 1

08/01/00 12:00 120917 ML/EPA 300 Chloride 12.8 mg/1 1.0 1

08/11/00 12: 00 121661 CADHS/_-PA314 Perchlorate ND ug/1 4.0 1

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 4.42 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/31/00 05:16 120779 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/03/00 12:00 120945 ML/S2510B ) Specific Conductance 345 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 290 ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 171. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 ) Potassium, Total, ICAP 2.2 mg/1 1.0 1

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 11 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 ) Sodium, Total, ICAP 43 mg/1 1.0 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 12:00 120919 ( ML/EPA 300.0 ) Nitrate-N by IC 3.10 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120949 (S4500HB/E150.1) Lab pH 8.6 Units 0.0010 1

08/01/00 12:00 120923 ( ML/EPA 300.0 ) Sulfate 7.59 mg/1 2.0 1

08/02/00 12:00 120970 ( SM2540C/E160.1) Total Dissolved Solid (TDS) 210 mg/1 10 1

Regulated VOCs plus Lists l&3
08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 t

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 ) 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/l 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

E
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 t

08/03/00 12:00 121472 HL/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 HL/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0,50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 HL/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 HL/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0,50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichioroethylene (TCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 98 % Rec

Surrogate 4-Bromofluorobenzene 109 % Rec

Surrogate Toluene-d8 99 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-077 (2007310126) Sampled on 07/31/00 01-00
08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 168 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 4.79 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 Calcium, Total, ICAP 39 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 4.94 meq/1 0.0010 1

08/01/00 12:00 120917 ML/EPA 300 Chloride 29.4 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 1.33 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/31/00 05:16 120779 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/03/00 12:00 120945 ML/S2510B ) Specific Conductance 465 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 500 ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 204. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 ) Potassium, Total, ICAP 2.2 mg/1 1.0 1 :_-_

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 ) Magnesium, Total, ICAP 14 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 ) Sodium, Total, ICAP 41 mg/1 1.0 1

08/01/00 12:00 120919 ML/EPA 300.0 ) Nitrate-N by IC 2.16 mg/1 0.10 1

08/01/00 08/02/00 12:00 121000 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120949 S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

08/01/00 12:00 120923 ML/EPA 300.0 ) Sulfate 21.3 mg/1 2.0 1

08/_2/00 12:00 120970 SM2540C/E160.1) Total Dissolved Solid (TDS) 280 mg/1 10 1

Regulated VOCs plus Lists l&3
08/03/00 12:00 121472 ML/EPA 524.2 ) 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0 50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0 50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0 50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0 50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0 50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0 50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4_Trimethylbenzene ND ug/1 0 50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/BPA 524.2 2-Butanone (MBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND u9/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND u9/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethytene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

_k_- 08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/BPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/t 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ( ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 t

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 110 % Rec
I

Surrogate 4-Bremofluorobenzene 100 % Rec ',,.___j_

Surrogate Toluene-d8 97 % Rec

MW-002-076 (2007310127) Sampled on 07/31/00 02:15

08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 123 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 3.78 meq/1 0.0010 1

08/01/00 08/10/00 07:44 120996 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120867 ML/EPA 200.7 Calcium, Total, ICAP 23 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Cation Sum 3.96 meq/1 0.0010 1

08/01/00 12:00 120917 ML/EPA 300 Chloride 28.6 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 Perchlorate 530 ug/1 80 20

08/10/00 02:50 SM2320B/E310.l) Carbonate as C03, Calculated 3.06 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120999 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/31/00 05:16 120779 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/03/00 12:00 120945 ML/S2510B ) Specific Conductance 380 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120998 EPA/ML 200.8 ) Iron, Total, ICAP/MS 850 ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,caleulated 149. mg/1 0.0010 1

08/02/00 08/02/00 12:00 120873 ML/EPA 200.7 Potassium, Total, ICAP 2.9 mg/1 1.0 1

08/02/00 08/02/00 12:00 120877 ML/EPA 200.7 Magnesium, Total, ICAP 11 mg/1 0.10 1

08/02/00 08/02/00 12:00 120879 ML/EPA 200.7 Sodium, Total, ICAP 42 mg/1 1.0 1

08/01/00 12:00 120919 ML/EPA 300.0 Nitrate-N by IC 2.76 mg/1 0.10 1

L
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 121000 ( ERA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/01/00 12:00 120949 (S4500HB/E150.1) Lab pH 8.5 Units 0.0010 1

08/01/00 12:00 120923 ( ML/EPA 300.0 ) Sulfate 15.1 mg/1 2.0 1

08/02/00 12:00 120970 (SM2540C/E160.1) Total Dissolved Solid (TDS) 220 mg/1 10 1

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,i,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene 1.2 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 l,i-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

_,_w 08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/i 0.50 1

08/03/00 12:00 121472 ( ML/EPA 524.2 p-Dichlorobenzene {1,4-DCB) ND ug/1 0.50 1

08/03/00 12: 00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0 . 50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12: 00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0 .50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride 23 E ug/1 0.50 I

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromechane) 7.7 ug/1 0.50 1
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(_ MONTGOMERY WATSON LABORATORIES Laboratory
a Division of Montgomery Watson Americas, Inc. Data Report
555EastWaJ_utStre._ # 6 8 4 6 0
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 i
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 ) Bromochloromethane ND ug/1 0.50 t

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0,50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane~Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/t 0.50 t

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524,2 n-Butylbenzene ND ug/1 0.50 1 '_,_/

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.8 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 NL/EPA 524.2 Trichloroethylene (TCE) 3.3 ug/1 0.50 t

08/03/00 12:00 121472 NL/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0,50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 HL/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected _D 1

Surrogate 1,2-Dichloroethane-d4 114 % Rec

Surrogate 4-Bromofluorobenzene 93 % Rec

Surrogate Toluene_d8 99 % Rec
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MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas,Inc. QC Summary
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Pasadena,California91101
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1800566LABS(18005665227

Foster Wheeler Environmental Corp

QC Batch #120779 - Hexavalent chromium (Cr VI) Analysis Date: 07/31/2000

2007310123 MW-002-105

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120867 - Calcium, Total, ICAP Analysis Date: 08/02/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

c Batch #120873 - Potassium, Total, ICAP Analysis Date: 08/02/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120877 - Magnesium, Total, ICAP Analysis Date: 08/02/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120879 - Sodium, Total, ICAP Analysis Date: 08/02/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Summary - Page 1 of 4



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas, Inc. QC Sua=_Lary
555EastWalnut Street # 6 8 4 6 0

Pasadena,California91101
Tel: 6265686400Fax:6265686324 "___,
I 800566LABS(I 8OD5665227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120917 - Chloride Analysis Date: 08/01/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120919 Nitrate-N by IC Analysis Date: 08/01/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

,!

QC Batch #120923 - Sulfate Analysis Date: 08/01/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120945 - Specific Conductance Analysis Date: 08/03/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120948 - Lab pH Analysis Date: 08/01/2000

2007310124 MW-002-079

QC Su_tary - Page 2 of 4
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MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas,Inc. QC Summary
555EastWalnut Street _ 6 8 4 6 0
Pasadena,California91101
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120949 - Lab pH Analysis Date: 08/01/2000

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120970 - Total Dissolved Solid (TDS) Analysis Date: 08/02/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

%___Batch #120996 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007310123 MW-002-105

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120998 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007310124 MW-002-079
2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #120999 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007310123 MW-002-!05

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121000 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007310123 MW-002-105

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

Qc Batch #121430 Alkalinity Analysis Date: 08/10/2000

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #121472 - Regulated VOCs plus Lists l&3 Analysis Date: 08/03/2000

2007310122 MW-002-104

2007310123 MW-002-105

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076

QC Batch #121661 - Perchlorate Analysis Date: 08/11/2000

2007310123 MW-002-105

2007310124 MW-002-079

2007310125 MW-002-078

2007310126 MW-002-077

2007310127 MW-002-076
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MONTGOMERY WATSON LABORATORIES
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555 East Walnut Street # 6 8 4 6 0
Pasadena, California 91101
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1 800 566 LABS {1 800 566 5227)

Foster Wheeler Environmental Corp

QC Batch #120779 Hexavalent chromi%un (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 ( 78.00 - 118.00

LCS2 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 ( 78.00 - 118.00 0.00

MBLK Hexavalent chromium (Cr VI) ND

MS--2007310126 Hexavalent chromium (Cr VI) 0.050 0.049 98.0 ( 80.00 - 120.00

MSD--2007310126 Hexavalent chromium (Cr VI) 0.050 0.050 100.0 ( 80.00 - 120.00

QC Batch #120867 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07280136 0.00 - 0.00 )

LCS1 Calcium, Total, ICAP 50 49.2 98.4 85.00 - 115.00 )

LCS2 Calcium, Total, ICAP 50 49.2 98.4 85.00 - 115.00 ) 0.00

_-_ MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 43.1 86.2 70.00 - 130.00 )

MSD Calcium, Total, ICAP 50 43.5 87.0 70.00 - 130.00 ) 0.92

QC Batch #120873 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07280136 0.00 - 0.00 )

LCS1 Potassium, Total, ICAP 20 19.8 99.0 80.00 - 110.00 )

LCS2 Potassium, Total, ICAP 20 19.7 98.5 80.00 - 110.00 ) 0.51

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 17.8 89.0 80.00 - 120.00 )

MSD Potassium, Total, ICAP 20 17.8 89.0 80.00 - 120.00 ) 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DI/P are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120877 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07280136 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 19.6 98.0 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 19.6 98.0 97.00 - 115.00 0.00

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 17.3 86.5 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 17.5 87.5 74.00 - 130.00 1.1

QC Batch #120879 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%) !

MS Spiked sample LAB # 20 07280136 0.00 - 0.00 '_J

LCS1 Sodium, Total, ICAP 50.0 50.0 100.0 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50.0 50.0 100.0 94.00 - 112.00 0.00

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50.0 43.9 87.8 82.00 - 114.00

MSD Sodium, Total, ICAP 50.0 44.3 88.6 82.00 - 114.00 0.91

QC Batch #120917 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07310127 ( 0.00 - 0.00

LCS1 Chloride 25 24.0 96.0 ( 90.00 - 110.00

LCS2 Chloride 25 24.1 96.4 ( 90.00 - 110.00 0.42

MBLK Chloride ND

MS Chloride 25 26.9 107.6 ( 80.00 - 120.00

MSD Chloride 25 27.1 108.4 ( 80.06 - 120.00 0.74

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlinin$. i

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120919 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07310127 0.00 - 0.00

LCSt Nitrate-N by IC 2.5 2.52 100.8 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.52 100.8 94.00 - 106.00 0.00

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.69 107.6 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.71 108.4 85.00 - 118.00 0.74

QC Batch #120923 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

, MS Spiked sample Lab # 20 07310127 ( 0.00 - 0.00

LCS1 Sulfate 50 48.6 97.2 95.00 - 104.00

LCS2 Sulfate 50 48.6 97.2 95.00 - 104.00 0.00

MBLK Sulfate ND

MS Sulfate 50 53.2 106.4 97.00 - 112.00

MSD Sulfate 50 53.5 107.0 97.00 - 112.00 0.56

QC Batch #120945 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008020007 Specific Conductance 425 425 ( 0.00 ~ 20.00 ) 0.0

QC Batch #120948 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DLTP-2007310124 Lab pH 8.1 8.1 ( 0.00 - 20.00 ) 0.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

'_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120949 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007310127 Lab pH 8.5 8.5 ( 0.00 - 20.00 0.0

QC Batch #120970 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP Spiked sample Lab # 20 07270117 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 178 101.7 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 702 100.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

t

QC Batch #120996 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0188 94.0 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0186 93.0 85.00 - 115.00 1.1

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0181 90.5 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0190 95.0 70.00 - 130.00 4 9

QC Batch #120998 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 515 103.0 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 512 102.4 85.00 - 115.00 0.58

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 483 96.6 70.00 ~ 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. = .._

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

MSD Iron, Total, ICAP/MS 500 492 98.4 ( 70.00 - 130.00 1.8

QC Batch #120999 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 ( 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 ( 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 ( 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 97 97.0 ( 77.00 - 119.00 4.2

QC Batch #121000 Lead, Total, ICAP/MS

k_,,_ QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07270113 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 20.1 100.5 { 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 { 87.00 - 108.00 3.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.0 100.0 ( 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00 3.0

QC Batch #121430 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020664 0.00 - 0.00

LCS1 Alkalinity 96.2 95.7 99.5 96.00 - 107.00

LCS2 Alkalinity 96.2 96.1 99.9 96.00 - 107.00 0.42

MBLK Alkalinity ND

MS Alkalinity 96.2 94.7 98.4 80.00 - 120.00

MSD Alkalinity 96.2 94.4 98.1 80.00 - 120.00 0.32

_,., Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #121472 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 4.19 104.8 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1~Trichloroethane 4 4.15 103.8 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.75 93.8 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 4.17 104.2 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.16 104.0 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.08 102.0 70.00 - 130.00
/

MBLK 1,1-Dichloroethylene ND '_.,.,,_.._J

MS 1,1-Dichloroethylene 4 4.04 101.0 70.00 - 130.00

MSD l,l-Dichloroethylene 4 3.91 97.8 70.00 - 130.00 3.3

LCS1 1,1-Dichloropropene 4 3.81 95.2 70.00 - 130.00 )

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 4.09 102.2 70.00 - 130.00 )

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.90 97.5 70.00 - 130.00 )

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 4.10 102.5 76.00 - 114.00 )

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.67 91.8 70.00 - 130.00 )

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.28 107.0 70.00 - 130.00 )

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.97 99.2 77.00 - 122.00 )

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.67 91.8 70.00 - 130.00 )

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 8.27 103.4 70.00 - 130.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _ _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 1,3-Dichloropropane 4 4.19 104.8 70.00 - 130.00 )

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.72 93.0 77.00 - 113.00 )

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.10 102,5 70.00 - 130.00 )

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 50.7 126.8 70.00 - 130.00 )

MBLK 2-Butanone (MEK} ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.69 92.2 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.74 93.5 70.00 - 130.00

MBLK p-Chlorototuene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 48.6 121.5 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab _ 20 07310125 ( 0.00 - 0.00

LCS1 Benzene 4 4.10 102,5 ( 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.14 103,5 ( 70.00 - 130.00

MSD Benzene 4 4.00 100.0 ( 70.00 - 130.00 3.4

LCS1 Bromobenzene 4 3.83 95.8 ( 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane {Methyl Bromide) 2 1.58 79.0 ( 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethytene 4 3.98 99.5 ( 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.20 105.0 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.08 102.0 70.00 - 130.00

MSD Chlerobenzene 4 4.00 100,0 70.00 - 130.00 2.0

LCS1 Carbon Tetrachloride 4 4.09 102.2 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.44 111.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.13 103.2 74.00 - 124.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininc.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 4 6 0

Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4,27 106.7 70.00 - 130.00 )

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 2.00 100.0 70.00 - 130.00 )

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 1.97 98.5 70.00 - 130.00 )

MBLK Chloromethane(Methyl Chloride) ND

LOS1 Chlorodibromomethane 4 4.37 109.2 70.00 - 130,00 )

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.42 110,5 70.00 - 130.00 )

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.18 104.5 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.10 102.5 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.15 103,8 70.00 - 130.00

MBLK Ethylbenzene ND _/

LCS1 Dichlorodifluoromethane 2 2,31 115,5 70.00 - 130.00

MBLK Diehlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.02 101,0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.61 90.2 70.00 - 130.00

MBLK Nexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.55 88.8 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.71 92.8 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.43 105,4 74.00 - 116.00 )

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 4.09 102,2 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.86 96.5 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 3.69 92.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.13 103,2 72.00 - 118.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining, , ,_j_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 4 6 0
Pasadena, California 91101

Te 1: 626 568 6400 Fax: 626 568 6324

_"_"_ 1 800 566 LABS (! 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.98 99.5 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.11 102.8 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.50 87.5 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.59 89.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.39 109.7 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 110 110.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 111 111.0

MS 1,2-dichloroethane-d4 100 106 106.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 107 107.0 80.00 - 127.00 0.94

LCS1 Toluene-d8 100 99 99.0 91.00 - 107.00

k,_ MBLK Toluene-d8 100 98 98.0

MS Toluene-d8 100 99 99.0 91.00 - 107.00 )

MSD Toluene-d8 100 98 98.0 91.00 - 107.00 ) 1.0

LCS1 4-Bromofluorobenzene 100 92 92.0 86.00 - 115.00 )

MBLK 4-Bromofluorobenzene 100 93 93.0

MS 4-Bromofluorobenzene 100 94 94.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 91 91.0 86.00 - 115.00 ) 3.2

LCS1 trans-l,2-Dichloroethylene 4 4.20 105.0 70.00 - 130.00 )

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.54 88.5 70.00 - 130.00 )

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 3.93 98.2 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.00 100.0 70.00 _ 130.00

MSD Trichloroethylene (TCE) 4 3.81 95.2 70.00 - 130.00 4.9

LCS1 Trichlorotrifluoroethane(Freon 2 1.95 97.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.16 104.0 74.00 - 117.00

MBLK Toluene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

_'_" Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method,

QC Report - Page 9 of 10



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 4 6 0

Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS {1 800 566 5227) '"""'_'

Foster Wheeler Environmental Corp
(continued)

MS Toluene 4 4.15 103,8 ( 70.00 - 130.00

MSD Toluene 4 4.06 101,5 ( 70.00 - 130.00 2,2

LCS1 Vinyl chloride (VC) 2 1.96 98.0 ( 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

QC Batch #121661 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07310123 0.00 - 0.00

LCS1 Perchlorate 25.0 24.0 96.0 90.00 - 110.00

LCS2 Perchlorate 25.0 27.0 108,0 90.00 - 110.00 12

MBLK Perchlorate ND

MS Perchlorate 20.0 22.3 111.5 75.00 - 125.00

MSD Perchlorate 20.0 19,8 99.0 75,00 - 125.00 12

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. !

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Quality Environmental Analysis
MONTGOMERY WATSON LABORATORIES

Adivisionof MontgomeryWatsonAmericas,Inc.

_.._ August26, 2000
Revised September 6, 2000

Mark Cutler
Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 68504 (MW-002-106, MW-002-107, MW-002-075, MW-002-039, MW-002-015, MW-002-200)

Sampled: August l, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. Revisions are detailed under additional
comments. A detailed quality control (QC) summary follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
EPA 524.2: Bromomethane recoveries for the MS/MSD recovered outside in-house limits. The

LCS recoveries are acceptable. Qualification of the data is based on method criteria. Batch QC
meets method criteria, but not QAPP criteria. The method does not require MS/MSD and therefore
has no established limits. The sample used for MS/MSD is not reported with this group. All sample
results reported in this summary are reported without qualification for bromomethane based on the

"'-_- method criteria for LCS and Method Blank.
EPA 300.0: The LCS for sulfate recovered below in-house limits. The LCS meets method limits of

90-110%. Results are reported without qualification.
EPA 1625: The surrogate limits for NDMA-d6 are 70-130%.

Samples requiring dilution (with increased MRL's):
MW-002-015 is diluted for carbon tetrachloride.

MW-O02-O 15, -039, -075 are diluted for perchlorate.
MW-002-039 is diluted for Nitrate

Method blanks with compounds detected:
None

Comments:

SM2540C/EPA 160.1: The Total Dissolved Solids, TDS, value is greater than expected based on
conductivity for MW-002-039. Re-analysis past holding time, HT, confirmed the original TDS result. The
original value is reported without qualification.
CATION/ANION balance: MW-002-075, 039, and 015 do not meet in-house limits. The individual
parameters were confirmed and the balance still exceeds the expected RPD.
Summary of LEVEL IV detected parameters:

1,1-dichloroethylene was detected in MW-002-039, -015
1,2-dlchloroethane was detected in MW-002-039
Carbon Tetrachloride was detected in MW-002- (-075), -039, -015
Chloroform was detected in MW-002- (-075), (- 107), -039, -015, -200
Tetrachloroethylene was detected in MW-002- (-075), -039, -015
Trichloroethylene was detected in MW-002- (-075), -039, -015
Trichlorotrifluoroethane was detected in MW-002-039, -015
Chromium was detected in MW-002-015
Hexavalent chrome was detected in MW-002-039

Perchlorate was detected in MW-002-075, -039, -015

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenterSouthernCaliforniaServiceCenter
555EastWalnutStreet 4820SouthMi}JAvenue-Suite202 1340TreatBoulevard-Suite300 30CorporatePark-Suite302
Pasadena,California91101 Tempe,Arizona85282 WalnutCreek,California94596 Irvine,California92606
Tel:6265686400 Tel:6027558201 Te1:9252742322 Tei:949222_845
Fax:6265686324 Fax:6027558203 Fax:9259451760 Fax:9492221849



TIC's:

,_ An unknown compound at RT 5.27 and 5.26 respectively was detected in MW-002_039, -(~075)
Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

Per notification of need for review of data for MW-002-075 and MW-O02-107. MWL reviewed all

sample tracking info on documents and vials and data entry. All MW sample tracking info and data
entry confirmed original reported data. IT was also determined that Chloroform had not originally
been reported in -075 (now-107), when detected. Based on client knowledge of sample origin and
comparison to historical data of both samples, it was determined that a sample tracking error
occurred on the VOC fraction only of these two samples, one is an actual sample site, the other is a

field QC sample. Per client request, MWL has revised the data and all records to reflect the client
specified ID of the vials based on the comparison to historical results. The tag #'s remain unchanged
on the vials and run logs, all Client IDs and MWL sample tracking numbers, associated with those
tag #'s, were changed. The Investigation documentation is attached. The revised LEVEL IV
detected parameters section of this letter has the revisions designated in (parentheses).

Debbie Fr,d_ /
Project Manager

CC: Judy Novelly (JPL)
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MONTGOMERY LA3ORATORIES COOLER REC'_.II'T FORM ....
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_"/I 15. Bubbles absent in VOA vials? .. _'_ 'to _//
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19'w'_°s Cli_ot $ervtces _nformed of problems? _ _o





MONTGOMERY WATSON LABORATORIESa Division of Montgomery Watson Americas, Inc.
555 East Walnut Street

Pasadena, California 91101

_'_"_" Te 1: 626 568 6400 Fax: 626,588 6324

l 800 566 LABS (1 800 566 5227)

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Aha , CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSUE

iMONTGOME ^ L BS

DEB* Debbie Frank Report#: 68504
ProjectManager JPL

Laboratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page
are Comments,QC Report,QC Summary,Data Report, totaling 32 page[s].



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East WaJrlut Street # 6 8 5 0 4
Pasadena, California 91101

_'_"_ Te t: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227

Foster Wheeler Environmental Corp Sample s Received

Mark Cutler 08/01/00

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-106 (2008020003) Sampled on 08/01/00 08:15

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_' 08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2 Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis 1,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page i of 16



(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas, Inc. Data Re_ortp
555 East Walnut Street # 6 8 5 0 4
Pasadena, California 91101

Te I: 626 560 6400 Fax: 626 568 6324 _..._/
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 t

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1 i

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/l 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0_50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 109 % Rec

Surrogate 4-Bromofluorobenzene 102 % Rec

Surrogate Toluene-d8 98 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-107 (2008020004) Sampled on 08/01/00 08:45

08/17/00 08/21/00 12:00 122107 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/10/00 12:00 121440 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/17/00 08/18/00 12:00 121984 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/02/00 08:00 121007 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/17/00 08/18/00 12:00 121986 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,t,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

'%_ 08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2 Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2 Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 eis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ( ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1
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LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555EastWalnutStreet _ 6 8 5 0 4
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Te I: 626 568 6400 Fax: 626 568 6324 '_?
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) 3.4 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 "_

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans 1,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2 Dichloroethane-d4 120 % Rec

Surrogate 4-Bromofluorobenzene 94 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 88 % Rec

MW-002-075 (2008020005) Sampled on 08/01/00 08:35

08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 147 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 ) Anion Sum 4.41 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/16/00 12:00 121266 ML/EPA 200,7 ) Calcium, Total, ICAP 50 mg/1 1.0 1

08/17/00 02:56 ML/SM1040 ) Cation Sum 4.75 meq/1 0.0010 1

08/02/00 12:00 120924 ML/BPA 300 ) Chloride 15.4 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 ) Perchlorate 440 ug/1 40 10

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 0.583 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/02/00 08:00 121007 ML/SW 7196 ) Hexavalent chromiu/n (Cr vi) ND mg/1 0.005 1

08/03/00 12:00 120945 ML/S2510B ) Specific Conductance 420 umho/cm 4.0 1

_/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS 110 ug/1 100 1

_ 08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 179. mg/1 0.0010 1

08/07/00 08/16/00 12:00 121303 ML/EPA 200,7 ) Potassium, Total, ICAP 2.6 mg/1 1.0 1

08/07/00 08/16/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 17 mg/1 0.10 1

08/07/00 08/16/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 18 mg/1 1.0 1

08/02/00 12:00 120926 ML/EPA 300.0 ) Nitrate-N by IC 3.83 mg/1 0.10 1

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121212 S4500HB/E150.1) Lab pH 7.7 units 0.0010 1

08/02/00 12:00 120930 ML/EPA 300.0 ) Sulfate 36.7 mg/1 2.0 1

08/07/00 12:00 121515 SM2540C/EI60.1) Total Dissolved Solid (TDS) 260 mg/1 10 1

1,4-Dioxane

08/03/00 08/10/00 12:00 121625 ( ML/SW 8270 ) 1,4-Dioxane ND ug/1 3.0 1

( Surrogate ) 2-Flurobiphenyl 82 % Rec

( Surrogate ) Nitrobenzene-d5 74 % Rec

( Surrogate ) Terphenyl-dl4 57 % Rec

N-Nitroso dimethylamine (NDMA)

08/04/00 08/09/00 12:00 121530 ( MD/EPA 1625MOD) N-Nitroso dimethylamine (NDMA) ND ng/1 20 1

( Surrogate ) NDMA-D6 70 % Rec
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(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 5 0 4
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide} ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride 18 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) 4.5 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 ChlorodibromomeEhane ND ug/1 6.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 Mb/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12;00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

_' 08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.9 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2 Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) 7.7 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 Unknown5.26 1.2 1

Surrogate 1,2-Dichloroethane-d4 99 % Rec

Surrogate 4-Bromofluorobenzene 96 % Rec

Surrogate Toluene-d8 81 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-039 (2008020006) Sampled on 08/01/00 12:15

08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 104 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 5.19 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/16/00 12:00 121266 ML/EPA 200.7 Calcium, Total, ICAP 35 mg/1 1.0 1

08/17/00 02:56 ML/SM1040 Cation Sum 5.55 meq/1 0.0010 i

08/02/00 12:00 120924 ML/EPA 300 Chloride 22.1 mg/1 1.0 1

08/11/00 12: 00 121661 CADHS/EPA314 Perchlorate 1500 ug/1 200 50

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 0.414 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/02/00 08:08 121008 ML/SW 7196 ) Hexavalent chromium (Cr VI) 0.006 mg/1 0.005 1

08/03/00 12: O0 120945 ML/S2510B ) Specific Conductance 520 umho/cm 4.0 1

08/17/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as BCO3,calculated 127. mg/1 0.0010 1

08/07/00 08/16/00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICAP 2.6 mg/1 1.0 1

08/07/00 08/16/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 20 mg/1 0.10 1

08/07/00 08/16/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 25 mg/1 1.0 1

08/03/00 12:00 121097 ML/EPA 300.0 ) Nitrate-N by IC 23.8 mg/1 0.50 5

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121212 S4500HB/E150.1) Lab pH 7.7 Units 0.0010 1

08/02/00 12:00 120930 ML/EPA 300.0 ) Sulfate 37.8 mg/1 2.0 1

08/07/00 12:00 121515 SM2540C/E160.1) Total Dissolved Solid (TDS) 360 mg/1 10 1

1,4 -Dioxane

08/03/00 08/10/00 12:00 121625 ( ML/SW 8270 ) 1,4-Dioxane ND ug/1 3.0 1

( Surrogate ) 2-Flurobiphenyl 90 % Rec

( Surrogate ) Nitrobenzene-d5 80 % Rec

( Surrogate ) Terphenyl-dl4 60 % Rec

N-Nitroso dimethylamine (lq'D3_.)
08/04/00 08/09/00 12 :O0 121530 ( MD/EPA 1625MOD} N-Nitroso dime_hylamine [NDMA) ND rig/1 2.0 1

( Surrogate ) NDMA-D6 80 % Rec

i
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(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson AmerJcas, lnc. Data Report
555 East Walnut Street _ 6 8 5 0 4
Pasadena, California 91101

L.,.,_,...., Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LAB S (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene 1.3 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane 0.7 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 _4L/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2 Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (HIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 t

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 ,1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride 33 ug/1 1.0 2

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane} 16 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1
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(_ MONTGOMERY WATSON LABORATORIES

Laboratory

a Divisian of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 8 5 0 4
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _/
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(cent inued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 NL/EPA 524.2 Fluorotrichloromethane-Preonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/i 0.50 i

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1 I j

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) 1.1 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) 8.2 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon 0.5 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 Unknown 5.27 0.6 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

Surrogate 4-Bromofluorobenzene 95 % Rec

Surrogate Toluene-d8 98 % Rec

L
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MONTGOMERY WATSON Laboratory
LABORATORIES

a Division of Montgomery Watson Americas, inc. Data Report
555 Fast Walnut Street # 6 8 5 0 4

: Pasadena, California 91101

""_w,-' Tel: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-015 (2008020007) Sampled on 08/01/00 03:20

08/10/00 12: 00 ' 121430 SM2320B/E310.1) Alkalinity 126 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 4.44 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/16/00 12:00 121266 ML/W. PA 200.7 Calcium, Total, ICAP 51 mg/1 1.0 1

08/17/00 02:56 ML/SM1040 Cation Sum 4.76 meq/1 0.0010 1

08/02/00 12:00 120924 ML/EPA 300 Chloride 20.9 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 Perchlorate 290 ug/1 40 10

08/10/00 02:50 SM2320B/E310.1) Carbonate as CO3, Calculated 0.790 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS 14 ug/1 10 1

08/02/00 08:08 121008 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/03/00 12:00 120945 ML/S2510B ) Specific Conductance 425 umho/cm 4.0 1

ha/17/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS 1800 ug/1 100 I

08/10/00 02:48 SM2320B/E310.1} Bicarbonate as HCO3,calculated 153. mg/1 0.0010 1

'_'07/00 08/16/00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICAP 2.7 mg/1 1.0 1

08/07/00 08/16/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

08/07/00 08/16/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 19 mg/1 1.0 1

08/02/00 12:00 120926 ML/EPA 300.0 ) Nitrate-N by IC 5.86 mg/1 0.10 1

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121212 S4500HB/E150.1) Lab pH 7.9 Units 0.0010 1

08/02/00 12:00 120930 Mr./EPA 300.0 ) Sulfate 44.0 mg/1 2.0 1

08/07/00 12:00 121515 SM2540C/E160.1) Total Dissolved Solid (TDS) 270 mg/1 10 1

1,4 -Dioxane

08/03/00 08/10/00 12:00 121625 ( ML/SW 8270 ) 1,4 Dioxane ND ug/1 3.0 1

( Surrogate ) 2-Flurobiphenyl 96 % Rec

( Surrogate ) Nitrobenzene-d5 82 % Rec

( Surrogate } Terphenyl-dl4 82 % Rec

N-Nitroso dimethylamine (NDMA)

08/04/00 08/09/00 12:00 121530 ( MD/EPA 1625MOD) N-Nitroso dimethylamine (NDMA) ND ng/1 2.0 1

( Surrogate ) NDMA-D6 76 % Rec
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(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas, Inc. Data Report
555EastWaJnutStr..t # 6 8 5 0 4
Pasadena, California 91101

Te 1: 626 568 6400 Fax: 626 568 6324. '_,,,.,,,,j

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/t 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1~Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00'12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene 0.9 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1 '_ i_

08/03/00 12:00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-PCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 .1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride 50 ug/1 2.5 5

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) 7.1 ug/1 0.50 i

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1
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1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 t

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ( ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

%_' 08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Tetrachloroethylene (PCE) 1.2 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) 14 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane[greon 2.0 ug/1 0.50 1

'08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 112 % Rec

Surrogate 4-Bromofluorobenzene 89 % Rec

Surrogate Toluene-d8 99 % Rec
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 5 0 4

Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _.,_/
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-200 (2008020008) Sampled on 08/01/00 03:20

08/17/00 08/21/00 12:00 122107 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/11/00 12:00 121661 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/17/00 08/18/00 12:00 121984 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/02/00 08:08 121008 ( ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/17/00 08/18/00 12:00 121986 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/l 2.0 1

Regulated VOCs plus Lists l&3

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,2-Dichloropropane ND u9/1 0.50 1

08/03/00 12: 00 121472 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 2-Butanone (MEK} ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Chlorotoluene ND u9/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/03/00 12:00 121472 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/03/00 12:00 121472 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroform (Trichloromethane) 2.8 ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

, 08/03/00 12:00 121472 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

'_"_"' 08/03/00 12:00 121472 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA524.2 o-Xylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

·08/03/00 12:00 121472 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/03/00 12:00 121472 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

Surrogate 4-Bromofluorobenzene 107 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 97 % Rec
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(_ MONTGOMERY WATSON LABORATORIES

Laboratory

a DivisionofMontgomeryWatsonAmericas, Inc. QC Summary
555EastWalnut Street # 6 8 5 0 4
Pasadena,California91101
TeI: 6265686400Fax:6265686324
1 800566LABS(18005665227

Foster Wheeler Environmental Corp

QC Batch #120924 - Chloride Analysis Date: 08/02/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #120926 - Nitrate-N by IC Analysis Date: 08/02/2000

2008020005 MW-002-075

2008020007 MW-002-015

QC Batch #120930 - Sulfate Analysis Date: 08/02/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #120945 - Specific Conductance Analysis Date: 08/03/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #121007 - Hexavalent chromium (Cr VI) Analysis Date: 08/02/2000

2008020004 MW-002-107

2008020005 MW-002-075

QC Batch #121008 - Hexavalent chromium (Cr VI) Analysis Date: 08/02/2000

2008020006 MW-002-039

2008020007 MW-002-015

2008020008 MW-002-200

QC Summary - Page 1 of 4
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555EastWalnut Street # 6 8 5 04
Pasadena,California91101

TeI: 6265086400Fax:6265606324 ,,, j,,1000566LABS(I 8005665227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #121097 - Nitrate-N by IC Analysis Date: 08/03/2000

2008020006 MW-002-039

QC Batch #121212 - Lab pH Analysis Date: 08/08/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #121266 - Calcium, Total, ICAP Analysis Date: 08/16/2000

2008020005 MW-002-075

2008020006 MW-002-039 ,___3
2008020007 MW-002-015

QC Batch #121303 - Potassium, Total, ICAP Analysis Date: 08/16/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #121305 - Magnesium, Total, ICAP Analysis Date: 08/16/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #121310 - Sodium, Total, ICAP Analysis Date: 08/16/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Summary - Page 2 of 4
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Laboratory

a Divisionof MontgomeryWatsonAmericas,inc. QC Summary
555EastWalnut Street _ 6 8 5 04
Pasadena,California91101

'"""_'"_ TeI: 6265686400Fax:6265686324
1 800566LABS(! 8005665227)

Foster Wheeler Environmental Carp
(continued)

QC Batch #121430 - Alkalinity Analysis Date: 08/10/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch %121440 - Perchlorate Analysis Date: 08/10/2000

2008020004 MW-002-107

QC Batch #121472 - Regulated VOCs plus Lists l&3 Analysis Date: 08/03/2000

2008020003 MW-002-106

2008020004 MW-002-107

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

2008020008 MW-002-200

QC Batch #121515 - Total Dissolved Solid (TDS) Analysis Date: 08/07/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #121530 - N-Nitroso dimethylamine (NDMA)Analysis Date: 08/09/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #121625 - 1,4-Dioxane Analysis Date: 08/10/2000

2008020005 MW-002-075

2008020006 MW-002-039

_-..w 2008020007 MW-002-015
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Pasadena,California91101
TeI: 6265686400Fax:6265686324 _,,.._,.j
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121661 - Perchlorate Analysis Date: 08/11/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

2008020008 MW-002-200

QC Batch #121984 - Chromium, Total, ICAP/MS Analysis Date: 08/18/2000

2008020004 MW-002-107

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

2008020008 MW-002-200

QC Batch #121985 - Iron, Total, ICAP/MS Analysis Date: 08/18/2000

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

QC Batch #121986 Lead, Total, ICAP/MS Analysis Date: 08/18/2000

2008020004 MW-002-107

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

2008020008 MW-002-200

QC Batch #122107 - Arsenic, Total, GF Analysis Date: 08/21/2000

2008020004 MW-002-107

2008020005 MW-002-075

2008020006 MW-002-039

2008020007 MW-002-015

2008020008 MW-002-200

QC Su_Lary - Page 4 of 4
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Report

a Divisionof MontgomeryWatson Americas, Inc. Comments
555EastWalnut Street # 6 8 5 0 4

.,. Pasadena,California91101
TeI: 6265686400Fax:6265686324
1800566LABS(18005665227)

Group Comments

(524.2) MS/MSD not required by method. Defer to LFB and

MBLK for QC. Data for samples in this group are not

qualified.

(Balance) Sample MW-00-075, -039, and -015 the anion and

the cation sum RPD is greater than the recommended range.

Results have been confirmed for these samples. Cause unknown

(QC batch#: 120930)
Test: Sulfate

QC Type: LCS2

The LCS recovery is within the EPA method limit of 90-110%.

(Sample#: 2008020005)
Test: NDMA-d6

limits 70 o 130%.

_ (Sample#: 2008020006)
Test: Total Dissolved Solid (TDS)

Sample reanalyzed on 8/11/00 (outside of holding time) to
verify result as original result did not fall within EC

expectations. Value of reanalysis was 362 - confirming
initial value.

(Sample#: 2008020007)
Test: NDMA-d6

limits 70 o 130%.

Comments - Page 1 of 1
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MONTGOMERY WATSON LABORATORIES
a Divisier_ of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 5 0 4
Pasadena, California 91101

'""_' Te I: 626 568 6400 Fax: 626 568 6324

1 BOO 566 LAB S (I 800 566 5227

Foster Wheeler Environmental Corp

QC Batch #120924 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 0.00 - 0.00

LCS1 Chloride 25 23.9 98.6 90.00 - 110.00

LCS2 Chloride 25 23.3 g3.2 90.00 - 110.00 2.5

MBLK Chloride ND

MS Chloride 25 25.9 103.6 80.00 - 120.00

MSD Chloride 25 25.7 102.8 80.00 - 120.00 0.78

QC Batch #120926 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08010027 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.48 99.2 94.00 - 106.00

_%_' LCS2 Nitrate-N by IC 2.5 2.43 97.2 94.00 - 106.00 2.0

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.58 103.2 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.57 102.8 85.00 - 118.00 0.39

QC Batch #120930 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08010011 ( 0.00 - 0.00

LCS1 Sulfate 50 48.2 96.4 ( 95.00 - 104.00

LCS2 Sulfate 50 46.9 93.8 95.00 - 104.00 2.7

MBLK Sulfate ND

MS Sulfate 50 49.1 98.2 97.00 - 112.00

MSD Sulfate 50 49.5 99.0 97.00 - 112.00 0.81

r_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES QC Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street _ 6 8 5 0 4

.Pasadena, California 91101

Te 1: 626 568 6400 Fax: 626 568 5324 _.,._/

I 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

QC Batch #120945 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008020007 Specific Conductance 425 425 ( 0.00 - 20.00 0.0

QC Batch #121007 Hexavalent chromium (er VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 ( 78.00 - 118.00

LCS2 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 ( 78.00 - 118.00 0.00

MBLK Hexavalent chromium (Ct VI) ND

MS--2008020007 Hexavalent chromium (Cr VI) 0.050 0.048 96.0 ( 80.00 - 120.00

MSD~-2008020007 Hexavalent chromium (Cr VI) 0.050 0.050 100.0 ( 80.00 - 120.00

QC Batch #121008 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 ( 78.00 - 118.00 )

LCS2 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 ( 78.00 - 118.00 ) 0.00

MBLK Hexavalent chromium (Cr VI) ND

MS--2008020007 Hexavalent chromium (Ct VI) 0.050 0.048 96.0 ( 80.00 - 120.00 )

MSD--2008020007 Hexavalent chromium (Cr VI) 0.050 0.050 100.0 ( 80.00 - 120.00 )

QC Batch #121097 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020048 ( 0.00 ~ 0.00 )

LCS1 Nitrate-N by IC 2.5 2.46 98.4 ( 94.00 - 106,00 )

LCS2 Nitrate-N by IC 2.5 2.49 99.6 ( 94.00 - 106.00 ) 1.2

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.69 107.6 ( 85.00 - 118.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. ,,',_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MSD Nitrate-N by IC 2.5 2.69 107.6 ( 85.00 - 118.00 ) 0.00

QC Batch #121212 Lab pH

QC Analyte Spiked Recovered Yield (%} Limits (%) RPD (%)

DUP-2008040285 Lab pi{ 7.9 7.9 ( 0.00 - 20.00 ) 0.0

QC Batch #121266 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 0.00 - 0.00 )

LCS1 Calcium, Total, ICAP 50 51.1 102.2 85.00 - 115.00 )

LCS2 Calcium, Total, ICAP 50 52.0 104.0 85.00 - 115.00 ) 1.7

MBLK Calcium, Total, ICAP ND
\

_--w' MS Calcium, Total, ICAP 50 53.3 106.6 70.00 - 130.00

MSD Calcium, Total, ICAP 50 54.9 109.8 70.00 - 130.00 3.0

QC Batch #121303 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.9 104.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.6 103.0 80.00 - 110.00 1.4

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 23.8 119.0 80.00 - 120.00

MSD Potassium, Total, ICAP 20 21.0 105.0 80.00 - 120.00 13

spires which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #121305 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits {%) RPD {%)

MS Spiked sample Lab # 20 08020005 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 20.3 101.5 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 20.5 102.5 97.00 - 115.00 0.98

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 21.0 105.0 74.00 - 130.00

MSD Magnesivan, Total, ICAP 20 20.8 104.0 74.00 - 130.00 0.96

QC Batch #121310 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 ( 0.00 - 0.00 _Y

LCS1 Sodium, Total, ICAP 50 51.9 103.8 ( 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 51.2 102.4 ( 94.00 - 112.00 1.4

MBLK Sodium,Total, ICAP ND

MS Sodium, Total, ICAP 50 54.3 108.6 ( 82.00 - 114.00

MSD Sodium, Total, ICAP 50 48.5 97.0 ( 82.00 - 114.00 11

QC Batch #121430 Alkalinity

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08020664 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 95.7 99.5 96.00- 107.00

LCS2 Alkalinity 96.2 96.1 99.9 96.00- 107.00 0.42

MBLK Alka1inity ND

MS Alkalinity 96.2 94.7 98.4 80.00- 120.00

MSD Alkalinity 96.2 94.4 98.1 80.00 - 120.00 0.32

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _._/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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1 800 566 LABS (I 800 566 5227

Foster Wheeler Environmental Corp

(continued)

QC Batch #121440 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020004 0.00 - 0.00

LC$1 Perchlorate 25.0 24.4 97.6 90.00 - 110.00

LCS2 Perchlorate 25.0 23.9 95.6 90.00 - 110.00 2.1

MBLK Perchlorate ND

MS Perchlorate 20.0 20.3 101.5 75.00 - I25.00

MSD Perchlorate 20.0 16.9 84.5 ( 75.00 - 125.00 18

QC Batch #121472 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

'_-'"' LCS1 1,1,1,2-Tetrachloroethane 4 4.19 104.8 ( 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.15 103.8 76.00 - 116.00

MBLK t,l,l-Trichloroethane ND

LC$1 1,1,2,2-Tetrachloroethane 4 3.75 93.8 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 4.17 104.2 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCSi l,I-Dichloroethane 4 4.16 104.0 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.08 102.0 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.04 101.0 70.00 - 130.00

MSD 1,l-Dichloroethylene 4 3.91 97.8 ( 70.00 - 130.00 3.3

LCS1 1,1-Dichloropropene 4 3.81 95.2 ( 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 4.09 102.2 ( 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCSi 1,2,3-Trichloropropane 4 3.90 97.5 ( 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

SDikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 1,2,4-Trichlorobenzene 4 4.10 102.5 76.00 ~ 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.67 91.8 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.28 107.0 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCSl 1,2-Dichloropropane 4 3.97 99.2 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.67 91.8 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 8.27 103.4 70.00 - 130.00

LCS1 1,3-Dichloropropane 4 4.19 104.8 70.00 - 130.00

MBLK t,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.72 93.0 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.10 102.5 70.00 - 130.00

i:
MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 50.7 126.8 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.69 92.2 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.74 93.5 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 48.6 121.5 70.00 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab _ 20 07310125 0.00 - 0.00

LCSt Benzene 4 4.10 102.5 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.14 103.5 70.00 - 130.00

MSD Benzene 4 4.00 100.0 70.00 - 130.00 3.4

LCS1 Bromobenzene 4 3.83 95.8 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 1.58 79.0 70.00 - 130.00 )

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 3.98 99.5 75.00 - 124.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. k_'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.20 105.0 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.08 102.0 70.00 - 130.00

MSD Chlorobenzene 4 4.00 100.0 70.00 - 130.00 2.0

LCS1 Carbon Tetrachloride 4 4.09 102.2 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.44 111.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.13 103.2 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.27 106.7 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 2.00 100.0 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 1.97 98.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.37 109.2 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.42 110.5 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.18 104.5 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.10 102.5 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.15 103.8 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 2.31 115.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.02 101.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.61 90.2 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.55 88.8 70.00 - 130.00

MBLK Isopropylbenzene ND

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.

QC Report - Page 7 of 11



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
565EastWaln.tStreet # 68 504
Pasadena, California 91101

Te t: 626 568 6400 Fax: 626 568 6324 .._,_/
! 800 566 LABS (1 800 566 5227}

Foster Wheeler Environmental Corp

(continued)

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.71 92.8 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB} ND

LCS1 m,p-Xylenes 8 8.43 105.4 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 4.09 102.2 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.86 96.5 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 3.69 92.2 70.00 - 130.00

MBLK n-Propylhenzene ND

LCS1 o-xylene 4 4.13 103.2 72.00 ~ 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.98 99.5 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.11 102.8 71.00 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.50 87.5 70.00 - 130.00 '_/

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.59 89.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.39 109.7 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 110 110.0 80.00 - 127.00 )

MBLK 1,2-dichloroethane~d4 100 111 111.0

MS 1,2-dichloroethane~d4 100 106 106.0 80.00 - 127.00 )

MSD 1,2-dichloroethane~d4 100 107 107.0 80.00 - 127.00 ) 0.94

LCS1 Toluene-d8 100 99 99.0 91.00 - 107.00 )

MBLK Toluene-d8 100 98 98.0

MS Toluene-d8 100 99 99.0 91.00 - 107.00 )

MSD. Toluene-d8 100 98 98.0 91.00 - 107.00 ) 1.0

LCS1 4-Bromofluorobenzene 100 92 92.0 86.00 - 115.00 )

MBLK 4-Bromofluorobenzene 100 93 93.0

MS 4-Bromofluorobenzene 100 94 94.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 91 91.0 86.00 - 115.00 ) 3.2

LCS1 trans-l,2-Dichloroethylene 4 4.20 105.0 70.00 - 130.00 )

MBLK trans-l,2-Dichloroethylene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. ',_,_3_ _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory'only, unless otherwise specified in the method.

QC Report - Page 8 of ll



Laboratory
MONTGOMERY WATSON LABORATORIES
aDivisionofMontgomeryWatsonAmericas,Inc. QC Report
555 East Walnut Street # 6 8 5 0 4
Pasadena, California 91101

"_'_.-'_' Te[: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Carp
(continued)

LCS1 tert-Butylbenzene 4 3.54 88.5 70.00 - 130.00

NBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 3.93 98.2 72.00 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.00 100.0 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 3.81 95.2 70.00 - 130.00 4.9

LCS1 Trichlorotrifluoroethane(Freon 2 1.95 97.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.16 104.0 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.15 103,8 70.00 - 130.00

MSD Toluene 4 4.06 101.5 70.00 130.00 2.2

LCS1 Vinyl chloride (VC) 2 1.96 98.0 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

QC Batch #121515 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%} Limits (%) RPD (%)

DUP-2008020328 Spiked sample Lab # 20 558 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 182 104,0 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 716 102.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #121530 N-Nitroso dimethylamine (NDMA)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 N-Mitroso dimethylamine (NDMA) 10 8.6 86.0 ( 70,00 - 130.00

LCS2 N-Nitroso dimethylamine (NDMA) 2 2.4 120.0 ( 70.00 - 130.00

MBLK N-Nitroso dimethylamine (NDMA) ND

MS N-Nitroso dimethylamine (NDMA) 2 2.9 120.0 ( 70.00 - 130.00

MSD N-Nitroso dimethylamine (NDMA) 2 2.0 100.0 ( 70.00 - 130.00 18

LCS1 NDMA-d6 20 15,0 75.0 ( 60,00 - 130.00

LCS2 NDMA-d6 20 14,1 70.5 ( 60.00 - 130.00 6.2

_,z Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatson Americas,Inc. QC Report
555EastWalnutStreet _ 6 8 5 0 4
Pasadena,California91101
TeI: 6265686400Fax:6265686324 '._.../
1000566LABS(18005665227

Foster Wheeler Environmental Corp

(continued)

MBLK NDMA-d6 20 14.6 73.0

MS NDMA-d6 20 14.1 70.5 ( 60.00 - 130.00

MSD NDMA-d6 20 15.5 77.5 ( 60.00 - 130.00 9.5

QC BatCh #121625 1,4-Dioxane

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,4-Dioxane 10 9.8 98.0 70.00 - 130.00

MBLK 1,4-Dioxane ND

MS 1,4-Dioxane 10 12.4 124.0 70.00 - 130.00

MSD 1,4-Dioxane 10 12.4 124.0 70.00 - 130.00 0.00

MS Spiked sample Lab # 20 08020006 0.00 - 0.00

QC Batch #121661 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%} RPD {%)

MS Spiked sample Lab # 20 07310123 ( 0.00 - 0.00

LCS1 Perchlorate 25.0 24.0 96.0 90.00 - 110.00

LCS2 Perchlorate 25.0 27.0 108.0 90.00 - 110.00 12

MBLK Perchlorate ND

MS Perchlorate 20.0 22.3 111.5 75.00 - 125.00

MSD Perchlorate 20.0 19.8 99.0 75.00 - 125.00 12

QC Batch #121984 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 ( 0.00 - 0.00 )

LCS1 Chromium, Total, ICAP/MS 100 97 97.0 ( 85.00 - 115.00 )

LCS2 Chromium, Total, ICAP/MS 100 98 98.0 ( 85.00 - 115.00 ) 1.0

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 95 9§.0 ( 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 94 94.0 ( 77.00 - 119.00 ) 1.1

which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _Spikes

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 5 0 4

Pasadena, California 91101

-.._....w Te t: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (I 800 566 5227}

Foster Wheeler Environmental Corp
(continued)

QC Batch #121985 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08030007 0.00 - 0.00

LCS1 Iron, Total, ICA_/MS 500 497 99.4 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 514 102.8 85.00 - 115.00 3.4

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 613 122.6 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 575 115.0 70.00 - 130.00 6.4

QC Batch #121986 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 20.4 102.0 ( 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 20.1 100.5 ( 87.00 - 108.00 1.5

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ZCAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 21.5 107.5 ( 75.00 - 119.00 4.3

QC Batch #122107 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 ( 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0193 96.5 ( 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0193 96.5 ( 85.00 - 115.00 0.00

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0216 108.0 ( 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0217 108.5 ( 70.00 - 130.00 0.46

_' Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Quality Environtnenta/ Analysis

MONTGOMERY WATSON LABORATORIES

A division of Montgomery Watson Americas, Inc.

i August 26, 2000
!
j Mark Cutler
I

Foster Wheeler Environmental, Inc
j 1940 E Deere St, Ste 200

Santa Ana, Ca 92705

Report # 68567 (MW-002-031, MW-002-032, MW-002-013, MW-002-014, MW-002-108)

Sampled: August 2, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
EPA 1625: The surrogate limits for NDMA-d6 are 70-130%.

Samples requiring dilution (with increased MRL's):
MW-002-014, -03 t are diluted for anions.
MW-002-032, -031 are diluted for perchlorate.

Method blanks with compounds detected:
None

Comments:

CATION/ANION balance: MW-002-031 and 013 do not meet in-house limits. The individual parameters
',_,,..., were confirmed and the balance still exceeds the expected RPD.

Summary of LEVEL IV detected parameters:
1,1-dichloroethylene was detected in MW-002-031, -032
1,2-dichloroethane was detected in MW-002-031, -032
Carbon Tetrachloride was detected in MW-002-031, -032
Chloroform was detected in MW-002-031, -032
Trichloroethylene was detected in MW-002-031, -032
Trichlorotrifluoroethane was detected in MW~002-

Chromium was detected in MW-002-031, -032, -014
Hexavalent chrome was detected in MW-002-03 I, -032
Perchlorate was detected in MW-002-031, -032, -014

TIC's:

An unknown compound at RT 5.26 was detected in MW-002-032
Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None

Sincerely; _/2_

Debbie Frank

Project Manager

r_ cC: Judy Novelly (JPL)

Laboratory SouthwestServieeCenter NorthemCalifomiaServiceCenter Southern California ServiceCenter
555EastWalnutStreet 4820SouthMill Avenue-Suite202 1340TreatBoulevard-Suite300 30CorporatePark-Suite302
Pasadena,California91101 Tempe,Arizona85282 WalnutCreek,California94596 Irvine,California92606
Tek6265686400 Tel:6027558201 Tel:9252742322 Tel:9492221845
Fax:6265686324 Fax:6027558203 Fax:9259451760 Fax:9492221849
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FOSTER WHEELER ENVIRONMENTAL CORPORATION (_(_/

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE/ OF/
PROJECT_ _ OFSNO. _ _ f ...... HAZARDIDENTIFICATION TIME REQUIRED lii-l'y-_l_.-_------_ _._m ,?_1__

'-_.1 V L I / '_ 7_ , _,_ -_ I 4 Non Hazard L;_ Reactive [] NORMAL ,_' DAYS :', '__J_i _ J__

PROJIECj..TAD..D.RES__ , . .._ Ii} ._ ._. /'-' _ Flammable [] Toxic [] -- ;-'_ _ __._"_ i_ !_,_ __U$OC) 0_ k _,,-o.,zUr, c{. r_.._a_.,__,,t. ,q- s_,,,,,,,_.,[] ,,,eotio.s[] Rus.m__DAYS_ !_._,

REpQRTSTOI_SENTTO / . , / _ ,_ _.. t _---_ r ..

'/"Jr, /q,vk C.d -x
· I NUMBER I SAMPLEMATERIAL ' J '"' _ _ '_ ,_ ,F ._ _SAMPLE TIME DATE r_c CONTAINER _%_-_"_ t _ -_- I,.../_ _ _ _. 31

TE _' ' ' _ _ _ -' _" _ '_' \ _ _---"IF:---"
NUMBER COLLECTED COLLEC D CONTAINERS SIZE(S) "'"_R _^ ' OTHER _ _ _ t_ _ -_-- _'-' _ '3--. _"_-'"_

vw,c _U,L (Describe) r-- _ "---' "--' "_-_L. -"- % _ _ ;1_ i '_ '"" '__j_

LABORATORY INSTRUCTIONS/COMMENTS _ ._-Z

[ [_ ' I

REIf_IQUISHED BY (S gnature) .- '"ATE I x_ R_¢E_E D ay.(Big.tUr_) REUNQU'SHEDBY (Signature) ,DATE RECEIVED BY (Signature) '"""__ E_ iL_' _ [[_1"1_ '_ ___

C ;MF_Af4¥ 'i.... i/ ; tTME' coMpANY" ; 'r , / COMPANY . iTIME iCOMPAN_'

F-2 .....



I_ NUMBER 35!i0

FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE I OF I

.ROJECT2[-£t joFsNO.,572,01' · 5'i '-) HAZARDIDENTIFICATION TIMEREQUIRED'- _ Non Hazard _' Reactive [] NORMAL,_ DAYS
PROJEgTADDRESS _ _r)

('J [00 _){-qk. G ro(/_ _-)_'"_ ra Sa&._, C/J- Flammable 0 Toxic i--1Skin Irritant [] Infectious [] RUSH [] DAYS

SANIPLER(Name) JSA_ture)

Iffa_'_ew L./-j..,_:_f I _:¢'_' ? _'_¢-.C*_'- ANALYSES REQUIRED

LABORATORY

RiEPORTSTOI_ESENTTO/'

Hr,/_f_..._-kCM'f_,,"_
SAMPLE MATERIAL

NUMBER CONTAINERSAMPLE TiME DATE OF
NUMBER COLLECTED COLLECTED CONTAINERS SIZE(S) OTHER

(Describe)

.

LABORATORYiNSTRUCTIONS/COMMENTS

L :r_v

P_E,,LINQUISHEDBY Signature "_DATE IREgEI_,EDBY(Signature) / JRELINQUISHEDBY(Signature) i DATE ;RECEIVEDBY(Signature)
. _, . , _.. ,'-i... ) /"_t"1 '.. ', ,"

-"_ ' _' _,.'{ ."_ ' '.'-, '_ Il' _ ["' : _

COM_AN'¢ _ / _"' i'TIME. . ----_COMPANY ,' IcoMPANy (: ,TIME COMP.ANY:-fi_s_t:'tj[ F;_:,/,:;_:_,_-:/c__.,,4...r._.,'(:'.,/ _,



FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY r_.Jn,v, nr--uur-ol run /_l_l/-tLlrOIO PAGE I OF
I I-I*_ZARD 'DENT'F'CAT'ON T'ME REQU'RED _i___" ._._:_= _'

PROJECT ...TpL iOFSNO' /¢72, 0_/9 Non Hazard .._' Reactive FI NORMAL _ DAYS L_-_L_,_a_'_a_'_-'_-_l_t --_fl_

. Skinlrritant [] Infectious [] RUSH E_...DAYS '-_L_ ''-'lL_f_-__ L&__--' '"._
SAkbP[-ER(Name) _SAMPLERS_nature) ANALYSES REQUIRED

%

NUMBER CONTAINER SAMPLE MATERIAL _ t,_ .... _ _'_i_ _m - ,_-'_,' = ·SAMPLE TIME DATE OF
OTHER _ ',_ ._-,----,;F=-- _,. .....

NUMBER COLLECTED COLLECTED CONTAINERS SIZE(S) WATER SOIL (Describe) _ _;_ ¢. .'lr_p___ -.--[ILi_/l_ it_il_r_l _ _

LABORATORY INSTRUCTIONs/cOMMENTS _ ,.':i___ b:_.. _, - ,- ,

IREUNQUISHEDBY (Signature) iDATE _RECEIVEDBY (Signature) .REUNOUISHI_DBY (Signature) t DATE IRECEIVEDBY (Signature) [.l_J Il_'_"_ I' ''

COM_"NY ' I/f '') "TIME _-/ .?iC(:)MPAN¥ ::'/, !:'"".. COMPANY TIME ,coMPANy _--_._,.4_ _T. ---_'__.w4_.,: _._



MONTGOMERY LASORATORIES COOLER REC"_FT FORM

"_'" PROJECT; _/,.P_£W_'-_ Date Received: _. 9- _-_

i i.'se other s:ae of this form to note further details concerninl[ c_eck.,n proC)lems _

and to rinser:ne any act,ones) rezardinl the rcso,k ,_"&}atsl o( problems.

:! A. PR£I..IbIINARY EXAMINATION: Date cooie_"'/ /_ued: 6' 2-oo

,y ( p r i n t i _ _.__._.-r'l__..t-j.._ ___c_______ ($ i, n I o____, ?_b_:: ._ .....
1. Did cooler come wit >' shipping slip {air bill._etl No

If Y£S. atract' & enter carrier and lir bifik 1_. c,_o_' .... _. _ _ g';,,'ct._t_.7

No
2. Were custody seals on outside o[ cooler? 7.-. _.aT_t_(: _-t_

If YF..S. barf manr & where:

Ir Yes. cater tt:e foilowinl: seal date: $-.2.-_c, , sell name: __._,_,D /

J. Were custody seals unbroken & intact at delivery? No

4. Were custody papers scaled in bag & taped to lld". Yes _o

c. Were custoay papers filled out property (ink. etc.) _cs No

6. Did you sizn custocly papers in appropriate place! e_
.N 0

7. Was projec_ identiflable from custody pipers? Y_ No

,t. Have desitnated person(s) initial to ictnowtedte receipt: /L)_--_eate) _-_'-OC)

B. LOG-IN PHASE: Date samples were iotZe_ _'3-_ by:
(print) _ · o_ o..e._ _(sifn)/ _ , ,

I \
9. Describe pacifier: _ /

¢tO. Ir required, was enoutt: ice used? No _-Cr t _ 7 °c''

lt. Were all bottles sealed in separate plastic balls. _ No

!_.. Did all bottles arrive unt:ro&en/iu Zood conditiou? fy% '_ o

la. Were all bottle labels complete tlD._ate_ztn.presl _. Y_ es_ ','o

14. Did all bottle labels atree with c:;jtOdT papers? _ '_ ·
If NO. indicate clescrepincies on bac&.

15. Were carreet containers useed for the anilytcs? ¥t(_ No

16. Were correct preservntIvrs use_ _#ei required? Y_ -'qo

IT. Was sufficient amount of sample sent for test%q _ No
%,,,_ Il. Bubbles at:sent in VOX vials. 4 .Ne _x'c,_l_T ' _c__

If NO. list by sample id o n b3et. " _ _,_c..k.

19. Wis Client Services ,alarmed of problems: Y(_.// N ·





MONTGOMERY wATsoN LABORATORIESa Divisionof MontgomeryWatsonAmericas,Inc
555EastWalnut Street
Pasadena,California91101

%_'w'/ TeI: 6265686400Fax:6265686324
1800566LABS(I 8005665227)

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Aha , CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSUE /:,f//

DEB* Debbie Frank Report#: 68567
ProjectManager JPL

Laboratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 28 page[s].



(_ MONTGOMERY WATSON LABORATORIES
Laboratory

a Division of Montgomery Watson Americas. Inc. Data Report
555 East Walnut Street _ 6 8 5 6 7

Pasadena, California 91101

'k_.... Te I: 626 568 6400 Fax: 626 568 6324

t 800566LABS(I 80056652271

Foster Wheeler Environmental Corp Samples Received
Mark Cutler 08/02/00
1940 E Deere St, Ste 200

Santa Aha, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-031 (2008030130) Sampled on 08/02/00 08:55

08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 147 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 5.75 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/16/00 12:00 121266 ML/EPA 200.7 Calcium, Total, ICAP 63 mg/1 1.0 1

08/17/00 02:56 ML/SM1040 Cation Sum 6.13 meq/1 0.0010 1

08/04/00 12:00 121113 ML/EPA 300 Chloride 27.9 mg/1 2.0 2

08/17/00 12:00 121950 CADHS/EPA314 Perchlorate 410 ug/1 40 10

08/10/00 02:50 SM2320B/E310.1) Carbonate as CO3, Calculated 0.463 mg/1 0.0010 1

AR/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS 41 ug/1 10 1

08/02/00 06:06 121004 ML/SW 7196 ) Mexavalent chromium (Ct VI) 0.019 mg/1 0.005 1

_,w 08/08/00 12:00 121201 ML/S2510B ) Specific Conductance 535 umho/cm 4.0 1

08/17/00 08/18/00 12:00 121985 EPA/ML 200.8 } Iron, Total, ICAP/MS 210 ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 179. mg/1 0.0010 1

08/07/00 08/16/00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICA_ 2.9 mg/1 1.0 1

08/07/00 08/16/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 21 mg/1 0.10 1

08/07/00 08/16/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 27 mg/1 1.0 1

08/04/00 12:00 121115 ML/EPA 300.0 ) Nitrate-N by IC 9.97 mg/1 0.20 2

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121212 S4500HB/E150.1) Lab pH 7.6 Units 0.0010 1

08/04/00 12:00 121117 ML/EPA 300.0 ) Sulfate 63.0 mg/1 4.0 2

08/07/00 12:00 121515 SM2540C/E160.1) Total Dissolved Solid (TDS) 370 mg/1 10 1

1,4-Dioxane

08/03/00 08/11/00 12:00 121625 ( ML/SW 8270 ) 1,4-Dioxane ND ug/1 3.0 1

( Surrogate ) 2-Flurobiphenyl 90 % Rec

( Surrogate ) Nitrobenzene-d5 80 % Rec

( Surrogate ) Terphenyl-dl4 57 % Rec

N-Nitroso dimethylamine (NDMA)

08/04/00 08/09/00 12:00 121530 ( MD/EPA 1625MOD) N-Nitroso dimethylamine (NDMA) ND ng/1 2.0 1

( Surrogate ) MDMA-D6 76 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

Regulated VOCs plus Lists l&3
08/04/00 12:00 121325 ML/EPA 524.2 ' 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethylene 0.7 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane 0.6 ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524.2 1,2 -Dichloropropane ND ug/1 0.50 1 '_J_

08/04/00 12:00 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene NB ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride 8.6 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) 8.8 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilation

08/04/00 12:00 121325 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB} ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p Xylenes ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

_%_ 08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 _21325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) 20 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 111 % Rec

Surrogate 4-Bromofluorobenzene 90 % Rec

Surrogate Toluene-d8 96 % Rec
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-032 (2008030135) Sampled on 08/02/00 09:00

08/17/00 08/21/00 12:00 122107 ( S3113B/B200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/17/00 12:00 121950 ( CADHS/EPA314 ) Perchlorate 420 ug/1 40 10

08/17/00 08/18/00 12:00 121984 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS 44 ug/1 10 1

08/02/00 06:06 121004 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) 0.018 mg/1 0.005 1

08/17/00 08/18/00 12:00 121986 ( EPA/ML 200.8 } Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 I

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethylene 0.7 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,t-Dichloropropene ND ug/1 0.50 1 '_._'

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane 0.5 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone {MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride 8.8 ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 _2:00 121325 ML/EPA 524.2 cis-l,3~Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) 8.5 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ftuorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

_x_ 08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 _21325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) 20 ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans~l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 Unknown 5.26 1.0 ug/L 1

Surrogate 1,2-Dichloroethane-d4 110 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec
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(continue d)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 96 % Rec

MW-002-013 (2008030136) Sampled on 08/02/00 11:25

08/10/00 12:00 121430 ($M2320B/E310.1) Alkalinity 114 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 ) Anion Sum 3.23 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/16/00 12:00 121266 ML/EPA 200.7 ) Calcium, Total, ICAP 44 mg/1 1.0 1

08/17/00 02:56 ML/SM1040 ) Cation Sum 4.17 meq/1 0.0010 1

08/04/00 12:00 121113 ML/EPA 300 ) Chloride 8.20 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/10/00 02:50 SM2320B/B310.1) Carbonate as CO3, Calculated 0.180 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/02/00 06:06 121004 ML/SW 7196 ) Hexavalent chromium (Ct VI} ND mg/1 0.005 1

08/08/00 12:00 121201 ML/S2510B ) Specific Conductance 350 umho/cm 4.0 1

08/17/00 08/18/00 12:00 121985 BPA/ML 200.8 ) Iron, Total, ICAP/MS 140 ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HC03,calculated 139. mg/1 0.0010 i _z

08/07/00 08/16/00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICAP 3.1 mg/1 1.0 1

08/07/00 08/16/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 14 mg/1 0.10 1

08/07/00 08/16/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 17 mg/1 1.0 1

08/04/00 12:00 121115 ML/EPA 300.0 ) Nitrate-N by IC 2.98 mg/1 0.10 1

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121212 S4500HB/E150.1) Lab p_ 7.3 Units 0.0010 1

08/04/00 12:00 121117 ML/BPA 300.0 ) Sulfate 24.5 mg/1 2.0 1

08/07/00 12:00 121515 SM2540C/E160.1) Total Dissolved Solid (TDS) 220 mg/1 10 1

Regulated VOCs plus Lists 1&3
08/04/00 12:00 121325 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND up/1 0.50 1

08/04/00 12_00 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1
%

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochtoromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlerodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 Mr,/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tranS-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 _2_325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 106 % Rec '_/

Surrogate 4-Bromofluorobenzene 98 % Rec

Surrogate Toluene-d8 96 % Rec

MW-007-014 (2008030137) Sampled on 08/02/00 02:40
08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 158 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 8.55 meq/1 0.0010 !

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/08/00 12:00 121266 ML/EPA 200.7 Calcium, Total, ICAP 99 mg/1 1.0 1

08/10/00 02:56 ML/SM1040 Cation Sum 8.99 meq/1 0.0010 1

08/04/00 12:00 121113 ML/EPA 300 Chloride 91.0 mg/1 2.0 2

08/11 f00 12: 00 121661 CADHS/EPA314 Perchlorate 4.1 ug/1 4.0 1

08/10f00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 0.250 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS 51 ug/1 10 1

08/02100 06:06 121004 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/08_00 12:00 121201 ML/S2510B ) Specific Conductance 770 umho/cm 4.0 1

08/17/00 08/18100 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS 850 ug/1 100 1

08/10 f00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 193. mg/1 0.0010 1

08/07/00 08/08'00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICAP 2.3 mg/1 1.O 1

08/07/00 08/08/00 12:00 121305 ML/EBA 200.7 ) Magnesium, Total, ICAP 32 mg/1 0.10 1

08/07/00 08/08/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 31 mg/1 1.0 i
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121115 ( ML/EPA 300.0 ) Nitrate-N by IC 10.1 mg/1 0.20 2

08/17/00 08/18/00 12:00 121986 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121212 (S4500HB/E150.1) Lab pH 7.3 Units 0.0010 1

08/04/00 12:00 121117 ( ML/EPA 300.0 ) Sulfate 101 mg/1 4.0 2

08/07/00 12:00 121515 (SM2540C/E160.1) Total Dissolved Solid (TDS) 540 mg/1 10 1

Regulated VOCs plus Lists l&3

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 t,l-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichtoropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene {1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 t

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/l 5.0 .1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3-Dichloropropene ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 _

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB)' ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 119 % Rec

Surrogate 4-Bromofluorobenzene 95 % Rec

Surrogate Toluene-d8 98 % Rec
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-108 (2008030138) Sampled on 08/02/00 02:45

Regulated VOCs plus Lists l&3
08/04/00 12:00 121325 ML/EPA 524.2 1,I,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND u_/1 0.50 t

_-_"_' 08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 t,3,5-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND u9/1 0.50 i

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3_Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 I

08/04/00 12:00 121325 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) o-Xylene ND ug/1 0.50 1 '_--_

08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (I,2-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichl0ropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 .1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

Surrogate 4-Bromofluorobenzene 92 % Rec

Surrogate Toluene-d8 96 % Rec
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Foster Wheeler Environmental Corp

QC Batch #121004 - Hexavalent chromium (er VI) Analysis Date: 08/02/2000

2008030130 MW-002-031

2008030135 MW-002-032

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121113 - Chloride Analysis Date: 08/04/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

Qc Batch #121115 - Nitrate-N by IC Analysis Date: 08/04/2000

2008030130 MW-002-031

_--_ 2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121117 - Sulfate Analysis Date: 08/04/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121201 - Specific Conductance AnalYsis Date: 08/08/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121212 - Lab pH Analysis Date: 08/08/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014
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Foster Wheeler Environmental Corp

(continued)

QC Batch #121266 - Calcium, Total, ICAP Analysis Date: 08/16/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121303 - Potassium, Total, ICAP Analysis Date: 08/16/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121305 - Magnesium, Total, ICAP Analysis Date: 08/16/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121310 - Sodium, Total, ICAP Analysis Date: 08/16/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121325 - Regulated VOCs plus Lists l&3 Analysis Date: 08/04/2000

2008030130 MW-002-031

2008030135 MW-002-032

2008030136 MW-002-013

2008030137 MW-007-014

2008030138 MW-002-108
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Foster Wheeler Environmental Corp
(continued)

Qc Batch #121430 - Alkalinity Analysis Date: 08/10/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121515 - Total Dissolved Solid (TDS) Analysis Date: 08/07/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

)Batch #121530 - N-Nitroso dimethylamine (NDMA)Analysis Date: 08/09/2000

2008030130 MW-002-031

QC Batch #121625 - 1,4-Dioxane Analysis Date: 08/11/2000

2008030130 MW-002-031

QC Batch #121661 - Perchlorate Analysis Date: 08/11/2000

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch %121950 - Perchlorate Analysis Date: 08/17/2000

2008030130 MW-002-031

2008030135 MW-002-032

QC Batch #121984 - Chromium, Total, ICAP/MS Analysis Date: 08/18/2000

2008030130 MW-002-031

2008030135 MW-002-032

2008030136 MW-002-013

2008030137 MW-007-014
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Foster Wheeler Environmental Corp

(continued)

QC Batch #121985 - Iron, Total, ICAP/MS Analysis Date: 08/18/2000

2008030130 MW-002-031

2008030136 MW-002-013

2008030137 MW-007-014

QC Batch #121986 - Lead, Total, ICAP/MS Analysis Date: 08/18/2000

2008030130 MW-002-031

2008030135 MW-002-032

2008030136 MW-002-013

2008030137 MW-007-014

J

QC Batch #122107 - Arsenic, Total, GF Analysis Date: 08/21/2000 _'__J_

2008030130 MW-002-031

2008030135 MW-002-032

2008030136 MW-002-013

2008030137 MW-007-014
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Group Comments

(Balance) For samples MW-00-031, and -013 the anion sum and

the cation sum RPD exceeds the recommended range. The results
are confirmed and the cause is not known.

(Saunple#: 2008030130)
Test: NDMA-d6

limit 70 to 130%.

Confluents - Page 1 of 1



(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 5 6 7
Pasadena, California 91101

\"_'_ 're 1: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp

QC Batch #121004 Hexavalent chromium (er VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Ct VI) 0,050 0.052 104,0 ( 78.00 - 118.00 )

LCS2 Hexavalent chromium (Ct VI) 0.050 0.052 104.0 ( 78.00 - 118.00 ) 0.00

MBLK Hexavalent chromium (Ct VI) ND

MS--2008030137 Hexavalent chromium (Cr VI) 0.050 0.050 100.0 ( 80.00 - 120.00 )

MSD-~2008030137 Hexavalent chromium (Ct VI) 0.050 0.051 102,0 ( 80.00 - 120.00 )

QC Batch #121113 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08030192 0.00 - 0.00

LCS1 Chloride 25 24.2 96.8 90.00 - 110.00

_ LCS2 Chloride 25 24.2 96.8 90,00 - 110.00 0.00

MBLK Chloride ND

MS Chloride 25 26.3 105.2 80.00 - 120.00

MSD Chloride 25 26.1 104.4 80.00 - 120.00 0.76

QC Batch #121115 Nitrate-N by IC

QC Analyts Spiked Recovered Yield {%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08040290 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.52 100.8 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.52 100.8 94.00 - 106.00 0.00

MBLK Nitrats-N by IC ND

MS Nitrate-N by IC 2.5 2.60 104.0 85.00 - 118.00

MSD Nitrats-N by IC 2.5 2.59 103,6 85.00 - 118.00 0.39

"_w_" Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121117 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08030192 ( 0.00 - 0.00

LCS1 Sulfate 50 48.$ 97.6 ( 95.00 - 104.00

LCS2 Sulfate 50 48.9 97.8 ( 95.00 - 104.00 0.20

MBLK Sulfate ND

MS Sulfate 50 52.9 105.8 ( 97.00 ~ 112.00

MSD Sulfate 50 52.9 105.8 ( 97.00 - 112.00 0.00

QC Batch #121201 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008030192 Specific Conductance 460 460 ( 0.00 - 20.00 0.0 '_

QC Batch #121212 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008040285 Lab pH 7.9 7.9 ( 0.00 - 20.00 ) 0.0

QC Batch #121266 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08020005 0.00 - 0.00

LCS1 Calcium, Total, ICA_ 50 51.1 102.2 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 52.0 104.0 85.00 - 115.00 1.7

MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 53.3 106.6 70.00 - 130.00

MSD Calcium, Total, ICAP 50 54.9 109.8 70.00 - 130.00 3.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. :r_'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory' only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121303 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 ( 0.00 ~ 0.00 )

LCS1 Potassium, Total, ICAP 20 20.9 104.5 ( 80.00 - 110.00 )

LCS2 Potassium, Total, ICAP 20 20.6 103.0 ( 80.00 ~ 110.00 ) 1.4

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 23.8 119.0 ( 80.00 - 120.00 )

MSD Potassium, Total, ICAP 20 21.0 105.0 ( 80.00 - 120.00 ) 13

QC Batch #121305 Magnesium, Total, ICAP

_, QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 ( 0.00 ~ 0.00 )

LCS1 Magnesium, Total, ICAP 20 20.3 101.5 ( 97.00 ~ 115.00 )

LCS2 Magnesium, Total, ICAP 20 20.5 102.5 ( 97.00 ~ 115.00 ) 0.98

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 21.0 105.0 ( 74.00 ~ 130.00 )

MSD Magnesium, Total, ICAP 20 20.8 104.0 ( 74.00 - 130.00 ) 0.96

QC Batch #121310 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 0.00 _ 0.00 )

LCS1 Sodium, Total, ICAP 50 51.9 103.8 94.00 ~ 112.00 )

LCS2 Sodium, Total, ICAP 50 51.2 102.4 94.00 ~ 112.00 ) 1.4

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 54.3 108.6 82.00 ~ 114.00 )

MSD Sodium, Total, ICAP 50 48,5 97.0 82.00 - 114.00 ) 11

'%.,_,,z Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DI/P are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #121325 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1, 1,2 -Tetrachloroethane 4 4.38 109.5 70.00 - 130.00 )

MBLK 1,1,1, 2- Tetrachloroethane ND

LCS1 1, 1, 1-Trichloroethane 4 4.37 Z09.2 76.00 - 116.00 )

MBLK 1,1, 1-Trichloroethane ND

LCS1 1, 1, 2,2-Tetrachloroethane 4 4.40 110.0 72.00 - 117.00 )

MBLK 1,1, 2,2 -Tetrachloroethane ND

LCS1 1, 1,2-Trichloroethane 4 4.53 113.2 71.00 - 116.00 )

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.37 109.2 71.00 - 125.00)

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.13 103.2 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.05 101.2 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.16 104.0 70.00 - 130.00 2.7

LCS1 1, 1-Dichloropropene 4 4.03 100.8 70.00 - 130.00

MBLK 1,1 -Dichloropropene ND

LCS1 1,2,3 -Trichlorobenzene 4 4.53 113.2 70.00 - 130.00

MBLK I,2,3 -Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 4.72 118.0 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 4.41 110.2 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCSl 1,2,4-Trimethylbenzene 4 4.15 103.8 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.67 116.8 70.00 - 130.00

MBLK 1,2 -Dichloroethane ND

LCS1 1,2-Dichloropropane 4 4.17 104.2 77.00 - 122.00

MBLK 1,2 -Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 4.15 103.8 70.00 - 130.00 )

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 8.89 111.1 70.00 - 130.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _/

Criteria for MS and PUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 1,3-Dichloropropane 4 4.55 113.8 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p Dichlorobenzene (1,4-DCB) 4 4.26 106.5 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Diehloropropane 4 4.35 108.7 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 39.2 98.0 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 4.12 103.0 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 4.18 104.5 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 38.5 96.2 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 08030136 0.00 - 0.00

LCS1 Benzene 4 4.27 106.7 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.11 102.8 70.00 - 130.00

MSD Benzene 4 4.18 104.5 70.00- 130.00 1.7

LCS1 Bromobenzene 4 4.32 108.0 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 1.66 83.0 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.29 107.2 75.00 - 124.00 ) i

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.30 107.5 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.14 103.5 70.00- 130.00

MSD Chlorobenzene 4 4.16 104.0 70.00 - 130.00 0.48

LCS1 Carbon Tetrachloride 4 4.26 106.5 70.00 - 130.00

MBLK CarbonTetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.77 119.2 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.37 109.2 74.00 - 124.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.45 111.2 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.85 92.5 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyi Chloride) 2 1.91 95.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.66 116.5 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.61 115.3 70.00 ~ 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.39 109.7 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.29 107.2 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.29 107.2 70.00 _ 130.00

MBLK Ethyl benzene ND L/

LCS1 Dichlorodifluoromethane 2 2.18 109.0 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 1.97 98.5 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.85 96.2 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.97 99.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 4.26 106.5 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.60 107.5 74.00 - 116.00

MBLK m,p-Xylenes ND

LCSI Naphthalene 4 4.55 113.8 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 4.07 101.8 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.21 105.2 70.00 - 130.00 )

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.30 107.5 72.00 - 118.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. '_w,_/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB} 4 4.35 108.7 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.22 105.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 4.02 100.5 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 4.02 100.5 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.56 114.0 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 110 110.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 110 110.0

MS 1,2-dichloroethane-d4 100 112 112.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 105 105.0 80.00 - 127.00 6.5

LCS1 Toluene-d8 100 98 98.0 91.00 - _07.00
\

_'_ MBLK Toluene-d8 100 96 96.0

MS Toluene-d8 100 96 96.0 91.00 - 107.00 )

MSD Toluene-d8 100 99 99.0 91.00 - 107.00 ) 3.1

LCS1 4-Bromofluorobenzene 100 98 98.0 86.00 - 115.00 )

MBLK 4-Bromofluorobenzene 100 94 94.0

MS 4-Bromofluorobenzene 100 98 98.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00 ) 1.0

LCS1 trans-l,2-Dichloroethylene 4 4.34 108.5 70.00 - 130.00 )

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.98 99.5 70.00 - 130.00 )

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.02 100.5 72.00 - 117.00 )

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 3.86 96.5 70.00 - 130.00 )

MSD Trichloroethylene (TCE) 4 3.98 99.5 70.00 - 130.00 ) 3.i

LCS1 Trichlorotrifluoroethane(Freon 2 1.95 97.5 70.00 - 130.00 )

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.31 107.7 74.00 - 117.00 )

MBLK Toluene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

MS Toluene 4 4.11 102.8 ( 70.00 - 130.00

MSD Toluene 4 4.19 104.8 ( 70.00 - 130.00 1.9

LCS1 Vinyl chloride (VC) 2 1.79 89.5 ( 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

QC Batch #121430 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020664 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 95.7 99.5 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 96.1 99.9 ( 96.00 - 107.00 0.42

MBLK Alkalinity ND

MS Alkalinity 96.2 94.7 98.4 ( 80.00 - 120.00

MSD Alkalinity 96.2 94.4 98.1 ( 80.00 - 120.00 0.32

QC Batch #121515 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008020328 Spiked sample Lab # 20 558 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 182 104.0 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 716 102.3 ( 85.00 - ll5.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #121530 N-Nitroso dimethylamine (NDMA)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 N-Nitroso dimethylamine (NDMA) 10 8.6 86.0 70.00 - 130.00

LCS2 N-Nitroso dimethylamine (NDMA) 2 2.4 120.0 70.00 - 130.00

MBLK N-Nitroso dimethylamine (NDMA) ND

MS N-Nitroso dimethylamine (NDMA) 2 2.4 120.0 70.00 - 130.00 )

MSD N-Nitroso dimethylamine (NDMA) 2 2.0 100.0 70.00 - 130.00 ) 18

LCS1 NDMA-d6 20 15.0 75.0 60.00 - 130.00 )

LCS2 NDMA-d6 20 14.1 70.5 60.00 - 130.00 ) 6.2

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _?

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

MBLK NDMA-d6 20 14.6 73.0

MS NDMA-d6 20 14,1 70.5 ( 60.00 - 130.00

MSD NDMA-d6 20 15.5 77.5 ( 60.00 - 130.00 9.5

QC Batch #121625 1,4-Dioxane

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

LCS1 1,4-Dioxane 10 9.8 98.0 70.00 - 130.00

MBLK 1,4 -Dioxane ND

MS 1,4-Dioxane 10 12.4 124.0 70.00 - 130.00

MSD 1,4-Dioxane 10 12.4 124.0 70.00 - 130.00 0.00

MS Spiked sample Lab # 20 08020006 0.00 - 0.00

QC Batch #121661 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07310123 0.00 - 0.00

LCS1 Perchlorate 25.0 24.0 96.0 90.00 - 110.00

LCS2 Perchlorate 25.0 27.0 108.0 90.00 - 110.00 12

MBLK Perchlorate ND

MS Perchlorate 20.0 22.3 111.5 75.00- 125.00

MSD Perchlorate 20.0 19.8 99.0 75.00- 125.00 12

QC Batch #121950 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08030135 0.00 - 0.00

LCS1 Perchlorate 25.0 25.4 101.6 90.00 - 110.00

LCS2 Perchlorate 100 106 106.0 90.00 - 110.00

MBLK Perchlorate ND

MS Perchlorate 20.0 22.0 110.0 75.00 - 125.00

MSD Perchlorate 20.0 21.1 105.5 75.00 - 125.00 4.2

_'_,,_.,_' Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, Unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121984 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 0.00 - O.00

LCS1 Chromium, Total, ICAP/MS 100 97 97.0 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 98 98.0 85.00 - 115.00 1.0

MBLK Chromium, Total, iCAP/MS ND

MS Chromium, Total, ICAP/MS 100 95 95.0 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 94 94.0 77.00 - 119.00 1.1

QC Batch #121985 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08030007 ( 0.00 - 0.00 _f

LCS1 Iron, Total, ICAP/MS 500 497 99.4 ( 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 514 102.8 85.00 - 115.00 3.4

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 613 122.6 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 575 115.0 70.00 - 130.00 6.4

QC Batch #121986 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 O. O0 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 20.4 102.0 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 20.1 100.5 87.00 - 108.00 1.5

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00

MSD Lead, Total, ICAP/Z4S 20.0 21.5 107.5 75.00 - 119.00 4.3

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. '_ /

Criteria for NS and DUP are advisory only, batch control is based on LOS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES QC Reporta Division of Montgomery Watson Americas, Inc.
555 East Walnut Street # 6 8 5 6 ?
Pasadena, California 9110!

'"_' Tel: 626 568 6400 Fax: 626568 6324

1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #122107 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 0.O0 - 0.00 )

LCS1 Arsenic, Total, GF 0.020 0.0193 96.5 85.00 - 115.00 )

LCS2 Arsenic, Total, GF 0.020 0.0193 96.5 85.00 - 115.00 ) 0.00

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0216 108.0 70.00 - 130.00 )

MSD Arsenic, Total, GF 0.020 0.0217 108.5 70.00 - 130.00 ) 0.46

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory 'only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES a ua !i t y Envi ronment a ! Ana / r si s
A division of Montgomery Watson Americas, inc.

August 26, 2000

Mark Curler

Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 68578 (MW-002-017, MW-002-001, MW-002-038, MW-002-111)

Sampled: August 3, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summaryfollows:

Non-conformance (LCS, MS/lVISD, Surrogates, and Holding Times)None

Samples requiring dilution (with increased MRL's):
MW-002-001 is diluted for anions

Method blanks with compounds detected:
None

Comments:

_-._ CATION/ANION balance: MW-002-001 and 038 do not meet in-house limits. The individual parameters
were confirmed and the balance still exceeds the expected RPD.
Summary of LEVEL W detected parameters:

None
TIC's:

None
Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None

Sincerely; _

Debbie Frank

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenter SouthernCaliforniaServiceCenter
555EastWalnutStreet 4625S.WendlerDdve-Suite1131340TreatBoulevard-Suite300 30CorporatePark-Suite303
Pasadena,California91101 Tempe,Arizona85282 WalnutCreek,California94596 Irvine,California92606
Tel:6265686400 Tel:6027481448 Tel:9252742322 Te$:9492221845
Fax:6265686324 Fax:6027481450 Fax:9259451760 Fax:9492221849



(_ "'_.,'_' _ 5 NU__-_ 35i'l3
FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE / OF /

I I HAZARDIDENTIFICATION TIME REQUIRED
'PROJEOT OFSNO/¢..73, L.3/2..._>.-

NonHazard _' Reactive [] NORMAL _,_ DAYS
I PROJECTADDRESS I/_

]q_'00 ()_k 6rOI/_ _)J/';_. Y_.._'_deV{C_. / :A Flammable E_ Toxic ['-[. Skin Irritant [] infectious [] RUSH []_ DAYS

tS_'_LL;_{r'_(:}_ L, //,.L._)f [SA_,PLER(S?._?ure) , ANALYSES
I L'/_BORATORY

SAMPLE MATERIAL
NUMBER CONTAINERSAMPLE TIME DATE OF

NUMBER COLLECTEDCOLLECTEDCONTAINERS SIZE(S) OTHER
(Describe)

'ff_-°o2'_lil ti: _ _ _i._,;,,_

H,';;:_;:iii /52: 2. .7r _Io

LABORATORYINSTRUCTIONS/COMMENTS

RELINQUISHEDBY(Signature) IDAT_ RECEIVE_BY(Signature) RELINQUISHEDBY{Signature} i DATE _iRECEIVEDBY(Signature}
' " :'i.::": '.,'r !';'::'!.l _

COMPANY , / *_ME I¢OM_ANY COMPANY TM_ t¢0M_A_V



MONTGOMERY LABORATORIES COOLER Rte'El2 p'F FORM

_._...t PROJECT: _/_C+f _ Date Recezved: _-_ _--_O

Use other s_ae o[ this form to note further details concernint ctzecic.ln prot)lems -?

,nd To descrane 2ny 3croon(s) reTardint the resolution(s) of problems.

A. ?RELI?,IINARY EXAMINATTON: Date cooler__ c_-oa-o _'1b, ( p r i n t, .J,___(t_=__._.Z,. (siren, .................
1. Did cooler come wittt sbippinl slip {air bill. ctc.). _ Yes (_

If YES. _ttacb & enter carrier and air bill jr here:

Were custody seals on outside o[ cooler? _ .'4o
" If YEX.'bow man)' & weere: _ o/_ _c/

If Yes. cuter the following: sent date: _--o_-c_.), seal name: _ _)--_

3. Were custody seals unbroken & intnct 3t delivery? Y_ No

4. Were cuStod.v papers staled in hal & t2ped to iid'Z Yes

.c. Were custnd.v papers filled out propert.v (ink. ctc. J _ ._o

6. Did you sizn custod), papers in appropriate place? _ No

7. Was project identifiable from custody papers? _ No

9. DL_cribe paclcint:

LQ. If required, was enoullh ice used? _ No

lt. Were :Lli bottles sealed in segarate plastic bags? _o

t.% Did _tll bottles arrive unDrokeo/in ;Cool condition? '_o

1_. Were _ll bottle l:tbels complete tlD.date.s_n.presJ? '_ o

1.1. Did _11 bottle labels 3tree wit_ custody papers? No
If NO. indicate descrepancies on back.

15. Were correct containers useed for the :_naiytes? ie_s ''q°

16. Were correc_ preservatives used when required? ._o

17. Was soUl, cleat amount of sample sent for renU-_ __ N I
'",_' 11. Bubbles absent in VOA vials? .N

If NO. Ii.st by sample id on back.
19. Wzs Client Services ,nformed of problems. _ Yes





MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatsonAmericas,Inc.
555EastWalnut Street

'\',,_w-' Pasadena,California91101Tel: 6265666400Fax:6205686324
1800566LABS(I 8005665227}

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

SantaAha, CA 92705

Santa Ana, CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSUE

DEB* Debbie Frank Report#: 68578

ProjectManager JPL

Laboratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 25 page[s].



(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 5 7 8
Pasadena, California 91101

'"'"'"_'_ Tel: 626 568 6400 Fax: 626 568 6324

1800 566 LABS { 1800 566 5227)

Foster Wheeler Environmental Corp Samples Received

Mark Cutler 08/03/00
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-017 (2008030189) Sampled on 08/03/00 09:45

08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 176 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 5.03 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S31138/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/08/00 12:00 121266 ML/EPA 200.7 Calcium, Total, ICAP 56 mg/1 1.0 1

08/10/00 02:56 ML/SM1040 Cation Sum 5.24 meq/1 0.0010 1

08/04/00 12:00 121113 ML/EPA 300 Chloride 18.1 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 0.697 mg/1 0.0010 1

n8/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

_',_,z 08/03/00 05:26 120987 ML/SW 7196 ) Hexavalent chromium (er VI) ND mg/1 0.005 1
08/08/00 12:00 121201 ML/S2510B ) Specific Conductance 440 umho/cm 4.0 1

08/17/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS 110 ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 214. mg/1 0.0010 1

08/07/00 08/08/00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICAP 3.4 mg/1 1.0 1

08/07/00 08/08/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 17 mg/1 0.10 1

08/07/00 08/08/00 12:00 121310 M_/EPA 200.7 ) Sodium, Total, ICAP 22 mg/1 1.0 1

08/04/00 12:00 121115 ML/EPA 300.0 ) Nitrate-N by IC 0.21 mg/1 0.10 1

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121213 S4500HB/E150.1) Lab pH 7.7 Units 0.0010 1

08/04/00 12:00 121117 ML/EPA 300.0 ) Sulfate 47.2 mg/1 2.0 1

08/07/00 12:00 121515 SM2540C/E160.1) Total Dissolved Solid (TDS) 290 mg/1 10 1

Regulated VOCs plus Lists 1&3

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,1-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,1-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,1-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 ) 1,2,3-Trichlorobenzene ND ug/1 0.50 1

Data Report - Page i of 10



Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, !nc. Data Report
555 East Walnut Street # 6 8 5 ? 8

Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _,_-_

$ 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2~Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2~Pentanone (MIBK) ND ug/t 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1 _/
08/04/00 12:00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Fluorotrichloromethane-FreonI1 ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

Data Report - Page 2 of 10



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 8 5 7 8

, Pasadena, California 9110!

_' Te I: 626 568 6400 Fax: 626 568 6324

1 608 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/i 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 115 % Rec

Surrogate 4-Bromofluorobenzene 92 % Rec

Surrogate Toluene-d8 95 % Rec

MW-002-001 (2008030191) Sampled on 08/03/00 11:45
08/10/00 12:00 121430 SM2320B/E310.1) Alkalinity 192 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 Anion Sum 5.55 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/16/00 12:00 121266 ML/EPA 200.7 Calcium, Total, ICAP 60 mg/1 1.0 1

08/17/00 02:56 ML/SM1040 Cation Sum 5.91 meq/1 0.0010 1

08/04/00 12:00 121113 ML/EPA 300 Chloride 21.4 mg/1 2.0 2

08/11/00 12:00 121661 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 1.21 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/03/00 05:26 120987 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/08/00 12:00 121201 ML/S2510B ) Specific Conductance 500 umho/cm 4.0 1

08/17/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 234. mg/1 0.0010 1

08/07/00 08/16/00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICAP 3.3 mg/1 1.0 1

Data Report - Page 3 of 10



Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas. Inc. Data Report
555 East Walnut Street _ 6 8 5 7 8
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 "_'_'P"

1 800 566 LABS {I 800 566 6227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/07/00 08/16/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 19 mg/1 0.10 1

08/07/00 08/16/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 29 mg/1 1.0 1

08/04/00 12:00 121115 ML/EPA 300.0 ) Nitrate-N by IC 1.50 mg/1 0.20 2

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 } Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121215 S4500HB/E150.1) Lab pH 7.9 Units 0.0010 1

08/04/00 12:00 121117 ML/EPA 300.0 ) Sulfate 48.0 mg/1 4.0 2

08/07/00 12:00 121515 SM2540C/E160.1) Total Dissolved Solid (TDS) 330 mg/1 10 1

Regulated VOCs plus Lists l&3

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1 ,_,
08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane ND ug/I 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND u9/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

'08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND u9/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

Data Report - Page 4 of 10



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

_,j_ 08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 i

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 _2:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 109 % Rec

Surrogate 4-Bromofluorobenzene 93 % Rec
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
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555 East Walnut Street _ 6 8 5 7 8
Pasadena, California 91101
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1 000 560 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 98 % Rec

MW-002-038 (2008030192) Sampled on 08/03/00 01:35

08/10/00 12:00 121430 (SM2320B/E310.1) Alkalinity 178 mg/1 1.0 1

08/10/00 02:55 ML/SM1040 ) Anion Sum 5.19 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/07/00 08/16/00 12:00 121266 ML/EPA 200.7 ) Calcium, Total, ICAP 56 mg/1 1.0 1

08/17/00 02:56 ML/SM1040 ) Cation Sum 5.62 meq/1 0.0010 1

08/04/00 12:00 121113 ML/EPA 300 ) Chloride 20.7 mg/1 1.0 1

08/11/00 12:00 121661 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/10/00 02:50 SM2320B/E310.1) Carbonate as C03, Calculated 1.41 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/03/00 05:26 120987 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/08/00 12: 00 121201 ML/S2510B ) Specific Conductance 460 umho/cm 4.0 1

08/17/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100

08/10/00 02:48 SM2320B/E310.1) Bicarbonate as HCO3,calculated 217. mg/1 0.0010 1

08/07/00 08/16/00 12:00 121303 ML/EPA 200.7 ) Potassium, Total, ICAP 3.2 mg/1 1.0 1

08/07/00 08/16/00 12:00 121305 ML/EPA 200.7 ) Magnesium, Total, ICAP 18 mg/1 0.10 1

08/07/00 08/16/00 12:00 121310 ML/EPA 200.7 ) Sodium, Total, ICAP 29 mg/1 1.0 1

08/04/00 12:00 121115 ML/EPA 300.0 ) Nitrate-N by IC 1.65 mg/1 0.10 1

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121215 S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

08/04/00 12:00 121117 ML/EPA 300.0 ) Sulfate 44.4 mg/1 2.0 1

08/07/00 12:00 121515 SM2540C/E160.1) Total Dissolved Solid (TDS) 300 mg/1 10 1

Regulated VOCs plus Lists l&3

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 1213'25 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12: O0 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 _21325 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524 .2 Chlorodibromomethane ND ug/1 0 .50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Di chlorodi f luoromethane ND ug/1 0.50 1

08/04/00 12: 00 121325 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m~Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene {PCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 113 % Rec

Surrogate 4-Bromofluorobenzene 103 % Rec

Surrogate Toluene-d8 98 % Rec

MW-002-111 (2008030193) Sampled on 08/03/00 01:25

Regulated VOCs plus Lists 1&3
08/04/00 12:00 121325 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,I-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilutio_

08/04/00 12:00 121325 ML/_PA 524.2 1,3-Dichloropropane ND up/1 0.50 1

08/04/00 12:00 -121325 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND up/1 0.50 1

08/04/00 12:06 121325 ML/EPA 524.2 2,2-Dichloropropane ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Chlorotoluene ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 p-Chlorotoluene ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND up/1 5.0 i

08/04/00 12:00 121325 ML/EPA 524.2 Benzene ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 cis-l,3-Dichloropropene ND up/1 0.50 1
_ 08/04/00 12:00 _21325 ML/EPA 524.2 Bromoform

ND up/1 0.50 1

_- 08/04/00 12:00 121325 ML/EPA 524.2 Chloroform (Trichloromethane) ND up/1 0.50 i

08/04/00 12:00 121325 ML/EPA 524.2 Bromochloromethane ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Cbloroethane ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dibromomethane ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Bromodichloromethane ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Dichloromethane ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Rthyl benzene ND up/1 0.50 1

08/04/00 12:00 121325 ML/E524.2/624 Dichlorodifluoromethane ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Hexachlorobutadiene ND up/1 0,50 1

08/04/00 12:00 121325 ML/EPA 524.2 Isopropylbenzene ND up/1 0,50 1

08/04/00 12:00 121325 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 m,p_Xylenes ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Naphthalene ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n-Butylbenzene ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 n_Propylbenzene ND up/1 0,50 1

08/04/00 12:00 121325 ML/EPA 524.2 o-Xylene ND up/1 0.50 1

0B/04/00 12:00 121325 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB} ND up/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Tetrachloroethylene (PCE) ND up/1 0.50 1

Data Report - Page 9 of 10



Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 8 5 7 8
Pasadena, California 91101
Te I: 626 568 6400 Fax: 626 568 6324 ,_._i

! 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/04/00 12:00 121325 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/04/00 12:00 121325 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 113 % Rec

Surrogate 4-Bromofluorobenzene 98 % Rec

Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental Corp

QC Batch #120987 - Hexavalent chromium (Cr VI) Analysis Date: 08/03/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121113 - Chloride Analysis Date: 08/04/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121115 - Nitrate-N by IC Analysis Date: 08/04/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121117 - Sulfate Analysis Date: 08/04/2000

2008030189 MW-O02-O17

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121201 - Specific Conductance Analysis Date: 08/08/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121213 - Lab pH Analysis Date: 08/08/2000

2008030189 MW-002-017
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121215 - Lab pH Analysis Date: 08/08/2000

2008_30191 MW-002-001

2008030192 MW-002-038

QC Batch #121266 - Calcium, Total, ICAP Analysis Date: 08/08/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121303 - Potassium, Total, ICAP Analysis Date: 08/08/2000

2008030189 MW-002-017 _-J"

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121305 - Magnesium, Total, ICAP Analysis Date: 08/08/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121310 - Sodium, Total, ICAP Analysis Date: 08/08/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121325 - Regulated VOCs plus Lists l&3 Analysis Date: 08/04/2000

2008030189 MW- 002- 017

2008030191 MW-002-001

2008030192 MW-002-038

2008030193 MW- 002-111
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Foster Wheeler Environmental Corp

(continued)

QC Batch #121430 - Alkalinity Analysis Date: 08/10/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121515 - Total Dissolved Solid (TDS) Analysis Date: 08/07/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

k_ jC Batch #121661 - Perchlorate Analysis Date: 08/11/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121984 - Chromium, Total, ICAP/MS Analysis Date: 08/18/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121985 - Iron, Total, ICAP/MS Analysis Date: 08/18/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038

QC Batch #121986 - Lead, Total, ICAP/MS Analysis Date: 08/18/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW- 002- 038
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Foster Wheeler Environmental Corp
(continued)

QC Batch #122107 - Arsenic, Total, GF Analysis Date: 08/21/2000

2008030189 MW-002-017

2008030191 MW-002-001

2008030192 MW-002-038
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Group Comments

(Balance) For samples MW-00-001 and -038 the anion sum and

the cation sum RPD exceeds the recommended range. The results
are confirmed and the cause is unknown.

Comments - Page i of 1
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Foster Wheeler Environmental Corp

QC Batch #120987 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Ct VI) 0. 050 0. 049 98.0 78.00 - 118.00

LCS2 t{exavalent chromium (Ct VI) 0.050 0.051 102.0 78.00 - 118.00 4.0

MBLK Hexavalent chromium (Cr VI) ND

MS--2008030191 Hexavalent chromium {Ct VI) 0.050 0.048 96.0 80.00 - 120.00

MSD--2008030191 Hexavalent chromium (Cr VI) 0.050 0.050 100.0 80.00 - 120.00

QC Batch #121113 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08030192 ( 0.00 - 0.00 )

LCS1 Chloride 25 24.2 96.8 ( 90.00 - 110.00 )

LCS2 Chloride 25 24.2 96.8 ( 90.00 - 110.00 ) 0.00

MBLK Chloride ND

MS Chloride 25 26.3 105.2 ( 80.00 - 120.00 )

MSD Chloride 25 26.1 104.4 ( 80.00 - 120.00 ) 0.76

QC Batch #121115 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08040290 0.00 - 0.00 )

LCS1 Nitrate-N by IC 2.5 2.52 100.8 94.00 - 106.00 )

LCS2 Nitrate-N by IC 2.5 2.52 100.8 94.00 - 106.00 ) 0.00

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.60 104.0 85.00 - 118.00 )

MSD Nitrate-N by IC 2.5 2.59 103.6 85.00 - 118.00 ) 0.39

'_' Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121117 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits {%) RPD (%)

MS Spiked sample Lab # 20 08030192 ( 0.00 - 0.00

LCS1 Sulfate 50 48.8 97.6 ( 95.00 - 104.00

LCS2 Sulfate 50 48.9 97.8 ( 95.00 - 104.00 0.20

MBLK Sulfate ND

MS Sulfate 50 52.9 105.8 ( 97.00 - 112.00

MSD Sulfate 50 52.9 105.8 ( 97.00 - 112.00 0.00

QC Batch #121201 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008030192 Specific Conductance 460 460 ( 0.00 - 20.00 0.0

QC Batch #121213 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

PUP-2008040003 Lab pH 7.8 7.8 ( 0.00 - 20.00 0.0

QC Batch #121215 Lab pH

QC Analyte Spiked Recovered Yield {%} Limits (%) RPD (%)

DUP-2008040255 Lab pH 7.6 7.6 ( 0.00 - 20.00 0.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _

Criteria for MS and DUi= are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121266 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 08020005 0.00- 0.00

LCS1 Calcium, Total, ICAP 50 51.1 102.2 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 52.0 104.0 85.00 - 115.00 1.7

MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 53.3 106.6 70.00 - 130.00

MSD Calcium, Total, ICAP 50 54.9 109.8 70.00 - 130.00 3.0

QC Batch %121303 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 0.00 - 0.00

LCS1 PotassiL_m, Total, ICAP 20 20.9 104.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.6 103.0 80.00 - 110.00 1.4

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 23.8 119.0 80.00 - 120.00

MSD Potassium, Total, ICAP 20 21.0 105.0 ( 80.00 - 120.00 13

QC Batch #121305 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08020005 ( 0.00 - 0.00 )

LCS1 Magnesium, Total, ICAP 20 20.3 101.5 ( 97.00 - 115.00 )

LCS2 Magnesium, Total, ICAP 20 20.5 102.5 ( 97.00 - 115.00 ) 0.98

MSLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 21.0 105.0 ( 74.00 ° 130.00 )

MSD Magnesium, Total, ICAP 20 20.8 104.0 ( 74.00 - 130.00 ) 0.96

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121310 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020005 ( 0.00 - 0.00 )

LCS1 Sodium, Total, ICAP 50 51.9 103.8 ( 94.00 ~ 112.00 )

LCS2 Sodium, Total, ICAP 50 51.2 102.4 ( 94.00 - 112.00 ) 1.4

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 54.3 108.6 ( 82.00 - 114.00 )

MSD Sodium, Total, ICAP 50 48.5 97.0 ( 82.00 - 114.00 ) 11

QC Batch #121325 Regulated V0Cs plus Lists 1&3

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

LCS1 1, 1, 1,2-Tetrachloroethane 4 4.38 109.5 70.00 ~ 130.00 ) "_""'_/

MBLK 1, 1,1,2 -Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.37 109.2 76.00 ~ 116.00 )

MBLK 1,1,1- Trichloroe thane ND

LCS1 1,1,2,2 -Tetrachloroethane 4 4.40 110.0 72.00 - 117.00 )

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1, 1,2-Trichloroethane 4 4.53 113.2 71.00 ~ 116.00 )

MBLK 1,1,2-Trichloroethane ND

LCSl l, 1-Dichloroethane 4 4.37 109.2 71.00 ~ 125.00 )

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.13 103.2 70.00 ~ 130.00 )

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.05 101.2 70.00 - 130.00 )

MSD l,l-Dichloroethylene 4 4.16 104.0 70.00 - 130.00 ) 2.7

LCS1 1,1-Dichloropropene 4 4.03 100.8 (70.00 _ 130.00 )

MBLK 1, 1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 4.53 113.2 ( 70.00 - 130.00 )

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 4.72 118.0 ( 70.00 - 130.00 )

MBLK 1,2,3 -Trichloropropane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlinin 9. '_/'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

LCS1 1,2,4 -Trichlorobenzene 4 4.41 110.2 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1 ,.2,4-Trimethylbenzene 4 4 .15 103 .8 70 . 00 - 130 .00

MBLK ·1,2,4 -Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.67 116.8 70.00 - 130.00

MBLK 1,2 -Dichloroethane ND

LCS1 1,2 -Dichloropropane 4 4.17 104.2 77.00 - 122.00

MBLK 1,2 -Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 4.15 103.8 70.00 - 130.00

MBLK 1,3,5 - Trimet hylbenzene ND

LCS1 1,3-Dichloropropane 8 8.89 ill.i 70.00 - 130.00

LCS1 1,3 -Dichloropropane 4 4.55 113.8 70.00 - 130.00

MBLK 1,3 -Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 4.26 106.5 ( 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.35 108.7 ( 70.00 - 130.00

MBLK 2,2 -Dichloropropane ND

LCS1 2-Butanone (MEK) 40 39.2 98.0 ( 70.00 - 130.00

MBLK 2 -Butanone (MEK) ND

MBLK 2 -Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 4.12 103.0 70.00 - 130.00 }

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 4.18 104.5 70.00 - 130.00 )

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 38.5 96.2 70.00 - 130.00 }

MBLK 4-Methyl-2-Pentanone (_IBK} ND

MS Spiked sample Lab % 20 08030136 0.00 - 0.00 )

LCS1 Benzene 4 4.27 106.7 76.00 - 122.00 )

MBLK Benzene ND

MS Benzene 4 4.11 102.8 70.00 - 130.00 )

MSD Benzene 4 4.18 104.5 70.00 - 130.00 ) 1.7

LCS1 Bromobenzene 4 4.32 108.0 70.00 - 130.00 )

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 1.66 83.0 70.00 - 130.00 )

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.29 107.2 75.00 - 124.00 )

_-,'" Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK cis-1,2 -Dichloroethylene ND

LCS1 Chlorobenzene 4 4.30 107.5 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.14 103.5 70.00 - 130.00

MSD Chlorobenzene 4 4.16 104.0 70.00 - 130.00 0.48

LCS1 Carbon Tetrachloride 4 4.26 106.5 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK c i s - 1,3 -Di chl o rop ropene ND

LCS1 Bromoform 4 4.77 119.2 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.37 109.2 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.45 111.2 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.85 92.5 70.00 - 130.00

MBLK Chloroethane ND i ,'

LCS1 Chloromethane (Methyl Chloride) 2 1.91 95.5 70.00 - 130.00

MBLK Chloromethane (Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.66 116.5 70.00 - 130.00

MBLK Chl orodibromomet hane ND

LCS1 Dibromomethane 4 4.61 115.3 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.39 109.7 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.29 107.2 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.29 107.2 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 2.18 109.0 70.00 - 130.00

MBLK Dichl orodi fluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 1.97 98.5 71.00 - 118.00 )

MBLK Fluorot riehloromethane- Freonl 1 ND

LCS1 Hexachlorobutadiene 4 3.85 96.2 70.00 - 130.00 )

MBLK Hexachlorobut adiene ND

LCS1 Isopropylbenzene 4 3.97 99.2 70.00 - 130.00 )

MBLK Isopropylbenzene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. '_'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(cent inued)

LCS1 m-Dichlorobenzene (1,3-DCB) 4 4.26 106.5 70.00 - 130-00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.60 107.5 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 4.55 113.8 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 4.07 101.8 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.21 105.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.30 107.5 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 4.35 108.7 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.22 105.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 4.02 100.5 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 4.02 100.5 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.56 114.0 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 110 110.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 110 110.0

MS 1,2-dichloroethane-d4 100 112 112.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 105 105.0 80.00 - 127.00 6.5

LCS1 Toluene-d8 100 98 98.0 91.00 - 107.00

MBLK Toluene-d8 100 96 96.0

MS Toluene-d8 100 96 96.0 91.00 - 107.00 )

MSD Toluene-d8 100 99 99.0 91.00 - 107.00 ) 3.1

LCS1 4-Bromofluorobenzene 100 98 98.0 86.00 - 115.00 )

MBLK 4-Bromofluorobenzene 100 94 94.0

MS 4-Bromofluorobenzene 100 98 98.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00 ) 1.0

LCS1 trans-l,2-Dichloroethylene 4 4.34 108.5 70.00 - 130.00 )

MBLK trans-l,2-Dichloroethylene ND

\"_--" Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 tert-Butylbenzene 4 3.98 99.5 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Tr_chloroethylene (TCE) 4 4.02 100.5 72.00 - 117.00

MBLK 'Trichloroethylene(TCE) ND

MS Trichloroethylene (TCE} 4 3.86 96.5 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 3.98 99.5 70.00 - 130.00 3.1

LCS1 Trichlorotrifluoroethane(Freon 2 1.95 97.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.31 107.7 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.11 102.8 70.00 - 130.00

MSD Toluene 4 4.19 104.8 70.00- 130.00 1.9

LCS1 Vinyl chloride (VC) 2 1.79 89.5 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

QC Batch #121430 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 08020664 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 95.7 99.5 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 96.1 99.9 ( 96.00 - 107.00 0.42

MBLK Alkalinity ND

MS Alkalinity 96.2 94.7 98.4 { 80.00 - 120.00

MSD Alkalinity 96.2 94.4 98.1 ( 80.00 - 120.00 0.32

QC Batch #121515 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2008020328 Spiked sample Lab # 20 558 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 182 104.0 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 716 102.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. '_-"0/

Criteria for MS and DUP are advisory only, batch control is based on ACS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121661 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07310123 0.00 - 0.00

LCS1 Perchlorate 25.0 24.0 96.0 90.00 - 110.00

LCS2 Perchlorate 25.0 27.0 108.0 90.00 - 110.00 12

MBLK Perchlorate ND

MS Perchlorate 20.0 22.3 111.5 75.00 - 125.00

MSD Perchlorate 20.0 19.8 99.0 75.00 - 125.00 12

QC Batch #121984 Chromium, Total, ICAP/MS

, QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)
MS Spiked sample Lab # 20 08020007 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 97 97.0 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 98 98.0 85.00 - 115.00 ) 1.0

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 95 95.0 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 94 94.0 77.00 - 119.00 ) 1.1

QC Batch #121985 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08030007 0.00 - 0.00 )

LCS1 Iron, Total, ICAP/MS 500 497 99.4 85.00 - 115.00 )

LCS2 Iron, Total, ICAP/MS 500 514 102.8 85.00 - 115.00 ) 3.4

MBLK Iron, Total, ICA_/MS ND

MS Iron, Total, ICA_/MS 500 613 122.6 70.00 - 130.00 )

MSD Iron, Total, ICAP/MS 500 575 115.0 70.00 - 130.00 ) 6.4

_/ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DIP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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555EastWalnutStreet # 6 8 5 '7 8
PasBdena,California91101
TeI: 6265686400Fax:6265686324 _,..=J_
1800566LABS(I 8005665227}

Foster Wheeler Environmental Corp

(continued)

QC Batch #121986 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 ( 0.00 ~ 0.00

LCS1 Lead, Total, ICAP/MS 20.0 20.4 102.0 ( 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 20.1 100.5 ( 87.00 _ 108.00 1.5

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 21.5 107.5 ( 75.00 _ 119.00 4.3

QC Batch #122107 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 ( 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0193 96.5 ( 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0193 96.5 ( 85.00 - 115.00 0.00

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0216 108.0 ( 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0217 108.5 ( 70.00 - 130.00 0.46

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. '_

Criteria for MS and DIP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.

QC Report - Page 10 of 10
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({l_} MONTGOMERY WATSON LABORATORIES Quality Environmental Analysis
Adivisionof MontgomeryWatsonAmericas,Inc.

August 26, 2000

Mark Cutler

Foster Wheeler Env/romnental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 68625 (MW-002-016, MW-002-112, MW-002-018, MW-O02-O19)

Sampled: August 4, 2000

Dear Mark,

Enclosed please find data deliverables for the recent IPL project. A detailed quality control (QC) summary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
None

Samples requiring dilution (with increased MRL's):
None

Method blanks with compounds detected:
None

Comments:

'_--'_ Trichloroethylene was detected in MW-002-018, -019
Chromium was detected n MW-002-016, -018
Perchlorate was detected in Mw-002-016, -018, -019

TIC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None.

Sincerely; _/?_ //_

Debbie Frank 6/

Project Manager'

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenterSouthernCaliforniaServiceCenter
555EastWalnutStreet 4625S.WendlerDrive-SuiteI11 1340TreatBoulevard-Suite300 30CorporatePark-Suite303
Pasadena,California91101 Tempe:Arizona85282 WalnutCreek,California94596 Irvine.California92606
Tel:6265686400 Tel:6027481448 Tel:9252742322 Tel:9492221845
Fax:6265686324 Fax:6027481450 Fax:9259451760 Fax:9492221849
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FOSTI=R WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE / OF )

PROJECT_,,_! OFSNO.... .C:_ ; '_ I J HAZARD IDENTIFICATION TIME REQUIRED. ".-__ _ Non Hazard [_].' Reactive [] NORMAL [_'"' DAYS

. .' 'l ': ..... % I Flammable E] Toxic E] _'_,PROJECTADDRESS_'" _'¢( ' _ ' RUSH.DAYS
I SAk_LI_R (Na_et i I SA_/lrI"E R-('Sig nat u re)

! , . ,,¢/._ ./ //_/.._f REQUIRED_:__,I.../"!,'!-I1_":_.,,.:'__. ',\",.t_"i i_'_-_-,,-_·
t l't

lC _ "'i .' _ i C:.?y({f" v' . _i
SAMPLE MATERIAL

SAMPLE TIME DATE NUMBER CONTAINEROF
NUMBER COLLECTED COLLECTEDCONTAINERS SIZE(S) OTHER

(Describe)

'"H _ _°"'_'

--ooZ-il .r,._ ¢2×li0_

! ',/·--u,z' '?/0¢_ '-5 ,'""0'"_,;¢,.,¢_,,¢_._

INSTRUCTIONS/COMMENTS

c,___. -L._L,:.._.t-_.i _.:._C.
/'

/

,,

I I:_NQUISHED BY. fSignature) /'_ DATE RECEIVED BY REUNQUISHED BY (Signature) !DATE RECEIVED BY (Signature)

(SiSnatu m)

0_i J_' '"" _. _;_,'_ I'' _ CoMpAN Y _i:_ ,, ' iCOMPANY
N;( [ _' ! ' [ cOMPANY tTME

dut'r )"',t(.'i'i.i,' -,'_i't(_''! /liT'ME !



, _ (/'./.._ .j

MONTGO_[ERY LABORATORIES COOLER RECF..IFT FORM

"_'"* pROJECT: _ $_C_ .... _ Date R ece_ v ed: ___o__O,_____
U_e other _,d-c-:o-f this form to no't e'' iur_ber aezliis concerninl cnect*an proOlems _'

and to de%crzOe any _ctzon(s) rel_ardint the re$olutionts) of problems.

........ -- ,/9)- O
1. Did cooler come wit s' snippiot slip (air bill. ctc._. · Yes .(,_.._

If YES. at.ch & toter carrier and sir bill ; here:

· No

2. Were custody seals on ou,sJde of cooler.% /,_/ ([_ '
[f YES, 'how nzan! & ,Sere. d,- _ ./'-/,_[_ _ -_- ,a _,, '

Zf Yes. cater the followin_: scsi date: O_-O'_-_ sent name: .__ _L_/

B. Were custody scnb_ unbroken & intact at delivery? _ No

.1. Were custody papers scaled in bait & taped xa Sic[". Yes (_

c Were custod.v papers flUed out property (ink. crc.) _ -

· ilte iace' (_ '
6. D_d you siZu custody papers ie appropr P -

7. Was project identifiable from custody papers? . (_ _°

dc,,,s,ted ,o
S. L.OG-ZN PHA.qE: 01te samples were loltie_"*_l_,,/_'/-_'' by:

· (print) _' O_ _ .(stltn) l

9. £)escrtbe _acfcinc: _/_ o

I0. Il' requJred, v_s enouzfz ice uSed; Y_ ._o _ _c_ c_ C.

Il. Were ail bottles sealed in scpsr:ite plastic baits? _ No

l_. Did ail bottles arrive unbroitcn/in _ood condition? _ '_°[J. Were ali bottle l_beis complete (lD._ate-lt1[n.pre_)? '_o

14. Did all bottle labels 3free with cuStody papers? _ '_ ·

Ir NO. indicate descrepancdes on haole.

1S. Were correct containers u_eed for the 2"alyte 'r*' (_ .'qo

16. Were correct preservttlves used ,hen required? Y_--_ '_ ·

17. Was sufflclent amount of sample sent for tests _* _ ._o

'_.,._11. Bubbles absent ia YOA ,iais? .. Y_ _o _c_T: _ _,Ac_

If NO. l_t b,.v sample id · n bac id- _,_-_19. --:tS C.l_ent $ervtces _nlorn)ed of pro,lens; ._o





MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatsonAmericas, Inc.
555EastWalnut Street
Pasadena,California91101

\'_'_ Tel: 6265686400Fax:6265666324
1 800 566 LABS (I 800 566 5227)

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSUE

2.3

DEB* Debbie Frank Report#: 68625
Projeot Manager JPL

Laboratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page
are QC Report,QC Summary,Data Report, totaling 23 page[s].



MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas,, Inc. Data Report
555 East Walnut Street # 6 8 6 2 5
Pasadena, Cal;fornia 91101

'"'_'_-,,"' Tel: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (! 800 566 5227)

Foster Wheeler Environmental Corp Samples Received

Mark Cutler 08/04/00
1940 E Deere St, Ste 200

Santa Aha, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-016 (2008040253) Sampled on 08/04/00 08:15

08/15/00 12:00 121715 SM2320B/E310.1) Alkalinity 143 mg/1 1.0 1

08/15/00 03:20 ML/SM1040 Anion Sum 4.30 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/11/00 08/14/00 12:00 121675 ML/EPA 200.7 Calcium, Total, ICAP 49 mg/l 1.0 1

08/15/00 03:21 ML/$MI040 Cation Sum 4.53 meq/1 0.0010 1

08/05/00 12:00 121119 ML/EPA 300 Chloride 16.0 mg/1 1.0 1

08/12/00 12:00 121662 CADHS/EPA314 Perchlorate 10 ug/1 4.0 1

08/15/00 03:13 SM2320B/E310.1) Carbonate as CO3, Calculated 0.567 mg/1 0.0010 1

n_/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS 16 ug/1 10 1

08/04/00 04:03 121124 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

_ 08/08/00 12:00 121203 ML/S2510B ) Specific Conductance 405 umho/em 4.0 1

08/17/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS 400 ug/1 100 1

08/15/00 03:11 SM2320B/E310.1) Bicarbonate as HCO3,calculated 174. mg/1 0.0010 1

08/11/00 08/14/00 12:00 121691 ML/EPA 200.7 ) Potassium, Total, ICAP 2.5 mg/1 1.0 1

08/11/00 08/14/00 12:00 121681 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

08/11/00 08/14/00 12:00 121684 ML/EPA 200.7 ) Sodium, Total, ICAP 16 mg/1 1.0 1

08/05/00 12:00 121121 ML/BPA 300.0 ) Nitrate-N by IC 3.29 mg/1 0.10 1

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

08/08/00 12:00 121215 S4500HB/E150.1} Lab pH 7.7 Units 0.0010 1

08/05/00 12:00 121122 ML/EPA 300.0 ) Sulfate 36.3 mg/1 2.0 1

08/09/00 12:00 121512 SM2540C/E160.1) Total Dissolved Solid (TDS) 290 mg/1 10 1

Regulated VOCs plus Lists l&3

08/08/00 12:00 121529 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/t 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524,2 1,1-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

Data Report - Page 1 of 10



MONTGOMERY WATSON LABORATORIES

Laboratory

aDivisionof MontgomeryWatsonAmericas,Inc. Data Report
555EastWalnutStreet _ 6 8 6 2 5
Pasadena.California91101

TeI: 6265686400Fax:6265686324 %_,
1800586LABS(I 80056652271

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1 '_,_J'?

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

Data Report - Page 2 of 10



MONTGOMERY WATSON LABORATORIES Laboratoryo Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 68625
Pasadena, California 91101

'_.-' Te t: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/08/00 12:00 121529 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND UG/L 0.50 1

Surrogate 1,2-Dichloroethane-d4 91 % Rec

Surrogate 4- Bromofluorobenzene 108 % Rec

Surrogate Toluene-d8 101 % Rec

MW-002-112 (2008040254) Sampled on 08/04/00 08:30

Regulated VOCs plus Lists l&3

08/08/00 12:00 121529 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichlorobenzene ND u9/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

Data Report - Page 3 of 10



Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc, Data Report
555 East Walnut Street _ 6 8 6 2 5

PasBdena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 .,.._,,j
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524,2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 4-Methyl-2 Pentanone (MIBK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromomethane {Methyl Bromide) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1 '_:

08/08/00 12:00 121529 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

Data Report - Page 4 of 10



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas,lnc. Data Report
555 East Walnut Street _ 6 8 6 2 5
Pasadena, California 91101

'_"_,.-.- Te I: 626 568 6400 Fax: 626 568 6324

1800 566 LABS (1800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

08/08/00 12:00 121529 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/08/00 12:00 _21529 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/08/00 12:00 121529 HL/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

Surrogate 1,2-Dichloroethane-d4 93 % Rec

Surrogate 4-Bromofluorobenzene 104 % Rec

'_"_'_' Surrogate Toluene-d8 102 % Rec

MW-002-018 (2008040255) Sampled on 08/04/00 10:05

08/15/00 12:00 121715 SM2320B/E310.1) Alkalinity 157 mg/1 1.0 1

08/15/00 03:20 ML/SMi040 Anion Sum 5.66 meq/1 0.0010 1

08/17/00 08/21/00 12:00 122107 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

08/11/00 08/14/00 12:00 121675 ML/EPA 200.7 Calcium, Total, ICAP 63 mg/1 1.0 1

08/15/00 03:21 ML/SM1040 Cation Sum 5.60 meq/1 0.0010 1

08/05/00 12:00 121119 ML/EPA 300 Chloride 26.5 mg/1 1.0 1

08/12/00 12:00 121662 CADHS/BPA314 Perchlorate 15 ug/1 4.0 1

08/15/00 03:13 SM2320B/E310.1) Carbonate as CO3, Calculated 0.494 mg/1 0.0010 1

08/17/00 08/18/00 12:00 121984 EPA/ML 200.8 ) Chromium, Total, ICAP/MS 12 ug/1 10 1

08/04/00 04:03 121124 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/08/00 12:00 121203 ML/S2510B ) Specific Conductance 530 umho/cm 4.0 1

08/17/00 08/18/00 12:00 121985 EPA/ML 200.8 ) Iron, Total, ICAP/MS 120 ug/1 100 1

08/15/00 03:11 SM2320B/E310.1) Bicarbonate as HCO3,calculated 191. mg/1 0.0010 1

08/11/00 08/14/00 12:00 121691' ML/EPA 200.7 Potassium, Total, ICAP 2.6 mg/1 1.0 1

08/11/00 08/14/00 12:00 121681 ML/EPA 200.7 Magnesium, Total, ICAP 20 mg/1 0.10 1

08/11/00 08/14/00 12:00 121684 ML/EPA 200.7 Sodium, Total, ICAP 17 mg/1 1.0 1

08/05/00 12:00 121121 ML/EPA 300.0 Nitrate-N by IC 6.55 mg/1 0.10 1

08/17/00 08/18/00 12:00 121986 EPA/ML 200.8 Lead, Total, ICAP/MS ND ug/1 2.0 i
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Watnut Street _ 6 8 6 2 5

Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 .,_,_,
1 8OO 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/08/00 12:00 121215 (S4500HB/E150.1) Lab pH 7.6 Units 0.0010 1

08/05/00 12:00 121122 ( ML/EPA 300.0 ) Sulfate 62.6 mg/1 2.0 1

08/09/00 12:00 121512 (SM2540C/E160.1) Total Dissolved Solid (TDS) 360 mg/1 10 1

Regulated VOCs plus Lists l&3
08/08/00 12:00 121529 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,2,2-Tetrachloroethane AID ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,t,2-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1 '-_'_

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 Benzene ND ug/i 0.50 1

08/08/00 12: 00 121529 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

0.8/08/00 12:00 121529 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1
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(_ MONTGOMERY WATSON LABORATORIES

Laboratory

a Divis_onof Montgomery Watson Americas, lnc. Data Report
555EastWalnutStreet _68 625
Pasadena,California9.1101

_'_m,,'_ TeI: 6255686400Fax:6265686324
1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/08/00 12:00 121529 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 ) Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

_ 08/08/00 12:00 121529 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Trichloroethylene (TCE) 1.1 ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Vinyl chloride {VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 99 % Rec

Surrogate 4-Bromofluorobenzene 93 % Rec

Surrogate Toluene-d8 97 % Rec

E
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555EastWalnutStr.et # 6 8 6 2 5
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 ,..,,,,,,,/'
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-019 (2008040256) Sampled on 08/04/00 10:10
08/17/00 08/21/00 12:00 122107 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/12/00 12:00 121662 ( CADHS/EPA314 ) Perchlorate 15 ug/1 4.0 1

08/i7/00 08/18/00 12:00 121984 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

08/04/00 04:03 121124 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/17/00 08/18/00 12:00 121986 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
08/08/00 12:00 121529 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 l,l,2,2-Tetrachloroethane ND ug/t 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1 '_Y

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND u9/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

08/08/00 12:00 121529 ML/EPA 524.2 Benzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,2 Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1
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(_ MONTGOMERY WATSON LABORATORIES

Laboratory

a Divisionof Mo.tgomary WatsonAmericas, lnc. Data Report
555 East Walnut Street # 6 8 6 2 5
Pasadena, California 91101

"'_*,_,,_,_ Tel: 626 568 6400 Fax: 626568 8324

1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/08/00 12:00 121529 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 I

08/08/00 12:00 121529 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

_,,,z 08/08/00 12:00 121529 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Styrene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 .1

08/08/00 12:00 121529 ML/EPA 524.2 Trichloroethylene (TCE) 1.0 ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND u9/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Toluene ND ug/1 0.50 1

08/08/00 12:00 121529 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 100 % Rec

Surrogate 4-Bromofluorobenzene 103 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 98 % Rec
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES QC Summarya DivisionofMontgomeryWatsonAmericas,Inc.
555EastWalnut Street # 6 8 6 2 5
Pasadena,California9110!

'_-_' TeI: 6265686400Fax:6265686324
1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp

QC Batch #121119 - Chloride Analysis Date: 08/05/2000

2008040253 MW-002-016

2008040255 MW-002-018

QC Batch #121121 - Nitrate-N by IC Analysis Date: 08/05/2000

2008040253 MW-002-016

2008040255 MW-002-018

QC Batch #121122 - Sulfate Analysis Date: 08/05/2000

2008040253 MW-002-016

2008040255 MW-002-018

_ Batch #121124 - Hexavalent chromium (Cr VI) Analysis Date: 08/04/2000

2008040253 MW-002-016

2008040255 MW-002-018

2008040256 MW-002-019

QC Batch #121203 - Specific Conductance Analysis Date: 08/08/2000

2008040253 MW-002-016

2008040255 MW-002-018

QC Batch #121215 - Lab pH Analysis Date: 08/08/2000

2008040253 MW-002-016

2008040255 MW-002-018

QC Batch #121512 - Total Dissolved Solid (TDS) Analysis Date: 08/09/2000

2008040253 MW-002-016

2008040255 MW-002-018
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Laboratory

a Divisionof MontgomeryWatsonAmericas, Inc. OC Summary
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1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #121529 - Regulated VOCs plus Lists l&3 Analysis Date: 08/08/2000

2008040253 MW-002-016

2008040254 MW-002-112

2008040255 MW-002-018

2008040256 MW-002-019

QC Batch #121662 - Perchlorate Analysis Date: 08/12/2000

2008040253 MW-002-016

2008040255 MW-002-018

2008040256 MW-002-019

QC Batch #121675 - Calcium, Total, ICAP Analysis Date: 08/14/2000 ,,..__v

2008040253 MW-002-016
2008040255 MW-002-018

QC Batch #121681 - Magnesium, Total, ICAP Analysis Date: 08/14/2000

2008040253 MW-002-016

2008040255 MW-002-018

QC Batch #121684 - Sodium, Total, ICAP Analysis Date: 08/14/2000

2008040253 MW-002-016

2008040255 MW-002-018

QC Batch #121691 - Potassium, Total, ICAP Analysis Date: 08/14/2000

2008040253 MW-002-016

2008040255 MW-002-018
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MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas, Inc. QC SL%_f,',LLary
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'"_ Tel: 6265686400Fax:6265686324
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121715 - Alkalinity Analysis Date: 08/15/2000

2008040253 MW-002-016

2008040255 MW-002-018

QC Batch #121984 - Chromium, Total, ICAP/MS Analysis Date: 08/18/2000

2008040253 MW-002-016

2008040255 MW-002-018

2008040256 MW-002-019

OC Batch #121985 - Iron, Total, ICAP/MS Analysis Date: 08/18/2000

_'_-_' 2008040253 MW-002-0t6

2008040255 MW-002-018

QC Batch #121986 - Lead, Total, ICAP/MS Analysis Date: 08/18/2000

2008040253 MW-002-016

2008040255 MW-002-018

2008040256 MW-002-019

QC Batch #122107 - Arsenic, Total, GF Analysis Date: 08/21/2000

2008040253 MW-002-016

2008040255 MW-002-018

2008040256 MW-002-019

QC Summary - Page 3 of 3



(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 6 2 5
Pasadena, California 91101

_'_._ Tel: 626 568 6400 Fax: 626 568 6324
I 800 566 LABS (I 800 566 5227}

Foster Wheeler Environmental Corp

QC Batch #121119 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab % 20 08040461 0.00 - 0.00 )

LCS1 Chloride 25 24.2 96.8 90.00 - 110.00 )

LCS2 Chloride 25 24.1 96.4 90.00 - 110.00 ) 0.41

MBLK Chloride ND

MS Chloride 25 26.4 105.6 80.00 - 120.00

MSD Chloride 25 26.6 106.4 80.00 - 120.00 0.75

QC Batch #121121 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08040461 ( 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.52 100.8 ( 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.51 100.4 ( 94.00 - 106.00 0.40

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.64 105.6 ( 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.67 106.8 { 85.00 - 118.00 1.1

QC Batch #121122 Sulfate

UC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08040461 0.00 - 0.00

LCS1 Sulfate 50 48.9 97.8 95.00 - 104.00 )

LCS2 Sulfate 50 48.9 97.8 95.00 - 104.00 ) 0.00

MBLK Sulfate ND

MS Sulfate 50 54.1 108.2 97.00 - 112.00 )

MSD Sulfate 50 55.0 110.0 97.00 - 112.00 ) 1.6

'%._,_, Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP ere advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 6 2 5
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 ,._,_,
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #121124 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 78.00 - 118.00

LCS2 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 78.00 - 118.00 2.0

MBLK Hexavalent chromium (Cr VI) ND

MS--2008040255 Hexavalent chromium (Ct VI) 0.050 0.052 104.0 80.00 - 120.00

MSD--2008040255 Hexavalent chromium (Cr VI) 0.050 0.052 104.0 80.00 - 120.00

QC Batch #121203 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008040416 Specific Conductance 770 770 ( 0.00 - 20.00 0.0

QC Batch #121215 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008040255 Lab pH 7.6 7.6 ( 0.00 - 20.00 0.0

QC Batch #121512 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2008040253 Spiked sample Lab # 20 286 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 182 104.0 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 728 104.0 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES QC Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 8 6 2 5

_..,... Pasadena, California 91101
Te {: 626 568 6400 Fax: 626 568 6324

1800 566 LABS (1 8DO 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #121529 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.80 95.0 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 3.88 97.0 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 4.20 105.0 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.88 97.0 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.02 100.5 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1~Dichloroethylene 4 3.95 98.8 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.01 100.2 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.07 101.8 ( 70.00 - 130.00 1.5

LCS1 1,1-Dichloropropene 4 3.68 92.0 ( 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 4.17 104.2 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 4.32 108.0 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 4.21 105.2 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 4.28 107.0 70.00 - 130.00

MSLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 3.77 94.2 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.84 96.0 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 4.28 107.0 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 7.82 97.8 70.00 - 130.00

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, hatch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Tel: 62B 568 6400 Fax: 626 568 6324 ""-"'_"'J--

1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 1,3-Dichloropropane 4 3.93 98.2 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 4.20 105.0 ( 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 3.88 97.0 ( 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 51.7 129.2 ( 70.00 _ 130.00

MBLK 2-Butanone (MEK) ND

LCS1 o-Chlorotoluene 4 4.12 103.0 ( 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 4.17 104.2 ( 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 43.7 109.2 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 08040253 0.00 _ 0.00

LCS1 Benzene 4 4.00 100.0 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.06 101.5 70.00 - 130.00

MSD Benzene 4 4.02 100.5 70.00 - 130.00 0.99

LCS1 Bromobenzene 4 4.20 105.0 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 1.82 91.0 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 3.94 98.5 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 3.93 98.2 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.06 101.5 70.00 - 130.00

MSD Chlorobenzene 4 4.00 100.0 70.00 - 130.00 1.5

LCS1 Carbon Tetrachloride 4 3.79 94.8 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 3.89 97.2 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 3.94 98.5 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. '_/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES QC Report
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555 East Walnut Street # 6 8 6 2 5

_._..,., Pasadena, California 91101
Te I: 626 568 6400 Fax: 625 568 6324

1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continue d)

LCS1 Bromochloromethane 4 4.16 104.0 70.00 - 130.00 )

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 2.02 101.0 70.00 - 130.00 )

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride_ 2 2.05 102.5 70.00 - 130.00 )

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.09 102.2 70.00 - 130.00 )

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.22 105.5 70.00 - 130.00 )

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 3.91 97.8 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.04 101.0 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.06 101.5 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 1.84 92.0 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 1.82 91.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.71 92.8 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 4.20 105.0 70.00 - 130.00

MBLK Isopropytbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 4.12 103.0 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 7.94 99.2 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 4.20 105.0 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 4.12 103.0 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.25 106.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 3.95 98.8 72.00 - 118.00

MBLK o-Xylene ND

%_"_'_' Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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555 East Walnut Street # 6 8 6 2 5

Pasadena, California 91101

Te h 626 568 6400 Fax: 626 568 6324 '_,,_,_

! 600 506 LABS (! 800 566 5227}

Foster Wheeler Environmental Corp
(continued)

LCS1 o-Dichlorobenzene (1,2-DCB) 4 4.01 100.2 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 3.90 97.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 4.10 102.5 70.00 - 130.00

MBLK 'p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 4.18 104.5 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.12 103.0 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 95 95.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 93 93.0

MS 1,2-dichloroethane-d4 100 93 93.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 99 99.0 80.00 - 127.00 6.2

LCS1 Toluene-d8 100 100 100 ·0 91.00 - 107.00

MBLK Toluene-d8 100 100 100.0

MS Toluene-d8 100 93 93.0 91.00 - 107.00 )

MSD Toluene-d8 100 97 97.0 91.00 - 107.00 ) 4.2

LCS1 4-Bromofluorobenzene 100 106 106.0 86.00 - 115.00 )

MBLK 4 -Bromofluorobenzene 100 92 92.0

MS 4-Bromofluorobenzene 100 102 102.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 110 110.0 86.00 - 115.00 ) 7.5

LCS1 trans- 1,2-Dichloroethylene 4 4.13 103.2 70.00 - 130.00 )

MBLK t rahs-1,2 -Dichloroethylene ND

LCS1 tert-Butylbenzene 4 4.15 103 _8 70.00 - 130.00 )

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 3.78 94.5 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.01 100.2 70.00 - 130.00

HSD Trichloroethylene (TCE) 4 3.95 98.8 70.00 - 130.00 1.5

LCS1 Trichlorotrifluoroethane (Freon 2 1.97 98.5 70.00 - 130.00

MBLK Trichlorot ri f luoroethane (Freon ND

MBLK trans- 1',3 -Dichloropropene ND

LCS1 Toluene 4 4.11 102.8 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.12 103.0 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. '_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Pasadena, California 91101
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1900 566 LABS (I 900 566 5227)

Foster Wheeler Environmental Corp
(continued)

MSD Toluene 4 4.13 103.2 ( 70.00 - 130.00 0.24

LCS1 Vinyl chloride (VC) 2 1.84 92.0 ( 70.00 - 130.00

MBLK Vinylchloride(VC) ND

QC Batch #121662 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample LAB# 20 08040253 0.00 - 0.00

LCS1 Perchlorate 25.0 24.5 98.0 90.00 - 110.00

LCS2 Perchlorate 25.0 25.7 102.8 90.00 - 110.00 4.8

MBLK Perchlorate ND

MS Perchlorate 20.0 19.8 99.0 75.00 - 125.00

MSD Perchlorate 20.0 19.8 99.0 75.00- 125.00 0.00

_--_ QC Batch #121675 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08110055 0.00 - 0.00

LCS1 Calcium, Total, ICAP 50 52.7 105.4 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 51.3 102.6 85.00 - 115.00 2.7

MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 48.5 97.0 70.00 - 130.00

MSD Calcium, Total, ICAP 50 48.5 97.0 70.00 - 130.00 0.00

QC Batch #121681 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08110054 ( 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 20.4 102.0 ( 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 19.8 99.0 { 97.00 - 115.00 3.0

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 19.0 95.0 ( 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 18.8 94.0 ( 74.00 - 130.00 1.1

%_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCs. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121684 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08110054 0.00 - 0.00 )

LCS1 Sodium, Total, ICAP 50 52.2 104.4 94.00 - 112.00 )

LCS2 Sodium, Total, ICAP 50 50.5 101.0 94.00 - 112.00 ) 3.3

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 47.9 95.8 82.00 - 114.00 )

MSD Sodium, Total, ICAP 50 44.6 89.2 82.00 - 114.00 7.1

QC Batch #121691 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%} RPD (%)

MS Spiked sample Lab # 20 08110054 ( 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.6 103.0 ( 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.0 100.0 ( 80.00 - 110.00 3.0

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 19.7 98.5 ( 80.00 - 120.00

MSD Potassium,Total, ICAP 20 18.2 91.0 ( 80.00 - 120.00 7.9

QC Batch #121715 Alkalinity

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08040258 0.00 - 0.00

LCS1 Alkalinity 96.2 96.4 100.2 96.00 - 107.00

LCS2 Alkalinity 96.2 96.1 99.9 96.00 - 107.00 0.31

MBLK Alkalinity ND

MS Alkalinity 96.2 95.3 99.1 80.00 - 120.00

MSD Alkalinity 96.2 96.0 99.8 80.00 - 120.00 0.73

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. <_,_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #121984 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 ( 0.00 - 0.00 )

LCS1 Chromium, Total, ICAP/MS 100 97 97.0 ( 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 98 98.0 ( 85.00 - 115.00 1.0

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 95 95.0 ( 77.00 - 119.00

MSD Chromium, Total, ICAP/MS I00 94 94.0 ( 77.00 - 119.00 1.1

QC Batch #121985 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits {%) RPD (%)

_-- MS Spiked sample Lab # 20 08030007 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 497 99.4 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 514 102.8 85.00 - 115.00 3.4

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 613 122.6 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 575 115.0 70.00 - 130.00 6.4

QC Batch #121986 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 08020007 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 20.4 102.0 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 20.1 100.5 87.00 - 108.00 1.5

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 21.5 107.5 75.00 - 119.00 4.3

"%_.._ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(cent inued)

QC Batch #122107 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 08020007 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0193 96.5 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0193 96.5 85.00 - 115.00 0.00

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0216 108.0 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0217 108.5 ( 70.00 - 130.00 0.46

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlinin 9. '_,_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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